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SPECIFICATIONS 

Specifications for the 288A Multi Programmer are listed below. 

Functional Specifications 

Functional specifications for the 288A are as follows: 

Data RAM: 512K or 2M (bytes) 

Translation Formats; ASCII Space Hex 

Binaiy 

Intel 32-bit Hexadecimal 
Intel Intellec8/MDS 
Intel MCS-86 Hexadecimal Object 
Motorola Exorciser (SI ) 
Motorola Exormax (SI and S2) 
Motorola 32-bit (SI, S2, and S3) 
Tektronix Hexadecimal 

Input/Output: Serial RS-232C compatible (110 through 19.2K baud) 



Remote Control: 



Computer Remote Control (CRC) 
Terminal Remote Control (TRC) 



Device Sockets; Eight 

Keyboard: 16-key hexadecimal, 3-key control 

Display: 16 x 2 charactCT alphanumeric LCD display with adjustable di^lay angle 
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INTRODUCTION 



The 288A Multi Programmer is a gang programmer which accepts socket modules that allow you to 
program up to eight identical devices, or a set of up to eight devices containing different data. The 288A 
MulH Programn>er allows you to program different types of devices simply by installing a different socket 
module. For example, with the 32-pin module installed you can program 24-pin, 28-pin, and 32-pin NMOS 
and CMOS Ef*ROMs and EEPROMs. With the 40-pin module installed you can program 40-pin megabit 
EPROMs. 

You can operate the 288A Multi Programmer "locally," using the front panel keys and 32-character display, 
or "remotely" using a terminal or computer and the RS-232C serial 1/0 port. In addition to the basic 
programming featui^, the 288A also includes feahires which allow you to edit data loaded into the 
programmer's RAM, make use of electronic IDs, blank check devices, and work with data in 8-bit wide, 
16-bit wide or 32-bil wide words. 

The 288A offers nine data translation formats (such as ASCII Space Hex, Binary, and formats supplied by 
Intel, Motorola and Tektronix) which enable you to transfer files to and accept files from software 
developnwnl systems. 

This manual contains the instructions necessary for operating the 288A Multi Programmer both locally 
(from the front panel) and remotely. Instructions for setting up the programmer for either remote or local 
operation are provided in the Getting Started section and operating instructions for each of the modes are 
provided in separate, tabbed sections. 

NOTE 

Addilioml documentation may have been included mih your module. This supplementary 
documentation contains instructions specific to the module and should be read before performing 
any operations with the module. 



288A Multi Programmer 



ORDERING OPTIONS 

The following paragraphs describe the available 288A Multi Programmer systems, options and feature 
updates. If you are interested in purchasing another complete system, one or more of the options, or an 
update, contact your nearest Data 1/0 sales representative. A list of represenutives is included in this 
manual behind the index. An order for shipment must include the following information; 

• Description of the equipment 
" Quantity of each item ordered 

• Shipping and billing address of firm, including ZIP code 

* Name of person ordering equipment 
" Purchase order number 

* Desired method of shipment 
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Power Requirements 

Power requirements for the 288A are as follows: 

• OperaKng Voltages; 90 V — 130 V or 180 V — 260 V 

• Frequency Range: 48 — 62 Hz 

' Power G)nsumpfion: 165 W nominal 

Physical and Environmental 

Physical and environmental requirements for the 288A are as follows: 

• Dimensions: 31 cm x 1 1 cm x 36 cm (12.2" x 4.3" x 14.2") 

• Weight: Base— 2.9 kg (6.4 lbs); Module — 0.9 kg (2.0 lbs) 

• (Operating Temperature Range: 5 to 45 C (41 to 113 F) 

• Storage Temperature Range: -40to 70C(-4 to 158F) 
" Humidity: Up to 90%, nonconden^ng 

• Operational Allitude: TolOX»OOft 
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System and Hardware Options 



The foHowing table lists the available 288A Multi Programmer systems and the socket modules which can 
be installed on the 288A base unit. Use the model numbers listed below when ordering an additional 
system or option. To increase the number or types of devices that your 288A Multi Programmer can 
program, you can inslali an altemale socket module on the programmer. The available socket modules are 
listed below. 



Model Number 

288L1 

288H1 
288L2 

288H2 

MOD32 
MOD40 
MOD286870X 
MOD406870X 



Description 

288A Multi Programmerbaseunit with 512K of data RAM, configured for 
low voltage supplies (90 V — 130 V). Does not include a socket module. 

288A Multi Programmerbaseunit with 512K of data RAM, configured for 
high voltage supplies (180 V — 260 V). Does not include a socket module. 

288A Multi Programmer base unit with 2 Mbytes of data RAM, 
configured for low voltage supplies (90 V — 130 V). Does not include a 
socket module. 

288A Multi Programmer base unit with 2 Mbytes of data RAM, 
config^ircxJ for high voltage supplies (180 V — 260 V). Does not include a 
socket module. 

32-pin MOS Module — allows duplication and set programming of 
24-pin, 28-pin, and 32-pin EPROMs and EEPRCff^s. 

40-pin Megabit Module — allows duplication and set programming of 
40-pin megabit EPROMs. 

28-pin Micro Module — allows duplication of programnrtable Motorola 

28-pin microprocessors. 

40-pin Micro Module — allows duplication of programmable Motorola 
40-pin microprocessors. 
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MOD87XX 40-pin Micro Module — allows duplication of programmable Intel 40-pin 

microcontrollers. 

Other socket modules or options may become available in future. Contact your local Data I/O sales 
representative for updated information on available 288A options. 

Programming Capability Updates 

As new device programming capabilities become available, DaU I/O will offer user-installable "memory 
card update kits" for the 288A Multi Programmers. These update kits will include a memory caid (which 
includes all of the updated 288A software) for all of the 288A models. Contact your local Data I/O sales 
representative for information on available updates. Data I/O also offers Full Service Agreements which 
provide automatic shipment of updates, plus calibration and repair of your equipment. Contact your local 
Data I/O representative for information on service contracts. 

Data I/O Device Support Policy/Liability 

1. Data I/O strives to achieve more device support approvals from semiconductor manufacturers than any 
other programmer manufacturer. 

2. Every effort is made to program an adequate number of samples according to the manufacturer supplied 
specification, and verify waveforms as per that specification prior to release of support. Manufacturers' 
approvals are to be sought in parallel with this process. 

3. Data I/Cs objective is to seek and obtain approvals on all devices. 

4. Data I/O has made every attempt to ensure that the device information (as provided by the device 
manufacturer) contained in our programmers, software and documentation is accurate and complete. 
However, Data I/O assumes no liability for errors, or for any damages, whether direct, indirect, 
consequential or incidental, that result from use of documents provided with equipment or from the 
equipmoit or software which it accompanies, regardless of whether or not DaU I/O has been advised 
of the possibility of such loss or damage. 
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Customer Support BBS 

In addition to calling the Data I/O Customer Resource Center, you can also call Data I/Cs Customer 
Support Electronic Bulletin Board System. 

From the Customer Support BBS you can obtain a wide range of information on Data I/O products, 
including current product information, new revision information, known bugs (and workarounds), helpful 
application notes, and other miscellaneous information In addition, the BBS has a collection of DOS 
utilities you can download. 

The Customer Support BBS also has a message facility which allows you to leave messages to Customer 
Support Personnel. For example, you could request support for a specific device, or suggest how we can 
improve our products. Or you could leave a message telling us what you think of Data I/O productfs). 

To learn more about the Data I/O Customer Support BBS, call it at (206) 882-3211. The protocol is 
1200/24IX)/9600 (Courier HST) baud, 8 data bits, 1 stop bit, and no parity. On-line help files are available 
throughout the BBS to help you learn more about the BBS. 

Warranty Information 
Description 

Data I/O warrants its products against defects in materials and workmanship for a period of one (1) year 
for hardware and ninety (90) daj^for software unless specified otherwise, which begins when the 
equipment is shipped. Refer to «ie warranty card inside the back cover of this manual for infonnation on 
the length and conditions of the warranty. 
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CUSTOMER SERVICE 
Contacting Customer Support 

In the United States, the Data I/O Customer Resource Centw is staffed with Support Engineers between 
6:00 AM and 5:00 PM Pacific Time. Outside the United States, you should call your local Data I/O 
refwesentative. 

Regardless of whether you call Data I/O or your local Data I/O representative, you can ensure quick and 
accurate phone assistance by following the steps below: 

1. Have your programmer and/or computer in front of you. 

2. Have this manual available. 

3. Be ready to provide the following information: 

• Manufacturer and part number of the device you are using. 

• Error codes and messages exactly as they appeared. 

• Detailed explanation of the problem you are experiencing. 

• Version number of your Data I/O product; to find this number, powerup the programmer. See the 
Operator's Manual Section, Getting Started. 

In the United States, the phone number for the Data I/O Customer Resource Center is (800) 247-5700. 
Outside the United States, you should refer to the Warranty Service section of this chapter for the phone 
number of your local Data I/O representative. 
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MANUAL CONTENTS 

A brief outline of the contents of tliis manual is provided belowt 



INTRODUCTION— This section provides a general description of the programmer, its specifications, 
available options and ordering information, and warranty and service information. 

* GETTING STARTED— This section provides instructions on how to set up the 288 A MulK Programmer 
for operation and a sample programming session to give you a general idea of how to operate the 
programmer. 

■ FRONT PANEL OPERATION- This secHon provides detailed insh-uctions on how to blank check, pro- 
gram and venfy devices using the front panel keys. I taw to perform operations on single devices, 
gangs" of identical devices, and sets of devices using the front panel keys is explained, as well as how 
to upload data, prepare the programmer to accept and store downloaded data, and how to edit data 
stored in the programmer's RAM using the front panel keys. 

' PJ"^"^^'- REMOTE CONTROL— This section provides instructions on how to operate the 288A Multi 
Programmer from a remote terminal connected to the programmer through the RS-232C port. 

COMPUTER REMOTE CONTROL— This section provides a description of the computer remote control 
command language. This command language can be used to write a software driver that allows you to 
operate the programmer using a host computer. This section also contains detailed descripHons of the 
data translation formats available for the 288A Multi Programmer. 

ERROR MESSAGES/DEVICE LIST— This secHon provides a list of the error messages displayed on the 
programmer. The meanings of the error messages are described as well as corrective action that should 
be taken. The device list, provided separately, should be placed in this secHon as well. 

INDEX— This is an alphabetical guide to all major topics coveiwj in this manual. 



Warranty Service 

Data [/O maintains customer support centers throughout the world, each staffed with factory-trained 
technicians to provide prompt, quality service. This includes not only repairs, but calibration checks of ail 
Data I/O products. For warranty service, contact your nearest Data I/O Customer Support Center. If you 
return the unit for service, please return the disks with the unit. The following is a list of Data I/O offices: 



United States 
Data I/O Coiporation 
10525 Willows Road N.E. 
P.O. Box 97046 
Redmond, WA 98073-9746 
Telephone: (206) 881-6444 

(800) 426-1045 
Fax: (206) 882-1043 
Telex: 152167 (Inside U.S.) 

4740166 (Outside U5.) 

U.S. Customer Resource Center 

(800) 247-5700 

Customer Support BBS 
(206) 882-3211 

Data I/O New Hampshire 
20 Ci)tton Road 
Nashua, NH 03063 
Telephone (603) 889-«511 

(800) 858-5803 (NJ & NY only) 
Fax: (603)880-0697 



Socket Warranty 



Data I/O San Jose 
1701 Fox Drive 
SanJose,CA 95131 
Telephone (408)437-9600 
Fax: (408)437-1218 

Data I/O Japan 
Sumitomoseimei 

Hlgashishinbashi BIdg. 8F 
2-1-7, HigasW-Shinbashi 
Minato-Ku, Tokyo 105, Japan 
Telephone: (03)432-6991 
Fax: (03) 432-6094 (Sales) 

(03) 432-6093 (Other) 
Telex: 2522685 DATAIO J 

Dab VO Canada 

6725 Airport Road, Suite 302 
Mississauga, Ontario 
UV1V2 Canada 
Telephone: (416) 678-0761 
Fax: (416) 678-7306 



Data I/O Europe 

World Trade Center 
Straw! nskylaan 633 
1077 XX Amsterdam 
Telephone: +31 (0)20.6622866 
Fax: +31 (0)2(Hi624427 
Telex: 16616 DATIONL 

Data I/O-Insfrumatic Electronic 

Systems Vertriebs GmbH 
Lochhammer Schlag 5a 
D-8032 Griielfing 
West Germany 
Telephone (0)89 858580 
Fax: (0)89 8585810 



Sockets arc warranted for 25,000 cycles. Socket replacements are available through the Data I/O Service 
Center or local Data I/O Representative. 
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GEITING STARTED 



To install the line voltage selector (or change the line voltage) and check (or change) the line fuse, proceed 
as Ibllows: 



T7tf5 instrument may be damaged if operated with the wrong line voltage, 

1. Disconnect the power cord if plugged into 
the unit. If the power cord has never been 
plugged into the unit, the power 
receptacle will be covered by a cautionary 
label. Remove the label. 

2. Slide open the clear plastic door that covers 
the fuse. 

3. Renf\ove the fuse by pulling on the lever 
labelled FUSE PULL (see illustration). 

4. If already installed, remove the voltage 
selector (small printed circuit board) by 
pryii^ it out of its slot with a sturdy 
pointed object (see ttluslration). If the 
voltage selector has never been installed, 
remove it from^ the voltage kit bag. 




VOLIAGE SEltCTOC 



FUSE fiEMOVAL LEVER 
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1. GETTING STARTED 

This section explains how to install the line voltage selector included with your 288A (or change the 
operating voltage and line fuse), how to ground the unit, how to connect the RS-232C port for remote 
operation, how to install a socket module, and how to power up the unit Also given in this section are 
instructions for obtaining the firmware configuration number, a brief description of the 288A menus and a 
sample EPROM programming session. 

CONNECTING POWER 

Before connecting power to the programmer, perform the following checks: 

D Make sure the operating voltage is properiy selected on the back panel of the unit. 

D Make sure the correct tine fuse is installed. 

n Make sure the unit is properly grounded. 

□ Make sure the memory card is fully inserted in the slot on the right-hand side of the unit. 

Installing/Changing the Line Voltage Selector and Fuse 

The tine voltage on which the 288A is to be operated is selected by installing a voltage selector card in the 
back of the programmer. The voltage selector card is enclosed with your 288A base unit in the voltage kit. 
The voltage Idt also includes a spare line fuse which can be used if the installed fuse is blown. The line 
voltage selector is a small printed circuit board that can be inserted into its slot in any of four different 
positions to accommodate 100, 120, 220, and 240 line voltages. 



V. 
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GETTING STARTED 



Grounding the Programmer 



The 288A is shipped with a three-wire power cable. This cable connects the chassis of the programmer to 
earth ground when connected to a properly grounded three-wire ac receptacle. 



Continuity of the grounding circuit is vital for the safe operation of the unit Never 
operate this equipment with the grounding conductor disconnected. 
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5. Orient the voltage selector so that the 
desired voltage marking is on the top 
surface of the selector and to the left side, 
as shown in the illustration. 

6. Insert (he voltage selector into its slot and 
push it firmly into place. If the selector is 
not inserted fully into its slot, no power 
connection will be made. 

7. Verily that the fuse is the correct type and 
value per the following table then install 
the correct fuse into the hise holder. 








Line Fuse Rating 






Line Voltage 


Cuiienl 


Voltage 


Type 


Data I/O Part Number 


90V — 260V 


IJA 


250V 


Slo-blow» 


416-3012-001 



* Littlefuse type 313, Bussnun type MDX 



The line fuses included with your programmer are 1/4 x 1-1/4 inch fuses. The fuse holder can also 
accept 5 x20 miUimder fuses, commonly amUable in Europe. 

8. Slide the door dosed. 



For continued protection against the possibility of fire, replace only with a fuse of 
specified current, voltage, and type ratings. 
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GETTING STARTED 



INSTALLING AND REMOVING SOCKET MODULES 

The socket modules contain the sockets in which the devices to be duplicated are installed. Different socket 
modules allow you lo duplicate different kinds of devices. The programmer cannot be operated without a 
socket module installed. The socket module can be removed and another module insbllcd while power Is 
on, bul it is recommended that you install a socket module prior to powering up the programmer. To 
install and remove the socket module, perform the following procedures. 

Installing a Socket Module 

1 . Insert the retaining hook on the underside of the socket module into the hole at the lop of the 288A front 
panel (see illustralion). 

2. Lower the front of the module slightly, slide the module towards the back of the base unit as far as the 
retaining hook will allow and then continue lowering the front of the module until (he module drops 
into place. The module should lower down until the bottom of the module is resting almost fully 
against the top of the 288A base unit. 

3. Press finmly on the lower front porHon of the module (o seal (he conncc(or on the bollom of (he module 
into the 288A's connector (see illustralion). If the connector is nol fully engaged, Ihe programmer will 
not operate and a "MODULE DISCONNECTED" message will appear on the (ront panel display. 
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RS-232C PORT CABLE CONNECTIONS 

The 288A is equipped with one serial RS-232C compatible I/O port which is located on the back panel of 
the programmer (see illustration). The RS-232C port can be linked to a terminal, computer or other 
development system in either a hardware handshake or non-handshake mode. The cable connections 
required to the RS-232C connector for each mode are shown in the foHowing illustration. 



BS33J CONNICIOP 




PROGRAMMER 

GROUND 

StND DATA 

RECEIVE DATA 

5IGNA1. GROUND 



\^ 



TERMINAL 

GROUND 
»ND DATA 
RECEIVE DATA 
SIGNAL GROUND 



Hat'/Full Duplex, Without Handshake 

NOffS 
/ All signals am nomeO witti respecl (o me originoting unit 

2 All unoestgnatea pins are to be left open 

3 For opplicalions Ihal do not cequ/f© t\onashoking fhe 
Ofogtommef's clear to mna line h pulled up inlernoHy 

•3 Most system's pin numbers may differ 



PPOGRAMMER 

GROUND 

SEND DATA 

RECEIVE DAIA 

RFQUESI lO S(ND 

CLEAR lO Sf ND 

SIGNAL GROUND 



Ci. 



l>t 



TERMINAL 

I I GROUND 

I I SEND DAIA 

I I RECEIVE DAIA 

( ) REQUEST lO SEND 

( I CLEAR TO S(ND 

( J SIGNAL GROUND 



Halt/Futt Duple*. Wilh Hond-^hake 
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GETTING STARTED 



When the programmer is turned on, it automatically performs a self test (hat verifies correct operation of 
the unit. Dunng execuHon of the self test, the front panel display shows 

SELF TESTING 
with advancing decimal points on the lower portion of the display. 

If a module is not installed when the power is switched on, the display reads: 

MODDLE 
DISCONNECTED 

Install a module. The self test will then proceed. 

If a device is present in any of the programmer's sockets when the power is switched on, the display reads 
DEVICE IN SOCKET 
REMOVE DEVICE 

To correct this condiBon, remove the device and press ENTER. The self lest will then proceed. 
Upon completion of the self test, the display shows 
SELF TEST OK 
DATA I/O 288A n 

where "n" is the version number of the programmei's software. The programmer then displays the first 
mam menu item: ^ ' 

LOAD FROM MASTER. 
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POWERING UP THE PROGRAMMER 

To power up the programmer, proceed as follows: 
1. Make sure the device sockets are empty. 



2. Make sure the memory card is fully inserted in the 
programmer (see illustration). 



NOTE 




Applying power without the memory card inserted will either cause no response from the 
programmer or will cause the programmer to beep and display message: tHSERT MEMORY 
CARD 



Removing or installing memory card itntb power applied may result in damage to the 
memory card. 



3. Plug the power cable into the back panel connector 
and an AC power receptacle. 

4. Press the power switch to the ON position (see 
illustration). 
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GETTING STARTED 



THE MAIN MENU FUNCTIONS 

The programmer can perform seven basic functions, each of 
which is presented on the main menu. To display each of these 
functions, scroll through the main menu by means of the scroll 
keys shown in the illustration. (Scroll forward with the 
right-hand key and backward with the left-hand k^.) The seven 
main menu functions are: 

LOAD FROM MASTER — 



7 


BBS' 


4 


S 6 B 1 


1 


2 3 


•= 





F E 


A 




load data from a master device 
into internal memory. 

LOAD FROM SET— load data from a set of master 

devices into internal memory. 

PROGRAM ^ — program one or more devices, 

or sets of devices with the 
contents of internal memory. 

VERIFY — verify the contents of one or 

more devices against the 
contents of internal menx>ry. 

BLANK CHECK ~ perform a blank check on the installed device(s). 

RS232 ~ perform RS-232C port operations, such as change the port settings, ^ 

download a file, upload a file, or transfer control of the programmer to a 
remote computer or terminal. 

EDIT — edit the contents of the programmer's data RAM. 

Each of the seven functions is fully described in the Front Panel Operation section; however, to familiarize 
you with the bawc programming operation, a sample programming session is described in the following 
pages. 



GETTING STARTED 



Displaying the Firmware Configuration Number 

You will need to know the firmware configuration number of your 288A when contacting Data I/O service 
personnel- To cause the programmer to display its firmware configuration number during the power up 
sequence, hold down the up-scroll and ENTER kpys when you press the power switch to the ON position. 
The programmer displays 

SELF TESTING 

with advancing decimal points on (he lower portion of the display. When the programmer displays 

LCD DISPLAY TEST 

press any front panel key twice. The programmer will then display 

FIRMWARE 

SUMCHECK - HHHHHH 

where "HHHHHH" is the fiimware sumcheck, or configuration number, of the programmer's firmware. 
To ttegin normal programmer operation, turn the progranuner power off and th«i on again. 
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GEITING STARTED 



When the correct manufacturer is displayed, fwess ENTER to select that manufacturer. If you selected 
Intel as the manufacturer, the display would read 



LOAD FROM MASTER 
INTEL 27X6 



If you are using a device of a manufacturer other than Intel, the name of that manufacturer and a 
device part number appear on the display. 



6. Press the up-sa-oll or down-scroll k^ until the display shows the correct part number of your master 
device. For example, if you are using an Intel 2764, the display ^H>uld read 

LOAD FROM MASTER 
INTEL 2764 

7. Press ENTER to select the device type. The display reads 

INSERT DEVICE 
INTEL 2764 

8. Insert the master device in the leftmost 
socket (socket 1) by lifting the lever 
and placing the device in the socket so 
that the bottom pins of the part are at 
the bottom of the socket and pin 1 is 
toward the lop of the socket (see 
illustration). Push the lever down to 
lock the device in place. 



liVER \ :) 

UNLOCKED ^ 
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GETTING STARTED 



SAMPLE PROGRAMMING SESSION 

The following steps describe how to program a blank device from a master device. (A master device is a 
device that has been previously progratnmed and is used as a "master" to program blank devices). To 
perform this programming session, you will need a master device ax\d a blank device. The master device 
used in the following ptocedure is an Intel 2764, but could be any device shown on the Device List. 

In the following procedure, the blank device is assumed to be of the same type as the master device, 
although it is possible for the master device to differ from the blank device(s). For more details on device 
progranmung, refer to the Front Panel Operation section of this manual. 

1. If the programmer is not on, make sure all the sockets of the programmer are empty and turn on the 
power switch. Wait until the self test is complete and the display reads 

LOAD FROM MASTER 

2. Press ENTER to select the LOAD FROM MASTER function. The display reads 

LOAD FROM MASTER 
F/P CODE FF/FF 

"FF/FT" is the current family /pinout code. (A family/pinout code of FF/IT causes the programn^er to 
read the electronic ID of the installed device and select the correct family/ pinout code aulomalically.) 
For this sample session, select the device type from the 288A menus. 

3. Press the down-scroll key once. The display reads 

LOAD FROM MASTER 
ELECTRONIC ID 

4. Press the down-scroll key until the display shows the name of the manufacturer of the master device you 
are loading. 

NOTE 
If you scrtAl past the desired selection, use the up-scroH key to move backwards through the menu. 
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14. Press the ENTER key if the displayed set size is 1; or, \f 1 is not displayed, press the scroll keys until a 
set size of 1 is displayed and press the ENTER key. "Hie display reads 

INSERT DEVICE 

F/P CODE 79/33 

15. Press the ENTER key to initiate the programming operation. During the programming operation the 
display reads 



(Advancing decimal points on the lower portion of the display indicate that the program operation is 
taking place.) 

When the program operation is complete the display reads 

PROGRAM 
SUMCHECK = HHHHHH 

where "HHHHHH" is the sumcheck of the device. TTiis hexadecimal number should match that 
displayed in step 9. 

16. Lift up the socket lever and remove the programmed device. 

This completes the sample programming session. 



I 



GETTING STARTED 



9. Press ENTER to begin the load operation. Tlie display reads 
LOAD FROM MASTER 



Llctg'^ait'^™' ^"'^ °" "^ '"""■ P°*" "' *^ <"'P'^>' '""-'^ "«' '"« '-d operaHon is 

When the load operation is complete the display reads 

LOAB FROM MASTER 
SDMCHECK - HBHHHH 

10. Lift the socket lever and replace the master device with a blank device. Push the socket lever down. 

1 1. Press the down-scroll key three Bmes. The display reads 

PROGRAM 

12. Press the ENTOR key to select the program funcHon. The display it^ds 

PROGRAM 
F/P CODE 79/33 

13. Press the ENTCR key to select the displayed family/pinout code. The display reads 

PROGRAM 
SET SIZE - 1 
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GENERAL OPERATING NOTES 

The following notes explain features, functions, and displays that are common to nearly all of the front 
panel operations. 

Family/Pinout Codes and Device Part Numbers 

The required programming algorithm and the pin assignments of devices differ greatly. In order for the 
programmer to program a specific device, the device to be programmed must be selected on the 
programmer. Device selection may be made by selecting the manufacturer and part number from the 288A 
menus, or by entering a specific family/pinoul code on the front panel keypad. Tlie operating procedures 
presented in this section allow you to select the device by either method. 

NOTE 

The device's electronic identifier mm) also be used to identify the device to Ike programmer (see the 
sulisection "Devices with Electronic Identifiers"). 

To allow for additional family/pinout codes in the future. Data I/O has gone to a six-digit family/pinout 
code on the front panel menu. Four- or six-digit codes are accepted using the following method. 

Example 
Procedure 288A Displays 



1. To enter family/pinout code AF/33, press A, F, ENTER, then press 3, 3, 
ENTER 



The display reads 



INSERT DEVICE 
AF/33 



2. FRONT PANEL OPERATION 

This section describes how lo blanli check, program and verily parts, and sets of parts, using the front 
panel Iceys and display of the 288A Multi Programmer. Also provided are instructions for using the 
RS-232C serial interface port in conjunction with the front panel keys; i.e., setting the RS-232C 
communications protocol and performing download and upload opcraHons. The information in this 

section is divided into the following subsections: 

GENERAL OPERATING NOTES — Provides general informaHon pertaining to performance of many of 
the 288A s operations and functions. Read this section before attempting any 288A operations. 

• CHECKING FOR NON-BLANK DEVICES - Describes how to verify that a device is completely blank 
(contams no data). r j 

' PROGRAMMING FROM A SINGLE MASTER - Describes load and program operations required to in- 
dividually program and gang program devices. 

• PROGRAMMING FROM A SET OF MASTER DEVICES - Describes load and program opcraHons re- 
quired to program sets of devices. 

• VERIFYING PROGRAMMED PARTS - Describes how to verify the data programmed into a device 
against the contents of the programmer's memory. 

• SETHNG COMMUNICATIONS PROTOCOL - Describes how to set the RS-232C communications 
protocol, such as the baud rate and the number of stop bits, for the 288A. 

• DOWNLOADING DATA — Describes how to prepare the programmer to receive and store data trans- 
ferred from a remote data source (computer or development system) to the programmer's RAM. 

• UPLOADING DATA — Describes how to perform the transfer of data from the programmer's memory 
to a host computer or other development system. 

• EDmNG RAM DATA — Describes how to edit the contenu of the programmer's data memory (RAM). 
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Error Indicators 

If the selected device operation is successfully executed for each device installed in the sockets, a 
completion message appears such as 

PROGRAM 
SUMCHECK = 00iAE5 

A pass signal (two slow beeps) sounds and the LEDs below the sockets containing devices light green. 
However, if execution is unsuccessful for any device, a failure signal (three quick beeps) sounds, the LED 
below the failed device lights red, and a failure message appears as in the example below. (Refer to the 
Error Messages section al the back of the manual for a description of the error messages.) 



PROGRAM 

INSERTION 



36 



Devices with Electronic Identifiers 

To benefit from the electronic identifier feature built into many devices, an electronic identifier mode can 
be selected that causes the programmer to automatically select the correct programming algorithm and pin 
configuration. To select the electronic identifier mode when blank checking, loading, programming, or 
vwifying a device, enter "ETFP when prompted for the family and pinout code, or press a scroll key, scroll 
to the top of the device list, and select "Electronic ID." 

When the electronic identifier mode is selected, the programmer determines the programming algorithm 
and pin configuration from the leftmost device that contains an electronic identifier. The programmer then 
checks to make sure that no other installed devices contain conflicting electronic identifiers. If a conflict 
between devices exists, the programmer displays an error message. Renwve the conflicting device(s) and 
attempt the operation with only the compatible devices installed. If the electronic identifier mode is 
selected and no installed devices contain an electronic ID, an error message will be displayed and the 
electronic ID mode can not be used for the installed device(s). If an operation is completed successfully 
using the electronic ID nrode, the electronic ID family and pinout codes become the default family and 
pinout codes. 
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Example 
288A Displays 



1. Enter 0, A, F, 0, 3, 3 

The display reads INSERT 

AF/33 
The family/pinout code lor each programmable device is contained in the Device List accompanying Ihis 
manual. In the menus and also in the Device Ust, the device manufacturers are listed alphabetically. The 
parts for each device manufacturer are listed in order of device size, with multiple devices of the sanw size 
listed in numerical order. 



The Action Display 



A special action display appears on the programmer during the execution of certain operations, such as self 
test, program, and verify. This display consists of decimal points advancing across the lower portion of the 
front oanel display and indicates that the programmer is executing the operation. 



Aborting an Operation 



Most operations may be aborted by pressing one of the hexadecimal keys. When an operation is halted in 
this manner, the programmer \xep» and reverts to the currently selected mode; e.g., if a hexadecimal key is 
pressed during a "Load from Master" operation, the programmer beeps and the display returns to 

LOAD FROM MASTER 

If a hexadecimal key is accepted as input, press a scroll key to abort the operation. 
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Example 
288A Displays 



6. Press ENTER to select the part number. 



INSERT DEVICE 
AMD 2764 



7. Insert the device(s) into the sockets), beginning at the leftmost socket, 
and press ENTER to initiate the check. 

If the blank check is successful for all of the installed devices, the 
LEDs below the sockets light green and the display reads 

If the blank check operation is unsuccessful for any installed device, 
the LED for the failed device lights red and the display reads 



BLANK CHECK 



BLANK CHECK 
OK 



BLANK CHECK 
NONBLANK 20 



8- Lift the socket leveKs) and remove the device(s) from the sockeKs). 



CHECKING FOR NON-BLANK DEVICES 

A blank check is provided thai can be used prior to programming operations to insure that no data has 
been previously written to the devioe<s). The blank check verifies that no data exists at any address of any 
device mstalled in the programming sockets. Perform the blank check as follows: 

NOTE 

77k "288A Displays' shmn in this manual are examples only. The devices shtrwn in the displays 
may be different than the demces appearing on your printed Device List or in the menus on your 
unit since the device support capabilities ^ the 288 A are updated periodically. 

Example 
Procedure 288A Displays 



1 . Scroll to the BLANK CHECK function. 



2. Press ENTER. 



3. If the correct family/pinout code is displayed, press ENTER and go to 
step 7. If the correct code is not displayed, key in the 4-digit 
family/pinout code for the device (e.g., AF33), and skip to step 7 



press a scroll key and then scroll to the device manufacturer (e.K., 
AMD). * 



4. Press ENTER when the correct manufachirer is displayed. 

5. Scroll to the part number of the device (e.g., 2764). 



BLANK CHECK 



BLANK CHECK 
F/P CODE FF/FF 



BLANK CHECK 
F/P CODE AF/33 



BLANK CHECK 
AMD 



BLANK CHECK 
AMD 2716 



BLANK CHECK 
AMD 2764 
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Loading the Data from a Master Device 

The first step in programming a device is to load (he data from the master device. This operaHon copies the 
programming data from the master device to the programmer's memory. When the transfer is complete, 
the programmer calculates and displays the sumcheck of the data. Use the following procedure to load the 
data from the master device. 

Example 
Procedure 288A Displays 



1 . Scroll to the LOAD FROM MASTER function. 



2. Press ENTER. 



3. If the correct family/pinout code is displayed, press ENTER and go to 
step 7. If the correct code is not displayed, key in the 4-digit 
family/pinout code for the device (e.g., AF33), and skip to step 7 



press a scroll key and then scroll to the device manufacturer (e e 
AMD). ^ 



4. Press ENTER when the correct manufacturer is displayed. 



5. Scroll to the part number of the device (e.g., 2764). 



6. Press ENTER to select the part number. 



LOAD FROM MASTER 



LOAD FROM MASTER 
F/P CODE FF/FF 



LOAD FROM MASTER 
F/P CODE AF/33 



LOAD FROM MASTER 
AMD 



LOAD FROM MASTER 
AMD 2716 



LOAD FROM MASTER 
AMD 2764 



INSERT DEVICE 
AMD 2764 



PROGRAMMING FROM A SINGLE MASTER 

The 288A Multi Programmer can be used to program one or more devices with the data contained in a 
single master device, or with data downloaded to the programmer via the serial I/O (RS-232C) port. The 
following paragraphs describe the programming operation (for single devices and gangs) using a master 
device. If you choose to download the program data to the programmer's memory instead of loading from 
a master device, refer also to IDownloading Data. 

Programming a device consists of two basic operations: 

* Loading the data from a master device to the programmer's memory (or downloading the data from a 
remote source such as a host computw — refer to Downloading Data). 

• Programming the device (or devices) with the data copied to the programmer's menrory. 
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Programming Devices (Single or Gang) 

After the maslffl* data has been copied or downloaded to the programmer, use the following pn>cedure to 
program one or more devices with the data. The program operation copies the same block of data from the 
programmer's menrtory into each device installed in the programming sockets. When the programming 
operation is complete, the programmer caknilates and displays the sumcheck of the data. 



Procedure 



Example 
288A Displays 



1. Scroll to the PROGRAM function. 



2. Press ENTER. PROGRAM 

F/P CODE AF/33 
If the data to be programmed was just copied from the master device 
and the master is the same type of device as the device to be 
programmed, press ENTER and skip to step 7. Otherwise, proceed to 
select the device type for the part to be programmed. 



3. Key in the 4-digit family/pinout code for the device <e.g., AF33) and skip 
to step 7 



PROGRAM 
F/P CODE AF/33 



press a scroH key and then scroll to the device manufacturer (e.g., 
AMD). 



PROGRAM 
AMD 



4. Press ENTER when the correct manufacturer is displayed. 



PROGRAM 
AMD 2716 



5. Scroll to the part number of the device (e.g., 2764). 



PROGRAM 
AMD 2764 
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Example 
288A Displays 



7. Insert (he master device into tlie soclcet and press ENTER to initiate the 
load operation. 

If the load operation is successful, the LED below the socket 
containing the master device lights green. Note the sumcheck 
displayed on the programmer for later verification. 

If the load operation is unsuccessful, the LED below the socket 
containing the master device lights red and the programmer displays 
an error message. (See the Error Messages section for an explanation 
of the error message displayed.) 



LOAD FROM MASTER 



LOAD FROM MASTER 
SUMCHECK - 00BA25 
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PROGRAMMING FROM A SET OF MASTER DEVICES 

When the length of a program exccxxls the capacity of a single device, the program data must be 
partitioned into appropriately sized blocks and programmed into multiple devices; the size of each block is 
determined by the capacity of the device being used. See the following table for the block of pnsgrammer 
RAM assigned to each device in a set. The 288A autonutically partitions the data and then programs the 
appropriate block of data into an individual device. The progranuned devices comprise a "set" since, 
together, they contain the complete program data. The 288A can be used to program a set of devices (all of 
which use the same family/pinout codes) with the data contained in a set of master devices, or with data 
downloaded to Ihe programmer via the serial I/O (RS-232C) port. 

The number of unique devices in the set, called Ihe "set size," can range frran one to eight. You can 
produce multiple copies of the same set of devices in one Program operation by simply inserting each 
additional set of blank devices to be programmed into the sockets immediately following the previous set 
of blank devices. Each additional set will be programmed as a duplicate of the leftmost set of devices. 
You can also program parHal sets in the same manner by inserting less than a complete set of blank 
devices. 

The set programming feature can also be used lo merge the data from a set of smaller devices into one or 
more larger ones. This function is performed in the same way as programming a set of devices except that 
ttie required number of larger blank devices are installed from Ieft-(o-right in the sockets and the 
appropriate set size is specified for the set of larger devices. The 288A automartcally re-partitions the daU 
and fills the first device. It then continues filling the rest of Ihe devices with the remaining data. 

The following paragraphs describe the set programming operation using a set of master devices. If you 
choose to download the program data to the i»-ogranuner's manory instead of loading from a set of 
master devices, refer also to Downloading Data. 

Programming a set of devices consists of two basic operations: 

* Loading the data from a nxaster set of devices into the programmer's memory (or downloading the data 
from a remote source such as a host computer — refer to Downloading Data). 

• Programming the device set with the data copied to the programmer's memory. 



Example 
288A Displays 



6. Press ENTER to select the part number. 



PROGRAM 
SET SIZE = 1 



7. If the displayed set size is 1, press ENTER to accept it If the displayed 
set size is not 1, use the scroll keys to scroll to a set size of 1 and 
press ENTER to accept the new set size. The new set size becomes 
the default set size. A set size of 1 will cause the 288A to program all 
of the installed devices with the same block of programmer RAM 
data. The power-up default set size is 1. 

8. Insert the blank device<s) into any socket(s) and press ENTER to initiate 
the program operation. 

If the program operation is successful for all of the installed devices, 
the LEDs bdow the sockets light green. Note that the sumcheck 
displayed on the programmer matches that displayed at the end of 
the toad operation. 

If the program operation is unsuc<%s5ful for any installed device, the 
LED for the failed device lights red and an error message is 
displayed. (See the Error Messages section for an explanation of the 
error message displayed.) 

9. Lift the socket leveKs) and remove the programmed device(s) from the 
5ocket(s). 



INSERT DEVICE 
AMD 2764 



PROGRAM 
SUMCHECK - 00BA25 
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Socket 
Number 








Device Size (no. of bits) 


























16K 


32K 


64K 


128K 


256K 


512K 


1M 


2M 


4M 


1 


000 


000 


0000 


0000 


0000 


0000 


00000 


000000 


0000000 




7FF 


FFF 


1FFF 


3FFF 


7FFF 


FFFF 


1FFFF 


3FFFFF 


7FFFFFF 


2 


800 


1000 


2000 


4000 


8000 


10000 


20000 


400000 


8000000 




FFF 


1FFF 


3FFF 


7FFF 


FFFF 


1FFFF 


3FFFF 


7FFFFF 


FFFFFFF 


3 


1000 


2000 


4000 


8000 


10000 


20000 


40000 


800000 


1000000 




17FF 


2FFF 


5FFF 


BFFF 


17FFF 


2FFFF 


5FFFF 


BFFFFI- 


17FFFFF 


4 


1800 


3000 


6000 


oono 


18000 


30000 


60000 


COOOOO 


1800000 




1FFF 


3FFF 


7FFF 


FFFF 


1FFFF 


3FFFF 


7FFFF 


FFFFFF 


1 FFFFFF 


5 


2000 


4000 


8000 


10000 


20000 


40000 


80000 


100000 






27FF 


4FFF 


9FFF 


13FFF 


27FFF 


4FFFF 


9FFFF 


13FFFF 




6 


2800 


5000 


AOOO 


14000 


28000 


50000 


AOOOO 


140000 






2FFF 


5FFF 


BFFF 


17FFF 


2FFFF 


5FFFF 


BFFFF 


17FFFF 




7 


3000 


6000 


COOO 


18000 


30000 


60000 


coooo 


180000 






37FF 


6FFF 


DFFF 


1BFFF 


37FFF 


6FFFF 


DFFFF 


1 BFFFF 




8 


3800 


7000 


EOOO 


1C0O0 


38000 


70000 


EOOOO 


1 COOOO 






3FFF 


7FFF 


FFFF 


1FFFF 


3FFFF 


7FFFF 


FFFFF 


1 FFFFF 





When loading data from more than one master into the programmer's memory, the number of master 
devices installed in the sodcets is automatically detected, and data from sockets 1 through n is copied 
sequentially into the programmer's memory, where n is the highest socket number with an installed 
device. (The data bytes contained in the device installed in socket 1 are copied into RAM addresses in 
sequ^itial order and are immediately followed by the data bytes contained in the device installed in socket 
2 (in sequential order), and so on.) If any socket preceding the last device is left »npty, "FP is read into 
mCTfwry for the address range assigned to that socket. 

The following table shows the maximum number of p^mlssible masters for each device size, if the 
programmer has 2M of memory, and the address range in memory where data is copned from each socket. 
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Example 
288A Displays 



7. Insert the master device set, beginning at the leftmost socket and press 
ENTER to initiate the load operation. 

If the load operation is successful for all of the devices, the LEDs 
below the sockets containing devices light green. Note the sumcheck 
displayed on the programmer for later verification. 

If the load operation is unsuccessful for any device installed, the LED 
for that socket lights red and the programmer displays an error 
message. (See the Error Messages section for an explanationof the 
error message displayed.) 



LOAD FROM SET 



LOAD FROM SET 
SUMCHECK - 005D2F 
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Example 
288A Displays 



6. Press ENTER to select the part number. 



PROGRAM 
SET SIZE -= 1 



It the displayed set size {number of devices in each programmed set) is INSERT DEVICE 

correct, press ENTER to accept it. If the displayed number of devices AMD 2764 

in the set is not correct, use the scroll keys to scroll to the correct 
number and press ENTER. The new number will become the default 
set size. The power-up default set size is 1. 

Ins^ the blank devices into the sockets, beginning with the leftmost PROGRAM 

socket, and press ENTER to initiate the program operation. If you 

install nwre than one set of devices, the additicmal set(s} of devices 
will be programmed as duplicates of the first set. For example, if 
you specify a set size of 4 and install 8 devices, the devices in sockets 
5, 6, 7 and 8 will be duplicates of the devices in sockets 1, 2, 3 and 4, 
respectively, after the program operation is complete- You can also 
program partial sets by inserting only a partial set of blank devices. 

If the program operation is successful for all of the installed devices, 
the LEDs below the sockets light green. Note that the sumcheck 
displayed on the programmer matches that displayed at the end of 
the load operation. 

If the program operation is unsuccessful for any installed device, the 
LEO for the failed device lights red and an error message is 
displayed. (See the Error Message section for an explanation of the 
error message displayed.) 



PROGRAM 
SUMCHECK = 005D2F 



9. Lift the socket levers and remove the programmed set(s) of devices 
from the sockets. 



■yasiA kM„ui r>.-r 



FRONT PANEL OPERATION 



Example 
288A Displays 



6. Press ENTER to select the part number. 



PROGRAM 
SET SIZE -= 1 



It the displayed set size {number of devices in each programmed set) is INSERT DEVICE 

correct, press ENTER to accept it. If the displayed number of devices AMD 2764 

in the set is not correct, use the scroll keys to scroll to the correct 
number and press ENTER. The new number will become the default 
set size. The power-up default set size is 1. 

Ins^ the blank devices into the sockets, beginning with the leftmost PROGRAM 

socket, and press ENTER to initiate the program operation. If you 

install nwre than one set of devices, the additicmal set(s} of devices 
will be programmed as duplicates of the first set. For example, if 
you specify a set size of 4 and install 8 devices, the devices in sockets 
5, 6, 7 and 8 will be duplicates of the devices in sockets 1, 2, 3 and 4, 
respectively, after the program operation is complete- You can also 
program partial sets by inserting only a partial set of blank devices. 

If the program operation is successful for all of the installed devices, 
the LEDs below the sockets light green. Note that the sumcheck 
displayed on the programmer matches that displayed at the end of 
the load operation. 

If the program operation is unsuccessful for any installed device, the 
LEO for the failed device lights red and an error message is 
displayed. (See the Error Message section for an explanation of the 
error message displayed.) 



PROGRAM 
SUMCHECK = 005D2F 



9. Lift the socket levers and remove the programmed set(s) of devices 
from the sockets. 
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Programming a Set of Devices 

The second step in programming one or mof« device sets is lo program the blank device set(s) with the 
data copied to the programmer's memory. This operation copies the programming data from the 
programmer's memory to the device<s) installed in the programming socket(s), producing exact duplicates 
of the master set. When the programming operaKon is complete, the programmer calculates and displays 
the sumcheck of the data. Use the following procedure to copy the data from the programmer's memoiy to 
the setts) of devices installed in the programming sockets. 

Example 
Procedure 288A Displays 



1. Scroll to the PROGRAM function. 



2. Press ENTER. 

If the data to be programmed was just copied from the master device 
set and the master set contains the same type of devices as the set to be 
programmed, press ENTER and skip to step 7. Otherwise, proceed to 
select the device type for the part to be programmed. 

3. Key in the 4-digit family/pinout code for the device (e.g., AF33) and skip 
to step 7 



press a scroll key and then scroll to the device manufacturer (e.g., 
AMD). 



4. Press ENTER when the correct manufacturer is displayed. 



5. Scroll to the part number of the device (e.g., 2764). 



PROGRAM 
F/P CODE AF/33 



PROGRAM 

F/P CODE AP/33 

PROGRAM 

AMD 



PROGRAM 
AMD 2716 



PROGRAM 
AMD 2764 



V_ 
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With Ihe master data contained in the programmer's memory, perform Ihe verify operation as follows: 
Procedure 



1 . Scroll to the VERIFY funcHon. 



2. Press ENTER. If the data to be verified against was just copied from 
the master device or device set, and the master device or set is of Ihe 
same type as Ihe device or set to be verified, press ENTER and skip 
to step 7. Otherwise, proceed to select the device type for the partfs) 



3. Key in Ihe 4- or 6-digit family/pinout code for the device (c.g., AF33) 
and skip to step 7 



Example 
288A Displays 



VERIFY 
F/P CODE AF/33 



VERIFY 
F/P CODE AF/33 



press a scroll key and then scroll to the device manufacturer (e.g. 
AMD). 

4. Press ENTER when the correct manufacturer is displayed. 



5. Scroll to Ihe part number of the device (e.g., 2764). 



6. Press ENTER to select Ihe pan number. 



VERIFY 
AMD 



VERIFY 
AMD 2716 



VERIFY 
AMD 2764 



INSERT DEVICE 
AMD 2764 
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VERIFYING PROGRAMMED PARTS 

The verify operation allows you to check programmed devices to make sure that the data in the devices 
matches the data in the programmer's memory. The verily function compares device data with the data 
read into the programmer's memory during the preceding load or download operation. 

The verify operation uses the Vcc high (VccH) and Vcc low (VccL) and number of passes recommended by 
the manufacturer of the device being verified. VccH and VccL levels can be selected when using Terminal 
Remote Control or Computer Renwte Control. 

If a "Load from Master" operation was performed to load the master data, then verification compares the 
data in each programnned device with the same memory data. (The verify operation is repealed for each 
device installed in the programmer's sockets.) If a "Load from Set" operation was performed, th«i 
verification compares each device in the set with the data stored in the associated address range of the 
programmer's memoiy. 

Before you can verify the data within a device, a gang of devices, or a set of devices, you must first make 
sure that the master data is contained in the programmer's menwry. You can load the master data into the 
programmer's memory by using one of the following methods: 

• Perform the previously described Load from Master operation; 

• Perform the [weviously described Load from Set operation; 

• Perform a download operation (described later in this seelion). 
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Example 
288A Displays 



Pressing ENTER will display the high-byte data. 



VERIFY 
XXXXX HI R:XX D:XX 
(addrXRAM & device data) 



Pressing ENTER advances to the next address where RAM data and 
device data don't match. When the programmer finishes verifying the 
device{s), the programmer will respond with a Verily Error Message. 



VERIFY 

VERIFY ERROR NN 

(wheie NN is tv our mmbaj 



Lift the socket lever(s) and remove the verified device(s) from the 

socket(s). 



Procedure 



Example 
288A Displays 



Insert the device(s) to be verified into the sockeKs) and press ENTER to 
initiate the verily operation. Insert the devices of a set in the same 
order that they were progranuned in, so that each device is verified 
against the same block of programmer memory that it was originally 
I»x>grammed with. For example, to verify the first device of a two 
device set, insert the device into socket 1, 3, 5 or 7. 



If the verify operation is successful for all of the installed devices, the 
LEDs light green and the sumcheck of the data is displayed. 

For unsuccessful verily operations, the programmer display differs 
for 8-bit devices and 16-bit devices as follows: 

If an 8-bit device v«ify operation is unsuccessful, the programmer 
will display the address location where the error occurs, the RAM 
data, and the device data. 

Pressing ENTER advances to the next address where RAM data and 
device data don't match. When the programmer finishes verifying 
the device(s), the programmer will respond with a Verify Error 



If a 16-bil device verify operation is unsuccessful, the 288A will 
display the address and the low-byte data. 



VERIFY 
SUMCHECK = 00BA25 



VERIFY 
XXXXX R:XX D:XX 
(addrKRAM & device data) 

VERIFY 
VERIFY ERROR NN 

(wbBE M^J is the emr mttrber) 



VERIFY 
XXXXX LO R:XX D:XX 
(addr)(RAM 4 device data) 
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DOWNLOADING DATA 

The 288A can receive and store data transferred from a host computer into its memory over a serial 
communications Hnk. (Refer to the Getting Started section for information on serial I/O connections.) This 
feature may be used to download data from a computer, or other software development system, to the 
programmer in preparation for programming parts. The programmer can accept the data in any of the 
data translation formats shown on the 288 A menus. Descriptions of each of these formats are provided in 
the Computer Remote Control section of this nnanual. 

When initiating a download operation, the programmer prompts for the entry of three parameters in 
addition to the data translation format. These parameter are: 

* the t>eginning address 

* the block size 

* the offset address 

Selection of the beginning address allows you to make transfers of data to a specified start address in the 
programmer's memory. For example, if you specify a beginning address of lOOOH (hexadecimal), the data 
transferred from the exta-nal data source will be placed in the progranuiwr's memory starting at location 
lOOOH instead of OOOOH. 

Selection of the block size allows you to specify how much data is to be transferred to the programmer's 
memory. For example, if you specify a block size of 2{X)0H, the subsequent data transfer operation would 
store 8192 <2(XX)H) bytes of data in the programmer's memory. To disable the selected block size and load 
data to the end of RAM (or the end of the data file, whidiever is smaller), enter OOOOH, The power-up 
default block size is OOOOH. 
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SETTING COMMUNICATIONS PROTOCOL 

The programmer can be made to select the correct communications protocol autonvitically (see Terminal 
Remote Control or Computer Remote Control) or you can change the communications protocol from the 
power-up default values by using the following procedure. The powCT-up default values are: 



number of data bits = 8 



number of stop bits = 1 





Proceduxe 






Example 
288A Displays 


1. 


Scroll to the RS232 PORT funcSon. 






RS232 PORT 


2. 


Press ENTER. 






RS232 PORT 
COMPDTER CONTROL 


3. 


Scroll to the PORT SEmNG function. 






RS232 PORT 
PORT SETTING 


4. 


Press ENTER. 






PORT SETTING 
BAUD RATE -' 9600 


5. 


Scroll to the desired data transfer speed and 


>ress 


ENTER. 


PORT SETTING 
PARITY CHK.-NONE 


6. 


Scroll to the desired parity and pi«ss ENTER 






PORT SETTING 
DATA BITS - 8 


7. 


Scroll to the desired number of data bits and 


press 


ENTER. 


PORT SETTING 
STOP BIT - 1 



8. Scroll to the desired number of stop bits and fness ENTER. RS232 PORT 

This completes the setting of the communications protocol for the serial I/O port. 
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Programming of a set of four 64K 
bit devices using a 16-bit-wide 
word foimat: 



ADDRESS 

0000 
000 i 


SOCKEIS 
1 2 

"toI [qT 

02 1 03 




~ 


BAM 

00 
01 
02 
03 


ADLiRFSS 

00000 
00001 
0000? 
00003 










*-- 








1FFE 


OC 
OE 




OD 

OF 




L 


OC 
OD 
OE 
OF 


03FFC 
03f-fD 
03FFE 
03FFF 


0000 
0001 


3 

10 

12 




13 


*— 




10 
11 

12 
13 


oaooo 

OqOOl 
04002 
0d003 


IfFt 


1C 
ii 




ID 
IF 






1C 
ID 
1E 
IF 


0/FFC 
0?FFO 
07FFf 
07FFf 



Programming of a set of four 64K 
bit devices using a 32-bit-wide 
word format: 



ADDRtSS 
0000 



T1 



nn 




01 




n? 




01 


04 




05 




06 




07 


fS 




w 




FA 




Ffl 


FC 




f D 1 




FE 




FF 



RAM AliDRESS 

00000 
IXW01 
00002 
00003 
00004 
00005 
00006 
OOO07 



07FF8 
07FF9 
07fFA 
07ffB 
07i-FC 
07FFD 
07FFf 



rEIV/\iIVJlN 



Selection of Ihe offset address allows you to specify the first data record of the data file in the host 
computer to be downloaded. Each data record in the data file contains a "record address" which specifies 
the address of the first data byte in the record. The record address is assigned when the program is 
compiled into formatted object code. Ouring a download operation, the offset address specifies the record 
address of the first data byte that will be stored in RAM. For example, if you specify an offset address of 
2000H, and a beginning RAM address of lOOOH, the dala bytes contained in the record with record address 
2000H (the offset address) will be stored in RAM starting at the beginning RAM address (lOOOH). Data 
bytes contaii>ed in records with subsequent addresses will be stored in subsequent RAM addresses, up 
through the block size specified. Data records with record addresses less than the offset address will not be 
stored in RAM. The default offset address, "FFFFFFPF," has special meaning to the translators and causes 
the first data byte received to be stored in the t>eginning RAM address and subsequent data tiytes received 
to be stored in subsequent RAM addresses. 

When the downloading of the data is complete, you can set the word size of the data and the set size of (he 
dala for subsequent programming operations. You can sdect a word size of 8-bit-wide, 16-bil-wide or 
32-bit wide. Using this feature, devices can be programmed with the downloaded data as single 8-bit-wide 
devices, as pairs of 16-bit-wide devices, or as sets of 32-bit-wide devices. The illustrations on the following 
page show the order in which RAM data is programmed into devices when a 16-bit-wide word size or a 
32-bit-wide word size is selected. 
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Example 
288A Displays 



Press ENTER to select the displayed offset address or key in the offset 
address {record address) of the first data record to be downloaded 
and press ENTER. (The default offset address, FFFTFFFF, will cause 
the first data byte received to be stored in the beginning RAM 
address.) 



LOADING PORT 



9. Initiate the download of the data from the host computer. LOADING PORT 

When the download is complete, the sumcheck of the data received LOADING COMPLETE 

by the prc^rammer will be displayed. SUMCHECK = 009FF0 



10. To return to the main menu and use the default word size 
(8-bit-wide), press ENTER or a hexadecimal keypad key. To set the 
word size to 16-bit-wide or 32-bit-wide and also select the 
appropriate set size for the word size specified, press a scroll key (as 
shown in the example display). 

11. Select the word size using the scroll keys and press ENTER: 
1 = 8-bit-wide word size, 2 ~ 16-bit-wide won! size and 

4 = 32-bit-wide word size. 



DOWNLOAD 
WORD SIZE = 1 



DOWNLOAD 
SET SIZE = 1 



12. To select the displayed set size (number of complete sets to be 

programmed), press ENTER, or, to select a different set size, scroll to 
the desired set size and press ENTER. If you specified a word size of 
2 {16-bit-wide), you can sdect a set size of 1, 2, 3, or 4. If you 
specified a word size of 4 {32-bit-wide), you can select a set size of 1 
or 2. If you specified a word size of 1 (8-bit-wide), you can select any 
set size from 1 through 8. 



RS232 PORT 



This completes the download operation. 
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being transferred. For example, if you specify a beginning RAM address of 8000H and aQ offset address of 
2000H, then the data from programmer RAM address 8000H wiil be assigned a record address of 2000H. 
Consecutive RAM data bytes following the first data byte will be assigned consecutive record addresses 
(2001H, 2002H, and so on). 



After hooking up the programmer to the host computer and setting (he correct communications protocol, 
p^orm an ujidoad operation as follows: 

Example 
Procedure 288A Displajrs 



I. 


Scroll to the RS232 PORT funcHon. 








RS232 PORT 


2. 


Press ENTER. 








RS232 PORT 
COMPUTER CONTROL 


3. 


Scroll to the UPLOAD function. 








RS232 PORT 
UPLOAD 


4. 


Press ENTER. ' 








UPLOAD FORMAT 
INTEL INTELLEC 8 


5. 


Scroll to the desired data translation 
Hexadecimal) and press ENTER. 


format 


(e.g. 


Intel MC&«6 


UPLOAD MCS-86 
BE RAM AD=0000OO 



6. Press ENTER to select the displayed beginning RAM addrcK, or key in UPLOAD MCS-86 

the hexadecimal beginning address of the data in the programmer's BLCK SIZE="OQOO00 

memory to be uploaded and press ENTER. 



UPLOADING DATA 

The ^A can be used to transfer device data from its memory to a computer over a serial communicaMons 
Ti , "^ '"'"■"^ '*^''°" '■"■ '"'""M'ion on serial I/O connections.) This feature may be 

used to upload data from the programmer's memory for the purposes of storing tlie data or editing it and 
hen downloadmg it back to the programmer's memoo.. The programmer can transfer the data in any of 
the data translation formats shown on the 288A's menus. Descriptions of each of these formats aie 
provided m the Computer Remote Control section of this manual. 

When initiating an upload operation, the programmer prompts for the entry of three parameters in 
addition to the data translation format. These paramaters are 

• the beginning address 

" the block size 

" the offset address 

Selection of the beginning address allows you to make transfers that use only a portion of data contained 
m the programmer's memory. For example, if you specify a beginning address of 8000H (hexadecimal), the 
data fransfer operahon will start with programmer RAM address 8000H (32,768 decimal) instead of the 
aelaull beginning address. The power-up default beginning RAM address is OOOOH. 

Selection of the block size allows you to specify how much of the data contained in the programmer's 
memoiy is to be transferred, starting at the specified beginning address. For example, if you specify a 
beginning address of 8000H and a block size of lOOOH, the subsequent data transfer operation would 
transfer only the data contained in addresses SOOOH through 8ITFH. If you do not specify a block size, the 
default block size is the size of the current device times the set size specified in the last load or download 
operation. 

Selection of the offset address altows you to select the address which will be assigned to the first data byte 
uploaded to the host computer. The data in programmer RAM is translated into the specified data 
translation format prior to being sent through the RS-232C port. The data is formatted into data recoids 
which include a record address." TTie record address is the address assigned to the first byte of data 
conlarned m that data recoid. The offset address specifies the first record address of the block of data 
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EDITING RAM DATA 

After the master program data has been loaded into the programmer's RAM, that data can be altered, 
added to, or deleted from using the editing functions. The data can also be searched through and some 
special programming features can be changed. The editing functions are summarized below. They are 
listed below in the same order that they occur in the 288A menus and are also discussed in more detail (in 
the same order) in the pages that follow. 

" COMPLEMENT—inverls each byte of data in a range of RAM. 

• iNSERT-~causes the programmer to enter insert mode and allow you to insert data bytes into consecu- 
tive addresses one-by-one. Existing data bytes are shifted up to higher addresses to accommodate the 

new data. 

• BLOCK INSERT— inserts one value into a range of addresses. Existing data bytes are shifted up to 
higher addresses to accommodate the new data. 

• DELETH— causes the programmer to enter ddete mode and allow you to delete data bytes. 

• BLOCK DELETE— deletes a block of data. 

• BLOCK FILL— fills a range of addresses with a single value. The data originally contained in the filled 
addresses is overwritten. 

' DATA SEARCH— searches for up to eight bytes of data in a specified range of RAM. 

• BLOCK COPY— copies a block of data from one location in RAM to another, overwriting the data 
originally stored in the addresses copied to (destination addresses). 

■ DATA EDIT— enters an editing mode whidi allows you to change data bytes one-by-one. 

• OPTION EDIT — allows you to change special programming functions, such as enabling and disabling 
electronic ID checking, specifying an initial byte, enabling or disabling synchronous programming (for 
Cypress devices), setting word sizes to 8, 16 or 32 bits and disabling the erase function for EEPROM 
devices. 
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Example 
288A Displays 



7. Press ENTER to select the displayed block size, or key in the block size 
of the data to be uploaded and press ENTER. (Entering a block size 
of 0000 selects the current device size times the set size specified in 
the last load or download operation.) 

8. Press ENTER to select the displayed offset address, or key in the offset 
address for the data and press ENTER. (The default offset address, 
FFFFFFFF, causes address 00(X) to be assigned to the first data byte 
sent by the programmer.) 

When the upload operation is complete, the programnwr displays 
the sumcheck of the data that was sent over the serial RS-232C port 
in hexadecimal notati<»\. 



UPLOAD MCS-86 
OFFSET =FFFFFFFF 



SENDING PORT 



SENDING COMPLETE 
SUMCHECK = 009FF0 
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Complementing Data 



Use the Complement function to invert the data contained in a specified range of memory (a will become 
an F, an F will become a 0, an E will become a 1, a 1 will become an E, and so on). Data complements are 
based on 8-bit-wide word size. 





Procedure 


Example 
288A Displays 


1. 


Scroll to Ihe EDIT funcHon. 


EDIT 


2. 


Press ENTER. 


EDIT 
COMPLEMENT 


3. 


Scroll to the COMPLEMENT function (if necessary) and press ENTER. 


COMPLEMENT 
START ADD-000000 


4. 


Key in the first address of the range of data you want to complement 
and press ENTER. The default start address is 0. 


COMPLEMENT 
END ADD-07FFFF 



5. Key in the last address of the range of data you want to complement 
and press ENTER. The default end address is the end of memory 
(07FFFF for a programmer with 512K of memory). 

When the complement is complete, the display will read 



COMPLEMENT 



COMPLEMENT 
COMPLETED 
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• BYTE SWAP — swaps adjacent bytes of data in a range of RAM. 

• SHUFFLE — causes two equal size blocks of RAM to be shuffled into one large block of RAM with alter- 
nating bytes of data. 

• SPLIT— causes one large block of RAM to split into two equal size blocks of RAM with alternating bytes 

of data. 

• WORD EDIT — enters an editing mode which allows you to change data words one by one. 
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Procedure 



Example 
288A Displays 



6. PressENTER to insert the data into memory. When you press ENTER, 
the programmer will display the next consecutive address, at which 
the next keyed in byte of data will be inserted. To continue inserting 
data into consecutive addresses, return to step 5. To exit insert mode 
and return lo the main menu, press either of the scroll keys. 

Example 

insert data 9C at address 1000: 



ADDRESS = 001001 
INSERT DATA = 



ADDRESS INSERTION 

OFFC 
OFfO 
WFE 
OfFF 
4000 
1001 
1002 
1003 



A1 


n 




Ai 


A? 






A2 


AJ 






A3 


A4 






M 










M 






AS 


a; 






Ai 


AS 






A7 











INSEHriON ADDRESS 



OFFC 
OFFD 
OFFE 
OFFF 
1000 
1001 
1002 
1003 
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Inserting Single Data Bytes 



Use the Insert function to insert data bytes one at a time into consecutive addresses. (To insert the same 
value into a block of memory, use the Block Insert function.) Executing the Insert function causes the 

programmer to go into an insert mode. You may continue inserting data bytes into conseoilive memory 
addresses until you press a scroll key. Pressing either of the scroll keys will cause the programmer to exit 
insert mode and return to the main menu. The original data at the address where new data is inserted is 
shifted up in memory (to higher addresses) to accommodate the new data. Data at the end of memory is 
lost. 

Example 

Procedure 288A Displays 



1. 


Scroll 10 the EDIT funcHon. 


EDIT 


2. 


Press ENTER. 


EDIT 
COMPLEMENT 


3. 


Scroll to the INSERT function and press ENTER. 


INSERT 
ADDRESS - 000000 


4. 


inserting dau (e.g., IGOO) and press ENTER. The default start 
address of insertion is 0. 


ADDRESS - 001000 
INSERT DATA - 



5. Key in the data value that you want to insert at the address displayed 
on the top line of the display. 



ADDRESS - 001000 
INSERT DATA - 9C 
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Procedure 



Example 
288A Displays 



7. Press ENTER to execute the Block Insert function. 

When the insert function is complete, the display will read 

Example 

Insert data 9C into block from 1(XX) through ItXM: 



BLOCK INSERT 



BLOCK INSERT 
COMPLETED 





RAM BEFOI» 


RAM AFTER 






INSERTION 


INSERKOht 


AOf^RESli 


















OKf 




A1 






*1 






1000 




A2 






9r. 






tool 




A,'l 






«-; 




1001 


1002 




A4 
AS 






9C 

90 




1002 






1003 


KltU 




A6 






9C. 




looa 


miih 




A7 






Kf 






1006 




AS 






A3 




1006 
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Inserting a Single Value into a Block of RAM 

Use the Block Insert function to insert one value into a range of memoiy addresses. The original data in 
the range where new values are insCTted is shifted up in memoiy (to higher addresses) to accommodate the 
new data. Data at the end of memory is lost. <To overwrite a range of memory addresses with a value, 
use the Block Fill functitm.) 

Example 
Procedure 288A Displays 



1. 


Scroll to the EDIT function. 


EDIT 


2. 


Press ENTER. 


EDIT 
COMPLEMENT 


3. 


Scroll to the BLOCK INSERT function and press ENTER. 


BLOCK INSERT 
START ADD-000000 


4. 


Key in the first address of the range of memory in which data is to be 
inserted and press ENTER. The default start address is 0. 


BLOCK INSERT 
END ADD-07FFFF 


5. 


Key in the last address of the range of memory in which data is to be 
inserted and press ENTER. The default end address is the end of 


BLOCK INSERT 
DATA - 



6. Key in a one byte value to be inserted into the specified range of 
memory. 



BLOCK INSERT 
DATA - 9C 
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Procedure 



Example 
288A Displays 



6. To continue deleting successive data bytes, continue repealing step 5. 
To exit delete mode and return to the main menu, press either of the 
scroll keys. 

Example 

Delete data at address 1000: 



Deleting Single Data Bytes 



Use the Delete function to delete data bytes one at a time. Data following the deleted data byte is shifted 
down to fill in the deleted address and FF is filled in the last byte of RAM. Executing the Delete function 
causes the programmer to go into a delete mode. You may continue deleting successive data bytes until 
you press a scroll key. Pressing a scroll key causes the programmer to exit delete mode and return to the 



mam menu. 



Example 
288A Displays 



1. Scroll to the EDIT function. 



2. Press ENTER. 



EDIT 
COMPLEMENT 



3. Scroll to the DELETE function and press ENTER. 



DELETE 
ADDRESS = 000000 



4. Key in the address of the memory location where you want to begin 
deleting data (eg., 1000) and press ENTER. The default start address 
of deletion is 0. The current value of the data contained in the 
specified address is displayed on the top line of the display. 

5. Press ENTER to delete the current contents of the displayed address. 
The next data byte is shifted down to the current address displayed. 
(The same address is displayed but it contains the next data byte.) 



DELETE DATA = 93 
ADDRESS = 001000 



DELETE DATA - 94 
ADDRESS = 001000 
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Filling a Block of Memory 



Use the Block Fill function to overwrite the data contained in a range of RAM with a single value (data 
byte). 

Example 
Procedure 288A Displays 



1. 


Scroll to the EDIT function. 


EDIT 


2. 


Press ENTER. 


EDIT 
COMPLEMENT 


3. 


Scroll 10 the BLOCK FILL funcHon and press ENTER. 


BLOCK FILL 
START ADD-OOOOOO 


4. 


Key in the first address of the range of memory to be overwritten by 
the new data value (e.g., IIXX)) and press ENTER. The default start 
address is 0. 


BLOCK FILL 
END ADD-07FFFF 



5. Key in the last address of the range of memory to be overwritten by the BLOCK FILL 

new data value (e.g., IFFF) aiKl piess ENTER. The default end DATA - 

address is the end of RAM (7FFn^ for a programmer with 512K of 
RAM). 



6. Key in a one byte value to be written into the specified range of 
memory (e.g., 9C). 



BLOCK FILL 
DATA - 9C 



7. Press ENTER to execute the Block Fill function. 



BLOCK FILL 



When the Block Fill function is complete, the display will read 



BLOCK FILL 
COMPLETED 
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Deleting a Block of Data 

Use the Block Delete function to delete a block of data stored in the programmer's RAM. Data following 
the deleted block is shifted down to fill in the deleted range and FF is filled in the vacated RAM addresses 
at the end of memory. 

Example 





Procedure 






288A Displays 


1. 


Scroll to the EDIT function. 






EDIT 


2. 


Press ENTER. 






EDIT 
COMPLEMENT 


3. 


Scroll lo the BLOCK DELETE function and press ENTER. 






BLOCK DELETE 
START ADD-000000 


4. 


Key in the address of the first data byle lo be deleted (e.g. 
press ENTER. The default start address is 0. 


l(K)0)and 


BLOCK DELETE 
END ADD-07FFFF 


5. 


Key in the address of the last data byle lo be deleted (e.g., 
default end address is the end of RAM. 


IFFF). 


The 


BLOCK DELETE 
END ADD-OOIFFF 



6. Press ENTER to execute the Block Delete function. 



When the delete function is complete, the display will read 



BLOCK DELETE 



BLOCK DELETE 
COMPLETED 
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Procedure 



Example 
288A Displays 



7. To enter the next byte of data to be searched for, return to step 6, or 
press ENTER to execute the Data Search function for the data already 
entered. You may enter up to eight bytes of data lo be searched for. 
After pressing ENTER to accept the eighth byte, the search will begin 
immediately and you will not have to press ENTER a second time. 

A match will occur only if the data is found in the same order as the 
typed-in string of data. 

8. The programmer will search the specified range of memory for the data 
siring entered on the display. If the data is found, the programmer 
will display the address of the first byte of the siring found. You can 
then press KNTER to continue searching for other occurrences of the 
data in the specified range, or you can return lo the main menu by 
pressing either scroll key. 

If the data was not found in the specified range (or the data string 
was longer than the specified range) the programmer will display a 
fail message, f^ess any key to return to the main menu. 



DATA = 01,02,g3^, 
04,05,06,07,08 



DATA MATCH 
ADDRESS =■ lOFF 



DATA SEARCH 
FAIL 
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Searching for Data 

Use the Dala Search function to searcti for up to eight bytes of data in any specified range of menrary. You 
must specify a range of memory to search that is larger than the block of data bytes to be searched for or 
the dala search will not be executed. 

Example 
Ptoceduie 288A Displays 



1 . Scroll to the EDIT function. 



2. Press ENTER. 



3. Scroll to the DATA SEARCH function and press ENTER. 



4. Key in the address of the memory location where you want the data 
search to begin (e.g., 1000) and press ENTER. The default start 
address is 0. 



6. Key in the value of a byte to be searched for in the specified range of 
memory and press ENTER to enter that byte in the search string. 
(The comma will be provided by the programmer when you press 
ENTER.) 



EDIT 
COMPLEMENT 



DATA SEARCH 
START ADD=OaOOOO 



DATA SEARCH 
END ADD-07FFFF 



5. Key in the address of the memory location where you want the data 
search to end (eg., IFFF) and press ENTER. The default end address 
Is the end of RAM (7F1TF for a programmer with 512K of RAM). 
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Example 
288A Displa)^ 



7. Press ENTER to execute the Block Copy function. 
When the copy is complete, the display will read 

Example 

Copy block 1000 through 1002 to address 2000: 



BLOCK copy 



BLOCK COPY 

COMPLETED 



1000 
1001 
1002 



2000 
2001 
2002 
2003 



AA 
BB 
CC 






AA 
BB 
CC 




22 
33 
44 






AA 
BB 
CC 

44 











2000 
2001 
2002 
2003 



7S«A M..T« P-- 
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Copying Data from One RAM Location to Another 

Use Ihe Block Copy function to copy data from one RAM location to another. The original data contained 
in the addresses to which the data was copied is ov^'written by the copied data. Also make sure that Ihe 
destination address of the block to be copied plus the block size of the block to be copied does not exceed 
programmer RAM (7FFFF for a programmer with 512K of memory). 

Example 
Procedure 288A Displays 



1. Scroll to (he EDIT function. 


EDIT 


2. Press ENTER. 


EDIT 
COMPLEMENT 


3. Scroll to the BLOCK COPY funclion and press ENTER. 


BLOCK COPY 
START ADD-000000 


4. Key in the address of the first data byte you want to copy and press 
ENTER. The default start address is 0. 


BLOCK COPY 
END ADD-07PFFF 



5- Key in the address of the last byte of data you want to copy and press 
ENTER. (If you want to copy only one byte of data, type in the same 
value for the end address as you did for the start address.) The 
default end address is the wid of RAM. 

6. Key in the address to which the first byte of data will be cofwed 
(destination address) (e.g., 2000). Tlie rest of the data to be copied 
will be copied into consecutive addresses following the destination 
address. 



BLOCK COPY 
DESTN ADD-000000 



BLOCK COPY 
DESTN ADD-002000 
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Swapping Adjacent Bytes of Data 

Use the Byte Swap function to swap adjacent bytes of data through a range of RAM. 
Procedure 



Example 

288A Displays 



1. 


Scroll to Ihe EDIT funcHon. 


EDIT 


2. 


Press ENTER. 


EDIT 
COMPLEMENT 


3. 


Scroll to the BYTE SWAP fuiKHon and press ENTER. 


BYTE SWAP 
START ADD - 000000 


4. 


Key ii\ the address of the first data byte you want swapped and press 
ENTER. The default start addiess is 0. 


BYTE SWAP 
END ADD - IFFFFF 



5. Key in the address of the last data byte you want swapped (the block 
size must be even). The default end address is the end of RAM. 

Press ENTER to execute the BYTE SWAP function. 



BYTE SWAP 



When the BYTE SWAP function is complete, the display will read 



BYTE SWAP 
COMPLETED 
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FRONT PANEL OPERATION 



Use the DaU Edit funcHon to edit individual bytes of data stored in the programmer's RAM. ExecuHng 
this command causes the programmer to go into a special edit mode that will allow you to display and 
edit data bytes one-by-one until you press a scroll key. 



1. Scroll to the EDIT function. 



2. Press ENTER. 



3. Scroll to the DATA EDIT function and press ENTER. 



Key in the address of the first data byte you want to edit (eg., lOOO) 
and press ENTER. The defauh address to start ediHng at is 0. The 
current value of the data at the address displayed is shown on the 
second line of the display (e.g., 05). 



5. To change the current data byte (as in the example), key in the new 
value and press ENTER. To leave the current data byte unchanged 
and advance to the next byte to be edited, press ENTER without 
keying in a new value. 



After pressing ENTER, the next address will be displayed on the top 
line of the display and the current value of the data at that address 
will be displayed on the second line of the display. To edit the 
displayed data byte, repeat step 5. To exit the edit mode and n^tum 
to the main menu, press cither scroll key. If you key in a new value 
and then press a scroll key before pressing ENTER, the keyed in data 
will be ignored and the current data byte will remain unchanged. 
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Example 
288 A Displays 



EDIT 
COMPLEMENT 



DATA EDIT 
ADDRESS - 000000 



ADDRESS - 001000 
DATA 05 — > 



ADDRESS - 001000 
DATA 05 — > 9C 



ADDRESS - 001001 
DATA 06 — > 
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Shuffling Two Blocks of RAM Together 

Use the Shuffle function lo shuffle two equal size blocks of RAM together to form one large blocls of RAM. 
The large block of RAM will contain alternating bytes of data from the two original blocks of RAM. 

Example 
Procedure 288A Displays 



1. Scroll to the EDIT function. 



2. Press ENTER. 



EDIT 
COMPLEMENT 



3. Scroll to the SHUFFLE funcHon and press ENTER. 



SHDFFLE 
MID ADR - 100000 



Key in the address of the second block of data (the block size must be 
even) and press ENTER. The default middle address is the middle of 
the RAM. 

Press ENTER to execute the SHUFFLE funcHon. 



When the SHUFFLE function is done, the display will read 



SHUFFLE 
COMPLETED 
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Example 

Swap bytes from address 0000 through address OlFF: 



RAM BEFORE 


RAM AFTER 


ADDRESS 


SWAP 


SWAP ADDRESS 


0000 


AA 






BB 


0000 


0001 


BB 






AA 


0001 


0002 


CC 






DD 


0002 


0OO3 


DD 






CC 


0003 


01 FC 


11 




, 


22 


01 FC 


01 FD 


22 






11 


01 FD 


01 FE 


33 






44 


01 FE 


01 FF 


44 






33 


01 FF 
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Splitting into Two Blocks of RAM 



Use the Split function to split a large block of RAM into two equal size blocks of RAM. The large block of 
RAM will alternate bytes of data into the two smaller blocks. 

Example 
Procedure 288A Displays 

1. Scroll to the EDIT function. EDIT 



2. Press ENTER 



EDIT 
COMPLEMENT 



3. Scroll to the SPLIT function and press ENTER. 



SPLIT 
MID ADR - 100000 



4. Key in the address of the middle of the block of data (the block must be 
even) and press ENTER. The default middle address is the middle of 
the RAM. 

Press ENTER to execute the SPLIT function. 



When the SPLIT function is done, the display will read 



SPLIT 
COMPLETED 
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Example 

Shuffle dala bytes al a middle address of 0200: 



RAM BEFORE 
ADDRESS SHUFFLE 



0000 
0001 
0002 
0003 



01FC 


11 


01 FD 


12 


01FE 


13 


OIFF 


14 


0200 


2A 


0201 


2B 


0202 


2C 


0203 


2D 



03FC 
03FD 
03FE 
03FF 



RAM AFTER 
SHUFFLE ADDRESS 



0000 
0001 
0002 
0003 



03FO 
03FO 
03FE 
03FF 
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Editing Data Words 

Use (he Word Edit function to edit woiids of data stot^ in tlie programmer's RAM. Executing this 
command causes the programmer to go into a special edit mode that will allow you to display and edit 
data words one-by-one until you press a scroll key. 



Example 
Procedure 



1. Scroll to the EDIT function. 



2S8A Displays 



2. Press ENTER. 



EDIT 
COMPLEMENT 



3. Scroll to the WORD EDIT ftinction and press ENTER. 



WORD EDIT 
ADDRESS - 000000 



4. Key in the address of the first data byte you want to edit (e.g., 1000) 
and press ENTER. The default address to start editing at is 0. The 
current value of the data at the address displayed is shown on the 
second line of the display (e.g., 0504). 

5. To change the current data byte (as in the example), key in the new 
value and press ENTER. To leave the current data byte unchanged 
and advance to the next byte to be edited, press ENTER without 
keying in a new value. 

6. After pressing ENTER, the next address will be displayed on the top 
Hne of the display and the current value of the data at that address 
will be displayed on the second line of the display. To edit the 
displayed data word, repeat step 5. To exit the edit mode and return 
to the main menu, press cither scroti key. if you key in a new value 
and then press a scroll key before pressing ENTER, the keyed in data 
will be ignored and the current data byte will remain unchanged. 



ADDRESS - 001000 
DATA 0504 — > 



ADDRESS = 001000 
DATA 0504 — > 9C8C 



ADDRESS " 001002 
DATA 0607 — > 
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Example 

Split data bytes at a tniddle address of 0200: 



RAM BEFORE 
ADDRESS SPLIT 



0000 
0001 
0002 
0003 



01 FC 


OA 


01 FD 


OB 


01 FE 


OC 


01FF 


OD 


0200 


01 


0201 


02 


0202 


03 


0203 


04 



03FC 
03FD 
03FE 
03FF 



RAM AFTER 

SPLIT ADDRESS 



0000 
0001 
0002 
0003 



01 FE 
01 FF 
0200 
0201 



03FE 
03FF 
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Procedure 



Example 
288A Displays 



5. To change the current status of electronic ID checlcing, press a scix)ll 
Icey and tlwn press ENTER. To leave the cuirent status uiKhanged, 
press ENTER without pressing a scroll key, or scroll back to the 
previous value and press ENTER. 



ID EN/DIS 
DISABLE 



Setting the Initial Byte 

To set the value of the initial byte to be progranuned into devices supporting the initial byte feature, 
perform the following procedure: 

Example 
Procedure 288A Displays 

1. Scroll to the EDIT function. EDIT 



2. Press ENTER. 



EDIT 
COMPLEMENT 



3. Scroll to the OPTION EDIT function and press ENTER. 



OPTION EDIT 
ID EN/DIS 



4. Scroll to the INITIAL BYTE function and press ENTER. 



INITIAL BYTE 
DATA 00 — > 



5. Type inihe value of the initial byte data (e.g., B5) and press ENTER. INITIAL BYTE 

To leave the value unchanged, press a scroll key. The default data DATA 00 — > 65 

value is 00 (zero). 



Changing Special Programming Options 

Use the Option Edit function to change the special programnting functions. For instance, use this function 
to enable or disable electronic ID checking. If electronic ID checking is enabled, the 288A will check to 
make sure that the installed device's electronic ID matches the device type selected during a device 
operation (such as programming). If a mismatch occurs, an error message will be displayed and the 
operation will be halted. Option Edit also allows you to use special features available on Cypress devices. 
These features are initial byte programming and synchronous programming. See the device manufacturer's 
documentation for information on these device features. Option Edit also allows you to set the word size 
to 8, 16, or 32 bits and disable the erase function for EEPROM devices. 

Enabling/Disabling Electronic ID Checking 

To enable or disable electronic ID checking, perform the following procedure: 





Procedun: 


Example 
288A Displays 


1. 


Scroll to the EDIT funcHon. 


EDIT 


2. 


Press ENTER. 


EDIT 
COMPLEMENT 


3. 


ScroD to the OPTION EDIT funcHon and press ENTER. 


OPTION EDIT 
ID EN/DIS 



Scroll to the ID ENABLE/DISABLE function (if necessary) and press 
ENTER. If electronic ID checking is currently enabled "ENABLE" 
will appear on the lower portion of the display. If electronic ID 
checking is disabled, "DISABLE" will appear on the display. 



ID EN/DIS 
ENABLE 
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Setting Word Size 

The Factory Default Word Size is 8 bits. By using a scroll key, you can select a word size of 8, 16, or 32 
bits. To change the word size setting, perform the following procedure: 

Example 
Procediu^ 288A Displays 

1. Scroll to the EDIT function. EDIT 



2. Scroll to the OPTION EDIT function and t 



OPTION EDIT 
WORD SIZE 



3. Scroll to the WORD SIZE hinction and press ENTER. If the Factory WORD SIZE 

Defaultisenabled, "8 BITS" will appear on the lower portion of the 8 BITS 

display. 



4. Vse a scroll key to scroll from 8 bits to 16 bits to 32 bits. Press ENTER 
to choose the desired selection. 



WORD SIZE 
16 BITS 
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Enabling/Disabling Synchronous Fiogramming 

To enable or disable synchronous programming of devices which support this feature, perform the 
following procedure: 

Example 
Procedure 288A Displays 

I. Scroll to the EDIT function. EDIT 



2. Press ENTER. 



3. Scroll to the OPTION EDIT function and press ENTER. 



Scroll to the SYNCH EN/DIS function and press ENTER. If 
synchronous programming is currently disabled "DISABLE" will 
appear on the lower portion of the display. If synchronous 
programming is enabled, "ENABLE" will appear on the display. 
Synchronous programming is disabled automatically on power up. 



To change the current status of synchronous programming, press a 
scroll k^ and then press ENTER. To leave the current status 
unchanged, press ENTER without pressing a scroll key, or scroll back 
to the previous value and press ENTER. 



EDIT 
COMPLEMENT 



OPTION EDIT 
ID EN/DIS 



SYNCH EN/DIS 
DISABLE 



SYNCH EN/DIS 
ENABLE 



v_ 
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3. TERMINAL REMOTE CONTROL 

This section explains how to operate the 288A Multi ProgrammCT from a remote terminal. Most of the 
operations that can be performed from the front panel are available in Terminal Remote Control (TRC) 
mode, as well as sumchecking commands, and commands for programming with data in 16-bit-wide word 
format and 32-bit-wide word format. 

The commands for operation from a remote terminal are grouped into the following subsections: 

" 1^4TR0DUCT10N— Tliis section includes a list of the symbols and conventions used in this section of 
the manual, a quick reference summary of all of the commands available in Terminal Remote Control, 
and some general operating notes. Read the general operating notes before attempting any of the Ter- 
minal Remote Control Commands. 



ENTERING AND EXITING TERMINAL REMOTE CONTROL— This subsecHon explains how to trans- 
fer control of the programmer to a remote terminal and how to return control of the programmer to the 
front panel. 

ON-LINE HELP — This subsection explains how to display the on-line help screen and how to read the 
help screen symbols. 

SELECTING A DEVICE TYPE— This subsection explains how to select the device type using the 288A 
TRC menus or by entering the family/pinout code directly. The correct device type must be selected 
prior to performing programming operations, otherwise damage to the installed devices could result. 
This section also explains how to enable electronic ID checking. This feature causes the 288A to read the 
installed device's electronic ID and make sure that the family /pirrout code selected is correct. 

PROGRAMMING OPERATIONS—This subsection explains how to perform a blank check on devices 
prior to programming them, load the master data into RAM from previously programmed devices, and 
program blank devices with the master data. 

VERIFYING PROGRAMMED DEVICES— This subsection explains how to verify that the data 
programmed into the installed devices matches the data in the programmer's RAM. Devices are auto- 
matically verified during the programming operation, but this command allows you to verily the 
devices at another time. 



Enabling/Disabling the Erase Function 

The Erase En/Dis function allows you to disable the Erase function so that you may change some of the 

programming function of an EEPROM device without erasing all of the programming information 
contained in that dcvire. By disabling the Erase function, for instance, you could change a location only 
and leave all of the other information contained in that device intact. To toggle between the En/Dts Erase 
function, perform the following procedure; 

Example 
Procedure 288A Displays 

1. ScrolHo the EDIT function. EDIT 



2. Scroll to the OPTION EDIT function attd press ElMTER. 



OPTION EDIT 
ERASE EN/DIS 



3. Scroll to the ERASE EN/DIS funcHon and press ENTER. 



ERASE EN/DIS 
DISABLED 



4. Use a scroll key to toggle between DISABLE and ENABLE. 
ENTER to choose the desired selection. 



ERASE EN/DIS 
ENABLED 
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INTRODUCTION 



Symbols and Conventions 



The following is a list of symbols and conventions used in the Terminal Remote Control section of this 
document: 



<CR> 
<ESC> 
<CTRL-S> 



<lower-case> 



[<Iower-case>l 
word-wide 
long-word -wide 



This symbol represents the carriage return key. 

This symbol represents the escape key. 

C'i'kL- followed by a letter means that you should hold down the 
CC^TROL (or CTRL) key and press the letter once. For example, to type 
<CTRL-S>, you would hold down the CONTROL key and press the S key 
once. 

Any value followed by an upper<ase H means that the value is in 
hexadecimal form. 

Lower-case letters enclosed in angle brackets describe the kind of 
parameter that you should fill in for the command. Replace the wOTds 
and the brackets with the appropriate parameter value for the operation 
you are performing. For example, the Memory Modify command formal 
is M <start address>. You would enter M 6 to modify memory starting at 
hexadecimal address 6. 

Words or characters enclosed in square braces represent optional entries. 

Refers to data formatted in 16-bit-wide words. 

Refers to data formatted in 32-bit-wide words. 



me^^oV^S"''-™' """"""" ^^P'^'"» '^^ "^ ««' '"= »"'-'» <" -l^e P-gramn^r-s data 
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General Operating Notes 



This subsection contains important infonnation on how to type in the Terminal Remote Control (TRC) 
commands, as well as information on how to use special keys to control command execution and how to 
read the device error indicators. A list of the default parameter values for the TRC commands is given at 
the end of this subsection. 



Entering Commands 

Below are some general rules for entering Terminal Remote Control commands. 

' Each command must be entered at the command prompt <>) and must be followed by a <CR>. 

• All commands must be typed in upper-case letters. 

• In most cases, the first parameter {such as a memory address) that follows the command letter{s) can 
either be separated from the command letters) by a space or it can be typed immediately following the 
command letters) with no space. For example, the Load Set command could be typed LS4 or LS 4 to 
load a set of four masters. The one exception is the command to verily a single device (or gangs of iden- 
tical devices), which requires a space between the command letter (V), and the Vcc selection (L or H) in 
order to distinguish it from the Verify Long Word command (VL). 

• Each parameter following the first parameter must be separated from the preceding parameter by a 
space. For example, to display memory addresses through F, the Display Memory command must be 
typed M F or MO F. 

• You do not need to enter leading zeros *^en entering command parameters, such as menrory addresses. 
For example, 0010 is the same as 10. 

• All command parameters are entered as hexadecimal numbers, unless otherwise specified. 



Tenninal Remote Control Command Summary 



Command 




uammaiiu 


Format 


DescrlDtlon 


Formal 


M 


Enter TRC nrode 


VL [Vcc] [set no. 


<CR> 


Execute command 


? 


<ESC> 


Abort command 


CT al a2 (a3] 


<BS> 


Backspace (key) 


CX al a2 (a31 


<CTRL-S> 


Suspend display 


Mat a2 


<CTRL-Q> 


Continue display 


M at 
Ma1a2d1[d2.. 


A? 


Select device type 


MW at a2 


B 


Blank check installed devices 


MWat 


L lal a2 a31 


Load single master 


MWa1a2d1[d2. 


LS [sel no] 


Load Sel of masters 


1 at d1 [d2...d8) 


LW (set no] 


Load Word-wide masters 


D at [32] 


LL (set no.] 


Load Long-word-wide masters 


T at a2 33 


P (al a2 aS] 


Program single or gangs 


MS at 82 d1 [d2. 


PS (set no.) 


Program Set of devices 


BS at a2 


PW [selno-l 


Program Word-wide set 


ID (1/0) 


PL (set no.] 


Program Long-word-vwde set 


EO (1/0) 


V (Vcc) (al a2 a3] 


Verily single or gangs 


R 


VS (Vcc] [sel no] 


Verily Set ol devtees 


StI/pp 


VW (Vcc] (set no 


Verify Word-vride set 





nesc notion 



List of Symbols 

( 1 indicates optional entry 
at = starting RMA address 
a2 = ending RAM address 



0.] Verity Long-wotd-wide set 
Display help screen 
Sumcheck (Total) 
Checksum (EXOR) 
Display Memory 
Modify Memory 
..dS] Fill Memory 

Display Memory Word 
Modify Memory Word 
..d81 Fill Memory Word 
Insert data 
Delete data 
Transfer (copy) data 
...d8] Search Memory 
Byte Swap 
Enable ID 
Erase Option 
Exit TRC mode (Return) 
Select family/pinoul code 



a3 = su„ting device or destination address ff/pp = four digit (amily/pinou. code 

dl d2...d8 . data byles 1 tlirough 8 set no. - set size 

1/0 . on/off selection (l-on, O^fO Vcc - Vcc selecoon (H or L) 
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Error Indicators 

The LED below each of the sockets Is used to indicate successful or unsuccessful programming operations. 
Many Terminal Remote Control commands also cause the programmer to display a table showing the 
results of the operation performed on each socket (see the example below). 

DEVICE .- 12345678 
PPPFXXXX 

If an operation is completed successfully on a device, a T" (which stands for "pass") will appear below the 
socket number (see example above) containing that device and the LED below the socket will light green. 

If an operation is not completed successfully on a device, an "F (which stands for "fail") will appear below 
the socket number (sec example above) containing that device and the LED below the socket will light ted. 

If a socket is left empty during an operation, an "X" will appear below the socket number of the empty 
socket (sec example above) and the LED below the socket will remain off. 

A "SYNTAX ERROR" will occur when the format of a command is incorrect or when illegal characters are 
entered in a command. A caret C^) will appear below the first unrecognized or illegal character 
encountered.by the programmer. 



L 



Controlling Command Execution 

The following keys are special keys which can be used to control the execution of TRC commands. 

BACKSPACE Key 

While you are entering TRC commands, you can use the <BS> key (or <Detete>, <Rubout>, or <CTRL-H>, 
if your terminal keyboard has no <BS> key) to delete the previously entered character. You can use this 
key repeatedly until you have deleted the entire command line. 

ESCAPE Key 

You can abort the command currently being executed or the command you are currently typing by 
pressing the <ESC> key. If you press the <ESC> key while typing in a command (before pressing ■:CR>), 
the programmer will ignore the line you were typing, display the comnwnd prompt (>) on a new line, and 
await your input. II you press the <ESC> key while a command is being executed, the programmer will 
abort the command, display the command prompt (>), and await your input. 

<CTRL-S> 

Typing a <CTRL-S> vrill suspend the displaying of data on the terminal screen. The command that was 
being executed when the <CrRL-S> was typed is temporarily halted, but not aborted. To continue the 
display, type <CTRL-Q>. 

<CTRE-Q> 

Typing a <CTRL-Q> continues the displaying of data on the terminal screen exactly where it was 

suspended by (he <CTRL-S> command. 

Action Display 

While an operation is being executed in TRC mode, advancing dots will appear on the bottom line of the 
programmer display, indicating that the programmer is performing the operation. 
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Default Parameter Values 

Many of the Terminal Remote Control commands can be accompanied by optional parameters, such as 
starting and ending memory addresses. The power-up default values of these optional parameters are 
listed below. When a new set size is entered or a new device type is selected, the new value becomes the 
default for future operations. The default values of the <start address>, <end address>, <device address>, 
and <Vcc> will remain the same as listed below even if a new value has been specified in a previous 
command. 



<start address> 
<end address> 
<device address> 
<set size> 
<Vcc> 
Device type 



OOOOH 

IFFFH or the size of the selected device for device operations 

OOOOH 

1 

for verify operations device manufacturer's recommendation 

reads Electronic ID of installed device (initial family /pinout code is FF/FF) 
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Exiting Terminal Remote Control 

You can exit Terminal Remote Control mode by using either the terminal keys or Ihe programmer keys. 
To exit TRC using the terminal keys, type 



(The R command stands for Return to local.) To exit TRC mode using the programmer keys, press any 
key. 

The jirogrammCT will display ■ 

RS232 PORT ■ 

You can now continue (^)erating the programmer using the front panel keys. 



Procedure 



Example 
288A Displays 



To establish communications between the programmer and the 
terminal and automatically select the proper communications 

protocol, type 

M<CR> 

on the ta-minal keyboard. (The "M" will not be displayed on the 
tCTminal screen.) You can also set the communications protocol 
manually, by executing the PORT SETTING function (see the Front 
Panel Operation section). If the correct port settings are selected 
prior to entering TRC mode, you can press any terminal key to 
establish communications. 

When communication is established, a command prompt (>) will 
appear on the terminal screen. The programmer will display 
TERMINAL CONTROL until control of the programmer is returned 
to the front panel. 



TERMINAL CONTROL 
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SELECTING A DEVICE TYPE 

Use the commands described in the following paragraphs to select the type of the device you ate loading 
from, blank checking, programming or verifying. The device lype can be selected in one of two ways — by 
selecting the correct manufacturer and part number from the TRC menus or by entering the Data I/O 
family/pinout code directly. Selecting the device type tells the programmer which algorithm and voltages 
to use to program the part. You must select the correct device type before blank checking, loading, 
programming, or verifying a device, otherwise damage to the device could result. Vk 2S)A also a llows you 
to make use of the electronic ID contained in many devices. When a family/pinout code of FFFF is 
selected, the 288 A will read the electronic ID of the installed device and automatically select the correct 
family/pinout code for the device. You may also enable the Electronic ID checking feahire (explained in 
this subsection), which causes the 288A to display an error message if the selected device type and the 
electronic ID contained in the installed device do not match. The current device type and family/pinout 
code selected can be viewed by typing ?<CR>. 



ON-LINE HELP 

A help screen displaying the currently selected device type and a list of all of the TRC commands and their 
formats can be displayed on the terminal screen by typing 



at the command prompt (>). The help screen is shown below: 

*** 28eAMULTI PROGRAMMER COMMAND HELP *** 



SELECT DEVICE TYPE A? 




\ 


SUMCHECK (TOTAL) 


CTal a2 la3] 


BLANK CHECK 


B 




\ 


CHECKSUM (EXOR) 


CXal a2 (a3J 


LOAD SINGLE 


L [al a2 a31 




\ 


MEMORY DISPLAY (WORD) 


M (MW) al a2 


LOAD SET 


LS [#) 




\ 


MEMORY MODIFY (WORD) 


M (MW) al 


LOAD WORD 


LW[»] 




\ 


MEMORY FILL (WORD) 


M (MW) al a2 dl [ . 


LOAD LONG WORD 


LL [ » 1 




\ 


INSERT 


I aldl[..dei 


PROGRAM SINGLE 


P [al a2a3) 




\ 


DELETE 


D al [a21 


PROGRAM SET 


PS [ # 1 




\ 


TRANSFER 


T al a2 a3 


PROGRAM WORD 


PW(#1 




\ 


MEMORY SEARCH 


MS al a2dl[. .d8] 


PROGRAM LONG WORD 


PL(#1 




\ 


BYTE SWAP 


BS al a2 


VERIFY SINGLE 


V [H/L] [al a2 


a31 


\ 


ENABLE ID 


ID (1/0) 


VERIFY SET 


VS [H/Ll [ » J 




\ 


ERASE OPTION 


EO (1/0) 


VERIFY WORD 


VW (H/L) [ » ) 




\ 


RETURN TO LOCAL 


R 


VERIFY LONG WORD 


VL [H/LI [ * ) 




\ 


SET F/P CODE 


S code 


HELP 


? 










DEVICE TYPE; AMD 


2716 F/P: 19/23 




SETSIZE#: 1 




ELECTRONIC ID: ENABLE ELECTRICAL ERASE: 


ENABLE 





List of Symbols 

I 1 indicates optional &\try 
al = starting RAM address 
a2 = ending RAM address 



a3 = sUrting device or destination 
dl..d8 = data bytes 1 through 8 
# = set size 



H/L = Vcc selection {H or L) 

1 /O = on/off selection Cl=on, 0=ofO 

ff/pp = four digit family/pinout code 
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Example 

Select Intel device 2764: 



DEVICE MANUFACTURERS 



O.AMD 


8 . INTEL 


16. OKI 


24 


TEXAS INSTRUMENT 


1 . ATMEL 


9.ICT 


n. RICOH 


25 


TOSHIBA 


2 , CYPRESS 


10. MATSUSHITA 


18. ROCKWELL 


26 


TRISTARSEMICON 


3 . EUROTECHNIQUE 


11. MITSUBISHI 


19. SAMSUNG 


27 


VTI 


4.EXEL 


12.M0STEK 


20.SEEQ 


28 


XICOR 


S.FUJITSU 


13. MOTOROLA 


21.SGS-ATES 






5. GENERAL INSTRU. 


14. NATIONAL 


22.SIGNETICS 






7. HITACHI 


15. NEC 


23.SMOSSYES 







ENTER MANUFACTURER NUMBER AND RETURK 8<CR> 



INTEL DEVICES 

0. 2716 5. 2732B 10. P2764 

1.2816 6. P2732A 11.P2764A 

2. 2816A 7. 2764 12. 27128 

3. 2732 8. 2764A 13. 27128A 

4. 2732A 9. 27C64 14.P27128A 

ENTER PART NUMBER AND RETURN 7<CR> 

FAMILY AND PINOOT CODE IS 79/33 



15. 27256 

16. 27C256 

17. 27512 

18. 27513 



The above list is only an example. The number of devices available at the time you purchase your 
programmer may be different. 



Selecting the Device T)T>e from the TRC Menus 

Use the Select Device Type command to select the manufacturer and part number of the device you are 
loading from, blank checking, programming, or verifying from the TRC menus. You do not need to knovir 
the device's assigned family/pinout code to select the device type using this command. After you have 
selected the device's manufacturer and part number using this command, the 288A Multi Programmer will 
automatically supply the proper family and pinout codes for the device. 

Command Formal: A? 

Example 
'*'»«e**"« Key Sequence 



1. Type in the Select Device Type command letters. A?, and press carriage 
return. 



2. After the list of device manufacturers is displayed on the screen, type in 
the number that corresponds fo the manufacturer of the device you 
are blank checking, loading, programming or verifying and press 
carriage return. If you press carriage return without entering a 
number, device manufacturer will be selected. 

3. After the list of device part numbers is displayed on the screen, type in 
the number that corresponds to the correct device part number and 
press carriage return. If you press carriage return without entering a 
number, part number will be selected. The device type selected 

will remain the default device type until a new device type is 
selected. 



288A Multi Programmer 



TERMINAL REMOTE CONTROL 



Enabling/Disabling Electronic ID Checking 

Use the Electronic ID Checking feature to cause the programmer to read the electronic ID contained in the 
installed device<s) and make sure that the device type specified by the electronic ID matches the device 
type you selected. If this feature is enabled, the programmer will read the electronic ID of the installed 
device(s) at the beginning of a blank check, load, program, or verify operation. If the device type you 
selected docs not match the installed devioKs) electronic ID type, Ihc programmer will not allow the 
operation to be performed. Electronic ID checking is enabled upon power up. 

Example 
FiDceduie Key Sequence 



1. Type in the Electronic ID Checking command letters, ID, followed by a 
space. 



2. If you want to enable the Electronic ID Checking feature, type a 1 and 
press carriage return. If you want to disable the Electronic ID 
Checking feature, type a (zero) and press carriage return. 

The programmer will display a message acknowledging that the 
Electronic ID Checking feature has either been enabled or disabled, 
depending upon whether you entered a or a 1. 



Selecting the Family/Pinout Code 

Use the Set Family/Pinout Code command (o select the correct device type by entering the Data I/O 
family/pinout code. The correct family/pinout code for each device programmable by the 288A is printed 
in the device list shipped with your programmer or module. Perform the following procedure to select the 
family/pinout code. 



Command Format: S <ffpp> 

Procedure 



1. Type in the Set Family/Pinout Code command letter, S, followed by a 
space. 

2. Type in the four-digit family/pinout code printed in the device list for 
the device you will be loading, programming, or verifying and then 
press carriage return. 

NOTE 



Example 
Key Sequence 



S 7933<CR> 



S<CR> 
7933<CR> 



If you type an S followed by a carriage return (tvithout entering a 
family/pinout code), the programmer will prompt you to enter the 
family/pinout code. 

After you enter the family/pinout code, the programmer will return 
a message indicating whether the family/pinout code combination 
you entered was a legal code or was an illegal combination. If you 
receive a failure message, diedc your device list for the correct code 
and try entering it again. 
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PROGRAMMING OPERATIONS 

The foliowing commands allow you to perform programming operations from the remote terminal. With 
these commands you can check to make sure a device is blank, load data into RAM from master devices, 
and program blank devices with the master data. The commands are presented in the following order: 



Command Name 



Command Format 



Blank Check 



Load Single 
Program Single 



L [<starl address> <end addres5> <device addres5>] 
P I<start address> <end address> <device address>l 



Load Set 
Program Set 



LS [<set size>] 
PS [<setsize>] 



Load Word 
Program Word 



LW (<setsize>l 
PW [<set size>I 



Load Long Word 
Program Long Word 



LL [<selsize>] 
PL [<selsize>l 



Enabling/Disabling the Electrical Erase Function 

The Electrical Erase function allows you to disable the ERASE function so that you may change some of the 
programming functions of an EEPROM device without erasing all of the programming information 
contained in that device. By disabling the ERASE function, for instance, you could change a location only 
and leave all of the other information contained in that device inUct. To enable or disable the Electrical 
Erase function, perform the following procedure: 

Example 
Procedure Key Sequence 

1. Type in the Electrical Erase Function command letters, EO, followed by EO 
a space. 

2. If you want to enable the Electrical Erase feature, type a 1 and press EO 1<CR> 
carriage return. If you want to disable the Electrical Erase feature, or 
type a (zero) and press carriage return. EO 0<CR> 

The programmer will display a message acknowledging that the 
Electrical Erase feature has either been enabled or disabled, 
depending upon whether you entered a or a 1. 
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Loading a Single Master 



Use the Load Sngle command to load (or copy) data from a single master device into the programmer's 
data RAM for subsequent programming of blank devices, uploading or editing. You can load data into 
RAM starting at programmer RAM address 0, or you can specify a different block of programmer RAM to 
be loaded with data. You can also select the device address that the first byte of data will be loaded from. 
Loading the master data into RAM is the first stq? in programming devices. The second step is to copy the 
data from RAM to a blank device using the Program Single command (which is explained following this 
subsection). 



Command Formal: L [<start address> <end address> <device address>l 



Procedure 


Example 
Key Sequence 


L Make sure that the correct device type is selected. 


2. Insert (he master device into the leftmost socket, socket 1, and push the 
socket lever down to lock the device into place. 


3. Type in the Load Single command letter, L. 


L 



4. Type in the first address of RAM that you want data written to, or, to 
load RAM starting with the default programmer RAM address (0) 
and the default device address (0), go to step 7. (The space after "L" 
is optional.) 

5. Type a space and then type in the last address of RAM that you want 
data written into. If you entered a start address, you must enter an 
end address and a starting device address. 



Checking for Non-blank Devices 



The Blank Check command allows you to check a device prior to programming it to make sure that it is 
blank. 



Command Format: B 
Procedure 



t. Make sure that the correct device type is selected. 

2. Insert the device or devices to be checked in any socket or sockets and 
lock them into place by pushing the socket levers down. 



3. Type in the Blank Check command letter, B, and press carriage return. 

4. Check the screen display for the letters that appear below the socket 
numbers of sockets containing devices. A "V (for "pass") appears 
below the number of any socket containing a blank device and an "P 
<for "fail ") appears below the number of any socket containing a 
non-blank device. If the blank check is unsuccessful for any of the 
devices installed, the terminal will also display an error message. 
See the Error Messages section for an explanation of the error 
message. 



Example 

Key Sequence 



5. Lift the socket lever(s) and remove the device(s). 
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Programming Devices from a Single Master 

Use the Program Single command to program from one to eight devices with the same bl[)c1< of master 
data loaded into the programmer's RAM. You can program the devices starting with the first byte of 
programmer RAM, or you can specify another range of programmer RAM lo be programmed into the 
devices. You can also select the device address into which the first data byte will be written. 

Command Foimat: P [<start address> <end address> <device address>] 

Example 
Procedure Key Sequence 



1. Make sure that the correct device type is selected. Programming a 
device with the wrong family and pinout codes selected could 
permanently damage the device. 



2. Insert the blank device or devices in any of the eight sockets and lock 
each device into place. 



3. Type in the Prog ram Single command letter, P. 

4. Type in the first address of RAM that you want programmed into each 
device, or, to program each device starting with the default 
programmer RAM address (0) and the default device address (0), go 

to step 7. (The space after "P" is optional.) 

5. Type a space and then type in the last address of RAM that you want 
programmed into each device. If you entered a start address, you 
must enter an end address. 



Example 
Key Sequence 



6. Type a space and Ihen type in the device address that you want the 
first byte of data to be loaded from. 



L IFFF 



7. Press carriage return to execute the cwnmand. 

When the load operation is complete, check the screen display for the 
letter that appears below device number 1. !f the device was loaded 
successfully, a "P" will appear below the number 1 and the LED 
bctow socket 1 will light green. Also note the sumcheck total which 
is displayed below the device information. {The sumcheck is the 
hexadecimal total of all the data loaded.) The sumcheck should 
match the sumcheck of any devices programmed with this data. 

If the device was not loaded successfully, an "F" will appear below 
device number 1 and the LED below socket 1 will light red. An error 
message will also be displayed on the terminal. See the Error 
Messages section for an explanation of the error message. 



L IFFF 0<CR> 
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Loading a Set of Masters 

Use the Load Set command to load data from a set of master devils into programmer RAM for 
subsequent programming into a set of blank devices, uploading, or editing. The data of each successive 
device is loaded into a successive block of programmer RAM. Sec the table following the procedure steps 
for the block of RAM assigned to each device loaded if the maximum set size is selected. After loading the 
set of master devices, you can use the Program Set command (described following this subsection) to 
program the data into a set or sets of blank devices. 



Command Format: LS [<set size>l 



Example 
Key Sequence 



L Make sure that the correct device type is selected. 



Insert the set of masters into consecutive sockets, beginning at socket 1 

(the leftmost socket), and push down the socket levers. (See the table 
fotiowing the procedure steps for the maximum number of devices 
that can t>e loaded with one Load Set operation and tlie programmer 
RAM blocks assigned lo each device). The device data will be 
loaded into RAM sequentially, starting with address of the leftmost 
device and ending with the last address of the rightmost device of 
the specified set size. 



3. Type in the Load Set command letters, LS. 



Procedure 



6. Type a space and then type in the address of Ihe device memory 
location that you want the first byle of data to bo written lo 
(destination address). The default destination address is 



Press carriage return lo execute the command. 

When the program operation is complete, check the screen display 
for the letters that appear below the socket numbeis of sockets 
contamrng devices. If a device was programmed successfully a T" 
will appear below the number of the socket containing the device 
and Ihe LED below the socket will light green. If a device was not 
programmed successfully, an "F will appear below the number of 
the socket contaming the device and the LED below the socket will 
light red. If any of the installed devices failed to program correctly 
an error message will also be displayed on the terminal screen. If all 
01 the installed devices were programmed successfully, note the 
sumcheck total which is displayed below the device informaHon 
The sumcheck should match the sumcheck of the data in the 
programmer's RAM. 



8. Uft the socket levei<s) and remove the devlce(s). 



Example 
Key Sequence 



IFFF 



IFFF 0<CR> 
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Programmer RAM blocks assigned to a set of devices being loaded if the programmer has 51 2K of RAM 
and the maximum set size is selected: 



Socket 
Number 






Device Size (no 


of bns) 








16K 


32K 


64K 


128K 


256K 


51 2K 


1M 


1 


000 
7FF 


000 
FFF 


0000 
1FFF 


0000 
3FFF 


0000 
7FFF 


0000 
FFFF 


00000 
1FFFF 


2 


800 
FFF 


1000 
1FFF 


2000 
3FFF 


4000 
7FFF 


8000 
FFFF 


10000 
1FFFF 


20000 
3FFFF 


3 


1000 
17FF 


2000 
2FFF 


4000 
5FFF 


8000 
BFFF 


10000 
17FFF 


20000 
2FFFF 


40000 
5FFFF 


4 


1800 
1FFF 


30O0 
3FFF 


6000 
7FFF 


COOO 
FFFF 


18000 
1FFFF 


30000 
3FFFF 


60000 
7FFFF 


5 


2000 
27FF 


4000 
4FFF 


8000 
9FFF 


10000 
13FFF 


20000 
27FFF 


40000 
4FFFF 




6 


2800 
2FFF 


5000 
5FFF 


AOOO 
BFFF 


14000 
17FFF 


28000 
2FFFF 


50000 
5FFFF 




7 


3O0O 
37FF 


6000 
6FFF 


COOO 
DFFF 


18000 
1BFFF 


30000 
37FFF 


60000 
6FFFF 




8 


3800 
3FFF 


7000 
7FFF 


EOOO 
FFFF 


1C00O 
1FFFF 


38000 
3FFFF 


70OO0 
7FFFF 
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Programmer RAM blocks assigned to a set of devices being loaded if the programmer has 51 2K of RAM 
and the maximum set size is selected: 



Socket 
Number 






Device Size (no 


of bns) 








16K 


32K 


64K 


128K 


256K 


51 2K 


1M 


1 


000 
7FF 


000 
FFF 


0000 
1FFF 


0000 
3FFF 


0000 
7FFF 


0000 
FFFF 


00000 
1FFFF 


2 


800 
FFF 


1000 
1FFF 


2000 
3FFF 


4000 
7FFF 


8000 
FFFF 


10000 
1FFFF 


20000 
3FFFF 


3 


1000 
17FF 


2000 
2FFF 


4000 
5FFF 


8000 
BFFF 


10000 
17FFF 


20000 
2FFFF 


40000 
5FFFF 


4 


1800 
1FFF 


30O0 
3FFF 


6000 
7FFF 


COOO 
FFFF 


18000 
1FFFF 


30000 
3FFFF 


60000 
7FFFF 


5 


2000 
27FF 


4000 
4FFF 


8000 
9FFF 


10000 
13FFF 


20000 
27FFF 


40000 
4FFFF 




6 


2800 
2FFF 


5000 
5FFF 


AOOO 
BFFF 


14000 
17FFF 


28000 
2FFFF 


50000 
5FFFF 




7 


3O0O 
37FF 


6000 
6FFF 


COOO 
DFFF 


18000 
1BFFF 


30000 
37FFF 


60000 
6FFFF 




8 


3800 
3FFF 


7000 
7FFF 


EOOO 
FFFF 


1C00O 
1FFFF 


38000 
3FFFF 


70OO0 
7FFFF 





Example 
Key Sequence 



Type in the number of maslei^ in the set to be loaded and press 
carriage return, or, to load the default numtjer of masters, press 
carriage return without entering a number of devices. The power-up 
default number of masters is 1. (The space after "LS" is optional.) 



If a socket to the left of the last master is left empty, "FF' will be 
loaded into the RAM block assigned to that socket. If devices are 
installed lo the right of the last master of the set size specified, the 
extra devices will not be loaded. 

5. After the load operation is complete, check the screen display for the 
letters that appear bdow the numbers of sockets containing devices. 
A "P" wilt appear below the number of any socket containing a 
device that was loaded successfully and an "P will ap^ar below the 
number of any socket containing a device that was not loaded 
successfully. If any of the devices were not loaded successfully, an 
error message will also be displayed on the terminal screen. (See the 
Error Messages section for an explanation of the error message.) If 
the entire set of devices was loaded successfully, note the sumcheck 
total which appears below the device information. The sumchedc 
total should match the sunKheck of any set of devices programmed 
with this data. 



6. Lift the socket levers and remove the master devices. 
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Programming Sets of Devices 

Use the Program Set command to program one or more sets of devices with the contents of the 
programmer's RAM. This command fills the devices of a set with successive blocks of programmer RAM, 
starting with RAM address and device address 0. The programmer fills the leftmost device with the first 
block of RAM and the next device with the next (consecutive) block of RAM, and so on, up to the set size. 
If additional devices are installed beyond the set size, the programmer begins producing a duplicate of the 
first set, filling the first device of the second set with the first block of programmer RAM (starting at 
address 0) and the second device of the second set with the next (consecutive) block of programmer RAM, 
and so on. See the examples following the procedure steps for a demonstration of which block of RAM 
will be programmed into which device. You can also use this command to merge the master device data 
into larger devices. To merge the data into larger devices, select the device type of the larger blank devices 
before executing the Program Set command and select the appropriate set size. 

Command Formal: PS [<set size>l 



Procedure 



Example 
Key Sequence 



1. Make sure that the correct device type is selected. Programming a 
device with the wrong fannily and pinout codes selected could 
permanently damage the device. 



2. Insert the set or sets of blank devices into consecutive sockets, starting 
with socket 1, and lock them into place. 



3. Type in the Program Set command letters, PS. 
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r 



Loading Word- Wide Masters 

Use the Load Word command to load pairs of 8-bU-wide devices in 16-bit-wide word format. This 
command reads the first address of the first device and then the first address of the second device into 
consecutive RAM locations. The addresses are loaded in pairs, as described, consecutively from the first 
pair to the last pair (see illustration). You can load more than one pair of 8-bit-wide devices (with the data 
for each successive pair being loaded into successive RAM blocks), as long as the total size of all the 
devices does not exceed the size of the programmer's RAM. For 16-bit-wide devices, the Load Word 
command functions exactly like the Load Single command. 

Command Fomnat; LW [<set size>] 

Example 
Procedure Key Sequence 



1. Make sure that the correct device type is selected. 



Insert the pair or pairs of 8-bit*widc devices into the sockets, starting 
with socket 1, and lock them into place. Place the devices of each 
pair in adjacent sockets, with the device containing the highnarder 
data to the right of the device containing the low-order data for the 
pair. 



3. Type in the Load Word command letters, LW. 



Example 1 
Programmer RAM blocks programmed inlo sets of maximum set size 
if the programmer has 512K of memory: 



Example 2 
RAM blocks programmed 
into sets of four 64K bit devices: 



Socket 
Number 






Device Size 


(no. of bits) 




















16K 


32K 


64K 


128K 


256K 


S12K 


1M 


1 


000 


000 


0000 


0000 


0000 


0000 


00000 




7FF 


FFF 


1FFF 


3FFF 


7FFF 


FFFF 


1FFFF 


2 


800 


1000 


2000 


4000 


8000 


10000 


20000 




FFF 


1FFF 


3FFF 


7FFF 


FFFF 


1FFFF 


3FFFF 


3 


1000 


2000 


4000 


8000 


10000 


20000 


40000 




17FF 


2FFF 


5FFF 


BFFF 


17FFF 


2FFFF 


5FFFF 


4 


1800 


3000 


6000 


COOO 


18000 


30000 


60000 




1FFF 
2000 


3FFF 
4000 


7FFF 
8000 


FFFF 
10000 


1FFFF 
20000 


3FFFF 
40000 


7FFFF 


5 


00000 




27FF 


4FFF 


9FFF 


13FFF 


27FFF 


4FFFF 


1FFFF 


6 


2800 


5000 


AOOO 


14000 


28000 


50000 


20000 




2FFF 


5FFF 


BFFF 


17FFF 


2FFFF 


5FFFF 


3FFFF 



3000 6000 COOO 18000 30000 60000 40000 
37FF 6FFF DFFF 1BFFF 37FFF 6FFFF 5FFFF 



3800 
3FFF 



7000 

7FFF 



FOOD 1C000 38000 70000 60000 
FFFF 1FFFF 3FFFF 7FFFF 7FFFF 



Socket 


RAM 


Number 


Block 


1 


0000 




1FFF 


2 


2000 




3FFF 


3 


4000 




5FFF 


4 


6000 




7FFF 


S 


0000 




1FFF 


6 


2000 




3FFF 


7 


4000 




5FFF 


8 


6000 
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SOCKETS 




AOORfSS 


1 2 












oooo 


on 




M 




0001 


02 




03 


-* 


1FFE 


oc 




OO 




1FFF 


M 




OF 





^ 




4 










w 




11 




12 




13 




^c. 




ID 




u 




IF 













RAM 


ADDRESS 


02 
03 


00000 
00001 
00002 
000O3 


OC 

Of 

OF 


03FFC 
03FFD 

03FFS 
CWFF 


10 
11 
12 
13 


04000 
04001 

0d002 

(mo3 


1C 
ID 
IE 

IF 


07FFC 

07FFD 
07FFE 
07FFf 



The above illustration represents the hading of two pairs of 64K devices. 



Example 
Key Sequence 



Type in the number of pairs to be loaded and press carriage return, or, 
to load the default number of pairs, press carriage return without 
entering a number. The power-up default number of pairs is 1. (The 
space after "LW" is optional.) Any devices installed to the right of 
the last master of the set specified will not be loaded. 



After the load operation is complete, check the screen display for the 
letters that appear below the numbers of the sockets containing 
devices. A "P" will appear below the number of any socket 
containing a device that was loaded successfully and an "P will 
appear below the number of any socket containing a device that was 
not loaded successfully. If any of the devices in the set were not 
loaded successfully, an error message will also be displayed on the 
terminal screen. If all of the pairs in the set were loaded successfully, 
note the sumcheck total which appears below the devi<» information. 
The sumcheck should match the sumcheck of any set(s) of devices 
programmed with this data. 



6. Lift the socket levers and remove the devices. 
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Procedure 



4. Type in the total number of device pairs to be programmed, sel size, 
and press carriage return, or, to program using the default set size, 
press carriage return without entering a number of devices. (The 
space after TW" is optional.) The power-up default sel size is 1. 
Any devices installed in the sockets beyond the sel size will be 
programmed as duplicates of the original set. For example, if you 
install 6 devices and specify a set size of 2, the device in socket 5 will 
be programmed as a duplicate of the device in socket 1 and the 
device in socket 6 will be programmed as a duplicate of the device in 
socket 2. 



After the program operation is complete, check the screen display for 
the letters that appear below the numbers of sockets containing 
devices. A "P" will appear below the number of any socket 
containing a device that was programmed successfully and an "F" 
will appear below the number of any socket containing a device that 
was not programmed successfully. If any of the installed devices 
failed to program correctly, an error message will be displayed on 
the screen. If all of the installed devices were programmed 
successfully, note the sumcheck total which appears below the device 
information. The sumcheck should match the sumcheck of the data 
in the programmer's RAM. 



Example 
Key Sequence 




Programming Devices Using a Word-Wide Format 

Use Ihe Program Word command to program 8-bit~wide devices with data loaded into the programmer's 
RAM in 16-bit"wide word format. The programmer programs the low bytes (even-addressed bytes) into 
the first device of the pair and the high bytes (odd-addressed bytes) into the second device of the pair. 
You can program up to four duplicate pairs of word-wide devices using one Program Word command, or 
up to four pairs containing different data, provided the programmer menrtoiy has been loaded with data 
for all of the pairs. The programme determines which RAM data will be written into the additional pairs 
of devices depending upon the set size you specify for the program operation. For example, if you specify 
a set size (number of pairs) of 2, the devices in sockets 1 and 2 will be programmed as a pair with the first 
block of data and the devices in sockets 3 and 4 will be programmed as a different pair with the next block 
of data. However, if you install devices in socket 5, 6, 7 and 8 as well, these devices will be programmed 
as duplicates of the lirst two pairs of devices. You can also use this corrunand to merge the data from pairs 
of smaller master devices into one or more pairs of larger devices by specifying the device type of the 
larger devices and specifying the appropriate set size. 



Command Format: PW [<set size>] 



Example 
Key Sequence 



1. Make sure that the correct device type is selected. Programming a 
device with the wrong family and pirtout codes selected could 

permanently damage the device. 



Insert the device pairs into the sockets and lock them into place, "nie 
devices in sockets 1 and 2 will be programmed as a 16-bit-wide word 
pair. Each successive pair of devices will be programmed as a 
separate 16-bit-wide pair. 
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Procedure 



Example 
Key Sequence 



After the load operation is complete, check the screen display for the 
lelters that appear below the numbers of the sockets containing 
devices. A "P" will appear below the number of any socket 
containing a device that was loaded successfully and an "P will 
appear below the number of any socket containing a device that was 
not loaded successfully. If any of the devices in the set were not 
loaded successfully, an error message will also be displayed on the 
tcrminaL If all of the devices of the set were loaded successfully, note 
the sumcheck total which appears below the device information. The 
sumcheck should match the sumcheck of any seKs) of devices 
programmed with this data. 



6. Lift the socket levers and remove the master devices. 
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The illustration rqjresents the loading 
of a set (^ 64K bit devices. 



Loading Long-Word-Wide Masters 



Use the Load Long Word command to load sets of four 8-bit-wide devices in 32-bit-wide word format. See 
the illustration following the procedure steps for the order that device data is loaded into RAM. You can 
load two unique long- word -wide sets of 8-bit-wide devices, as long as the total size of all of the devices 
does not exceed the programmer's RAM. 

Command Format: LL [<set size>] 

Example 
Procedure Key Sequence 



1 . Make sure that the correct device type is selected. 



2. Insert the set{s) of 8-bit-wide devices into the sockets, starting with 
socket 1, and lock them into place. Place the devices of a set in order 
(from left to right) in adjacent sockets, with the lowest-order device 
for the set furthest to the left. 



3. Type in the Load Long Word command letters, LL. 



Type in the number of sets to be loaded (1 or 2) and press carriage 
return, or, to load the default number of sets, press carriage return 
without entering a number of masters. (The space after "LL" is 
optional.) The power-up default set size is 1. Any devices installed 
to the right of the last nwster of the set size specified will not be 
loadfxi. 
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Procedure 



4. Type in the nun*er of sets of devices to be programmed, set size (1 or 
2), and press carriage return, or, to program using the default set 
size, press carriage return without entering a numbo- of devices. 
(The space after TL" is optional.) The power-up default set size is L 

5. After the program operation is complete, check the screen display for 
the letters that appear below the numbers of sockets containing 
devices. A "P" will appear below the number of any socket 
containing a device that was programmed successfully and an "F" 
will appear below the number of any socket containing a device that 
was not programmed successfully. If any of the installed devices 
failed to program correctly, an error message will be displayed on 
the screen. If all of the installed devices programmed successfully, 
note the sumcheck total which appears below the device information. 
TTie sumcheck should match the sumcheck of the data in the 
programmer's RAM. 



Example 
Key Sequence 



6. Lift the socket levers and remove the programmed devices. 



Programming Devices Using a Long-Word-Wide Fonnat 

Use the Program Long Word command to prc^ram 8-bit-wide devices with data loaded into the 
programmer's RAM in 32-bit-wide word format. This command treats four 8-bit-wide devices as a single 
32-bit-wide device. The programmer prc^rams address of each of the four devices of a set with the first 
four successive bytes of memory, and then programs address 1 of each of the four devices of the set with 
the next four successive bytes of memory, and so on (see the previous illustration). You can program two 
unique sets of long-word-wide devices with one Program Long Word command, provided the data for 
both sets has t)een loaded into programmer RAM. The second set of devices will be programmed with the 
block of memory following the last byte of memory programmed into the first set of devices. You can also 
program two sets of identical long- word -wide devices with one Program Long Word command by 
specifying a set size of 2 and inserting 8 blank devices. (Partial sets can also be programmed by inserting a 
partial set of blank devices.) 



Command Format: PL [<set size>] 

Procedure 



Example 
Key Sequence 



1. Make sure that the correct device type is selected. Programming a 
device with the wrong fanrtily and pinout codes selected could 
permanently damage the device. 



2. Insert the set(s) of devices into the sockets and lock them into place. 
The devices in sockets 1, 2, 3, and 4 will be programmed as one 
32-bit-wide word set and devices in sockets 5, 6, 7, and 8 will be 
programmed as a second 32-bit-wide word set. The second set will 
be programmed as a duplicate set of the first set if you s[)ecify a set 
size of 1, or as a unique set if you specify a set size of 2. 



3. Type in the Program Long Word command letters, PL. 
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Verifying Devices Against a Single Master 

The Verify Single command allows you to verify a single device or up to eight identical devices 
simultaneously against the master data loaded into the programmer's memory. You can verify a device 
against RAM data beginning at programmer RAM address 0, or you can select a different block of RAM to 
verify the device against. You can also select the address of the device memory location where the verify 
operation will begin. 

Command Fomiat: V [<Vcc> <start address> <end address> <device address>] 

Example 
Procedure Key Sequence 

1. Load the master data into the programmer's RAM using either a Load 
Single operation or a download operation. 



2. Make sure that the correct device type is selected. 



3. Insert the device or devices to be verified into any of the sockets. Each 
device will be verified against the sanw block of RAM. 



4. Type in the Verify Single command letter, V. 



VERIFYING PROGRAMMED DEVICES 

Use the following commands to verify device data against data loaded into the programmer's RAM. Each 
device is automatically verified after it is programmed; however, if you wish to verify devices at another 
time, you can use these commands. Before you use any of the following verify commands, you must load 
the programmer's RAM with the data which the devices are to be verified against using either a load or a 
download command. The verify commands are presented in the following order 



Command Name 



Command Format 



Verify Single 
Verify Set 
Verify Word 
Verify Long Word 



V (<Vcc>] [<start address> <end address> <device address>] 
VS (<Vcc>] (<set size>] 
VW [<Vcc>I |<set size>I 
VL [<VcoI |<set size>I 
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9. Press carriage return to execute the verify command. 

After the verify operation is complete, check the screen display for 
the letters that appear below the numbers of sockets containing 
devices. A T" will appear below (he number of any socket 
containing a device that was verified successfully and an "F will 
appear below the number of any socket containing a device that was 
not verified successfully. If any of the devices failed to verify, an 
error mcs&age will also be displayed on the screen. If all of the 
installed devices verified, note the sumcheck total which appears 
below the device information. The sumcheck should match the 
sumcheck produced when the device was programmed. 

10. Lift the socket lever(s) and remove the verified device(s). 



V L IFFF 0<CR> 



Procedure 



Type a space and then type the letter (L or H) that corresponds to the 
proper Vcc high and low settings shown in the following table (in 
this case, the space following the command letter V is required); or, 
to verify the installed device with the voltage settings recommended 
bythe manufacturer, do not type anything for this parameter. 
Sel Cflion High Voltaee Low Volt^ gg 



5.2 V 
5.5 V 



4.8 V 
4.5 V 



Example 
Key Sequence 



6. Type in (he first address of RAM that you want the device to be 
verified against, or, to verify the device against the entire block of 
RAM data assigned to that device, go to step 9. 

7. Type a space and then type in the last address of RAM that you want 
the device to be verified against. If you entered a start address, you 
must enter an end addr^s atKl a starting device address. 



8. Type a space and then type in the first address of device memory that 
you want to be verified against the selected block of RAM. 



V L IFFF 



V L IFFF 
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Procedure 



Example 
Key Sequence 



Type in the letter that corresponds to the proper Vcc high and low 
settings shown in the following table, or, to verify the installed sets 
with the voltage settings recommended by the manufacturer, do not 
type anything for this parameter. (The space after "VS" is optional.) 
Selection High Voltage LowVoltagg 



5.2 V 
5.5 V 



4.8 V 
i5V 



6. Type a space, type in the number of devices in the set (set size) and 
press carriage return, or, to verify the set(s) using the default set size, 
press carriage return without entering a number of devices. The 
fwwer-up default set size is I. 

7. After the verify operation is complete, check the screen display for the 
letters that appear below the numbers of sockets containing devices. 

If any device failed to verify, an "P appears below the socket 
number of the socket containing that device and an error message is 
displayed on the screen. If all of the installed devices verified, note 
the sumcheck total which appears below the device information. The 
sumcheck should match the sumcheck of (he set data loaded into 
RAM. 



VS L 4<CR> 



Lift the socket levers and remove the verified devices. 



Verifying Sets of Devices 

The Verify Set command allows you to verify sets of devices (each containing different data) against the 
master set data stored in the programmer's RAM. You can also verify multiple copies of the sanw set with 
one Verify Set command. {See Programming a Set of Devices for the table showing which block of RAM is 
assigned lo which socket number.) 

Command Format: VS [<Vcc>] [<set si2e>] 

Example 
Procedure Key Sequence 

1. Load the master set data into the programmer's RAM using eithera 
Load Set command or a download operation. 



2. Make sure that the correct device type is selected. 



Insert the set(s) of devices in the sockets so that the device data will be 
verified against the same block of data that it was originally 
programmed with. Any devices inserted beyond the set size 
specified, will be verified as duplicates of the leftmost set. (See 
Programming a Set of Devices for the table showing which block of 
RAM is assigned to which socket number.) 



4. Type in the Verify Set command letters, VS. 
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Procedure 



Example 
Key Sequence 



Type in the letter that corresponds to the proper Vcc high and low 

settings shown in the folJowing table, or, to verify the installed 

device with the voltage settings recommended by the manufacturer, 

do not type anything for this parameter. (The space after "VW" is 

optional.) 

Selection High Voltage Low Voltag e 



5.2 V 
5.5 V 



4.8 V 
4.5 V 



6. Type a space, type in the number of device pairs to be verified, set size, VW L 2<CR> 
and press carriage return, or, to verify using the default set size, or 
press carriage return without entering a number of devices. The VW L<CR> 
power-up default set size is I. 

7. After the verify operation is complete, check the screen display for the 
letters (hat appear below the numbers of sockets containing devices. 

If any device failed to verify, an "P appears below the socket 
number of the socket containing that device and an error message is 
displayed on the screen. If alt of the installed devices verified, note 
the sumcheck total which appears below the device information. The 
sumcheck should match the sumcheck of the set data loaded into 
RAM. 



8. Lift the socket levers and remove the verified devices. 



Verifying Word- Wide Device Pairs 

Use the Verify Word command to verify data stored in 8-bil-wide device pairs against data that is loaded 
mto RAM in 16-bit-wide word formal. This command compares address of the first device with the first 
byte of RAM, address of (he second device with the second byte of RAM, address 1 of the first device 
with the third byte of RAM, and so on. Up to four different pairs of devices can be compared, provided 
the master data for all pairs to be verified is loaded into the programmer's RAM. Also, multiple copies of 
each pair can be verified with one corrunand. 



Command Format; VW [<Vcc>] [<set size>] 

Procedure 



Example 
Key Sequence 



1. Load the master set data into the programmer's RAM using cither a 
Load Word command or a download operation. 



2. Make sure that the correct device type is selected. 



3. Insert the pair or pairs of devices (up to 4) in the sockets, starling 
wilhsocket 1. Place the devices in the sockets so that the devices of a 
pairare adjacent, with the high-order device to the right of the 
low-order device for the pair. 



4. Type in the Verily Word conunand letters, VW. 
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Procedure 



Example 
Key Sequence 



Type in the letter that corresponds to the proper Vcc high and low 

settings shown in the following table, or, to verify the installed 

devices with the voltage settings recommended by the manufacturer, 

do not type anything for this parameter. (Tlw space after "VL' is 

optional.) 

SckcHpn High Voltage Low VoUagg 



5.2 V. 
53 V 



4.8 V 
45 V 



Type a space, type in the number of sets to be verified, set size, (1 or 2) 
and press carriage return, or, to verify using the default set size, 
press carriage return without entering a number of devices. The 
power-up default set size is 1. 

After the verify operation is complete, check the screen display for the 
letters that appear below the numbers of sockets containing devices. 
If any device failed to verify, an "P appears below the socket 
number of the socket containing that device and an error message is 
displayed on the screen. If all of the installed devices verified, note 
the sumcheck total which appears below the device information. The 
sumcheck should match the sumcheck of the set data loaded into 
RAM. 



VL L 2<CR> 



8. Lift the socket levers and remove the verified devices. 



Verifying Long-Word-Wide Devices 

Use the Verify Long Word command to verify data stored in 8-bit-wide device sets against data that is 
loaded into RAM in 32-bil-wide word format. This comnund compares four 8-bit-wide devices to 
32-bit-wide data in the programmer's RAM. (See Loading Long-Word-Wide Masters for information on 
which device number corresponds to which bytes of RAM data.) Two unique sets of devices can be 
verified simultaneously with one Verify Long Word command, provided that the data for both sets is 
loaded into the programmer's RAM, or, two cofMes of the same set can be verified with one Verify Long 
Word command. 



Command Format; VL [<Vcc>] [<set sizG>] 
Procedure 



Example 
Key Sequence 



1. Load the master data into the programmer's RAM using either a Load 
Long Word conunand or a download operation. 

2. Make sure that the correct device type is selected. 



Insert the set or sets of devices into the sockets, starting with socket 1. 
Place the devices of each set in order, with tfie device containing the 
lowest-order bits furthest to the left for each set Make sure that the 
RAM data that the device was programmed with is the same RAM 
data that the device will be verified against. 



4. Type in the Verify Long Word command letters, VL. 
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Displaying Memory (Byte or Word) 



Use the Memory Display command to display the contents of RAM on the terminal screen. The RAM 
addresses are an-anged on the screen in a table format, with each row containing 16 bytes of consecutive 
data (see example) or 8 words of consecutive data. To determine the address of a byte of RAM, add the 
6<haracter RAM address shown at the very left of the line containing the data to the 2<haracler address 
shown at the top of the column containing the data. The ASCII-CODE column on the far right contains the 
ASCII equivalent of the hexadecimal data on each line. 



Command Format for Byte Display: 
CommancJ Format for Worid Display: 



M <start address> <end address> 
MW <start address> <end address> 



Example 
Key Sequence 



1. Type the Memory Display command letter, M (or MW). 

2. Type in the address of the first byle of RAM thai you want to display 
on the screen. 



3. Type a space, type the address of the last byte of RAM that you want to 
display on the screen and press carriage return. 



4. Type CTRL-S to halt the display and (TFRL-Q to resume the display. 



M 1F<CR> 



EDITING MEMORY 

The following commands allow you to edit data that has been loaded into the 288A Multi Programmer's 
RAM. With these commands, you can display the data, edit individual addresses, fill a segment of 
memory with data, insert new data, delete data, copy data, and search memoiy for up to 8 bytes of data. 
The commands are presented in the following order: 

Command Name Command Format 



Memory E>isplay 

Memory Modify 

Memory Fill 

Memory Display Word 

Memory Modify Word 

Memory Fill Word 

Insert 

Delete 

Transfer (Copy) 

Memory Search 

Byte Swap 



M <start address> <end address> 

M <start address> 

M <start address> <endaddress> <datal> (<data2...data8>) 

MW <start address> <end address> 

MW <start address> 

MW <start address> <endaddress> <data1> I<data2...data8>l 

I <start address> <data1> |<data2...data8>] 

D <start address> (<end address>J 

T <start address> <end address> <desHnation address> 

MS <start address> <end address> <datal> [<data2...data8>l 

BS <start address> <end address> 



You may also want to use the Sumcheck (Total) command to calculate a sumcheck of the data stored in the 
programmer's memory after you have finished editing and are ready to program devices. TTie Sumcheck 
(Total) command is explained following this subsection. 
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Modifying Single Memory Locations (Byte or Word) 

Use the Memoiy Modify command to display and edit the contents of RAM locations one-by-one. The 
Memory Modify command causes the progranuner to enter an editing noode which allows you to display 
the contents of RAM addresses byte-by-byte or word-by-word and type in new data for each address 
displayed. To exit Memory Modify mode and return to the command prompt (>), press <ESC>. 



Byte Modify 

Command Format: M <start address><CR> 
<newdata><CR> 



Word Modify 

Command Format; MW <start address><CR> 
<newdata><CR> 



<ESC> 



<ESC> 

Example 
Key Sequence 



1. Type the Memoiy Modify command letter, M (or MW). 



2. Type in the address of the first memory location you want to modify 
and press carriage return. 

3. After the RAM address and its contents have been displayed, type in 
the new data and press carriage return to accept it. The new data 
will appear to the right of the old data. If you do not want to modify 
the data at the address displayed, but want to display the next RAM 
address for modification, press carriage return without entering new 
data. 



4. To modify the next memory location, return to step 3. 



Example 

Display the contents of RAM addresses through IF: 



>M 1F<CR> 

00 01 02 03 04 05 06 07 08 09 OA OB DC OD OE OF ASCII-CODE 

000000 32 lA 5B 47 43 52 03 4B CB 20 54 33 4A 11 20 52 2.[GCR.K. T3J. R 

000010 52 20 11 4A 33 54 20 CB 4B 03 AA 52 43 47 4B lA R.J3T .K..RCGK.. 



To determine the memory address of a data byte, add the 2<haracter column heading of the data 
byte column to the row heading (6-character hexadecimal number at the far left of each line). 

A period under the ASCII-CODE heading represents hexadecimal data without a printable ASCII 
etfuivalent. 
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Filling a Segment of Memory (Byte or Word) 

Use the Memory Fill command to fill (replace) a segment of RAM with up to eight bytes or words of new 
data. The original data in these RAM locations arc overwritten with the new data. 

Byte Modify 

Command Foimat: M <start address> <end address> <data1 > [<data2>...<data8>] 

Word Modify 

Command Format: MW <start address> <end address> <data1> [<data2>...<data8>-] 



Procedure 


Example 
Key Sequence 


1. Type the Memory FiH command letter, M (or MW). 


M 


2. Type in the address of the first byte of RAM you want to fill with new 
data. 


M 20 


3. Type a space and then type in the address of the last byte of RAM you 
want to fill with new data. 


M 20 2F 



4. Type a space, type in the data to be input into the specified memory 
range and press carriage return. Separate each hexadecimal byte 

with a space. You can insert up to eight hexadecimal bytes (or eight 
ASCII characters) with one Menmry Fill command. If you input 
more data than can fit in the range specified, the excess data is 
ignored. 



M 20 2F 11 22<CR> 



Procedure 



Example 
Key Sequence 



5. To exit Memory Modify mode and return to the command prompt (>), 
press <ESC>. If you press <ESC> after typing in new data but before 
pressing carriage return to accept the new data, the new data for the 
last address displayed will be ignored. 

Example 

Enter Memory Modify mode starting at address 6 and type in new data for addresses 6, 7, and fi 

>M 6<CR> 

000006 F1E5<CR> 

000007 FF21<CR> 

000008 0021<CR> 

000009 43<ESC> 
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Inserting New Data 



Use the Insert command to insert new data into RAM. The original data is not overwritten by this 
command, as it is with the Memory Modify and the Memory Fill commands, but is shifted up (to a higher 
address) to accommodate the new data. Data at the end of memoiy is lost. 



Command Fomrtat: I <start address> <data1> [<data2>...<data8>] 



Example 
Key Sequence 



1. Type the Insert command letter, I. 



2. Type in the starting address where you want the new data to be 
inserted. 



3. Type a space, type in the new data and then press carriage return. 
Separate each hexadecimal byte with a space. You can insert up to 
eight hexadecimal bytes (or eight ASCII characters) with one Insert 

command. 



I 5 11 11 11<CR> 



Example 

Display memory contents before fill: 

>M 20 3F<CR> 

00 01 02 03 04 05 06 07 08 09 DA OB OC OD OE OF 

000020 FF FF FF FF EE EE EE EE DD DD DD DD CC CC CC CC 

000030 BB BE BB BE AA AA AA AA 99 99 99 99 88 88 88 88 

Fill memory: 

>M 20 2F 11 22<CR> 

Display memory contents after fill: 

>M 20 3F<CR> 

00 01 02 03 04 05 06 07 08 09 DA OB OC OD OE OF 

000020 11 22 11 22 11 22 11 22 11 22 11 22 11 22 11 22 

000030 BB BB BB BB AA AA AA AA 99 99 99 99 88 88 88 88 



ASCII-CODE 



ASCII-CODE 



288A Multi Programmer 



TERMINAL REMOTE CONTROL 



Deleting Data 



Use the ETelete command to delete data bytes from memory. Data following the deleted addresses are 
shifted up (to a lower address) to fill in the deleted address^. "FP is filled in the vacated addresses at the 
end of RAM. 



Command Format: D <start address> [<end addrGSS>l 



Example 
Key Sequence 



1. Type the Delete command letter, D. 



2. Type in the address where you want to begin deleting data. 



3. To delete a single byte of data, press carriage return without entering 
an end address. To delete a range of data, type a space, type the 
address of the last memory byte that you want to ddete and then 
press carriage return. 



Example 

Display memory contents before insertion of new data: 

>M 1F<CR> 

00 01 02 03 04 05 06 07 08 09 OA OB OC OD OE OF 

000000 FF FF FF FF EE EE EE EE DD DD DD DD CC CC CC CC 

000010 BB BB BB BB AA AA AA AA 99 99 99 99 88 88 88 88 

Insert new data: 

>I 5 11 11 11 11<CR> 

Display memory contents after insertion of new data: 

>M 1F<CR> 

00 01 02 03 04 05 06 07 08 09 OA OB OC OD OE OF 
000000 FF FF FF FF EE 11 11 11 11 EE EE EE DD DD DD DD 
000010 CC CC CC CC BB BB BB BB AA AA AA AA 99 99 99 99 



ASCII-CODE 



ASCII-CODE 



288A Multi Programmer 



TERMINAL REMOTE CONTROL 



Transferring (Copying) Memory 



Use the Transfer command to copy a block of RAM data from one RAM location to another. This 
command copies the block specified by the start address and end address to the destination address. The 
original data starting at the destination address is overwritten by the copied block. 

Command Format: T <start address> <end address> <destination address> 

Example 
Procedure Key Sequence 



1. Type the Transfer command letter, T. 



2. Type in the address of the first byte of RAM to be copied. 



3. Type a space and then type in the address of the last byte c^ RAM to be 
copied. 



4. Type a space and then type in the address that you want the first byte 
of the specified data range to be copied to, or the destination address, 
and press carriage return. The data will be copied into consecutive 
RAM addresses, starting with the destination address. 



T F 25<CR> 



Example 

Display memory contents before deletion: 

>M 1F<CR> 

00 01 02 03 04 05 06 07 08 09 OA OB OC OD OE OF 
000000 66 66 66 66 11 11 11 11 77 77 77 77 77 77 77 77 
000010 88 88 88 88 88 88 88 88 88 88 88 88 88 88 88 88 

Delete data; 



ASCII-CODE 

FFFF .... wwvnrawww 



>D 4 7<CR> 

Display memory contents after deletion: 



>M 1F<CR> 

00 01 02 03 04 05 06 07 08 09 OA OB OC OD OE OF 

000000 66 66 66 66 77 77 77 77 77 77 77 77 88 88 88 88 

000010 88 88 88 88 88 88 88 88 88 88 88 88 FF FF FF FF 



ASCII-CODE 
FFFFWWWWWWWW. . . . 
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Searching Memory 

Use (he Memory Search command to find a block of hexadecimal dala up to eight bytes long. 
Command Format: MS <start acldress> <end address> <data1> [<data2>...<data8>] 



Procedure 



Example 
Key Sequence 



1. Type the Memor y Search command letters, MS. 

2. Type in the address of the memory location where you want the search 
to begin. /' 



3. Type a space and then type in the memory address where you want the 
search to end. 



4. Type a space and then type in the data that you want to search for and MS 3F 12 34<CR> 
press carriage return. Separate each hexadecimal byte with aspace. 
You can type in up to eight hexadecimal bytes. 

If the data is found, the terminal will display MEMORY MATCH AT 
ADDEES 3 HHHH, where "HHHH" is the address of the first byte of 
the search string that was typed in. 

If the data is not found, the terminal will display MEMORY SEARCH 
FAILOEE. 



Example 

Display memory contents before transfer 

>M 3F<CR> 

00 01 02 03 04 05 06 07 08 09 OA OB OC OD OE OF 

000000 99 99 99 99 99 99 99 99 99 99 99 99 99 99 99 99 

000010 77 77 77 77 77 77 77 77 77 77 77 77 77 77 77 77 

000020 66 66 66 66 66 44 44 44 44 44 44 44 44 44 44 44 

000030 44 44 44 44 44 11 11 11 11 11 11 11 11 11 11 11 



ASCII-CODE 



WWWWWWWWWWWWWWWW 
FFFFFDDDDDDDDDDD 
DDDDD 



Transfer data; 

>T F 25<CR> 

Display memory contents after transfer: 

M 3F<CR> 

00 01 02 03 04 05 06 07 08 09 OA OB OC OD OE OF ASCII-CODE 

000000 99 99 99 99 99 99 99 99 99 99 99 99 99 99 99 99 

000010 77 77 77 77 77 77 77 77 77 77 77 77 77 77 77 77 WWWWWWWWWWWWWWWW 

000020 66 66 66 66 66 99 99 99 99 99 99 99 99 99 99 99 FFFFF 

000030 99 99 99 99 99 11 11 11 11 11 11 11 11 11 11 11 
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Byte Swapping a Segment of Memory 

Use the Byte Swap command to swap adjacent bytes of data throughout a segment of memory. The 
segment of nwmoiy must have an even nun^>er of bytes. 

Command Format: BS <start address> <encl aclclress> 

Example 
Procedure Key Sequence 



L Type the Byte Swap command letters, BS. 



2. Type in the address of the first byte of RAM to be swapped. 



3. Type a space and then type in the address of the last byte of RAM to be 
swapped {must be an even number of bytes) and press ENTER. The 
data will be swapped in adjacent bytes of RAM throughout the 

memory segment. 



BS 1F<CR> 



Example 

Search memory block through 3F for the hexadecimal data 12 34: 

>MS 3F 12 34<CR> 

MEMORY MATCH AT ADDRESS 000038 

Display memory block searched: 



>M C 3F<CR> 

00 01 02 03 04 05 06 07 08 09 OA OB OC OD OE OF 

OOOOOO 77 77 77 77 77 77 77 77 77 77 77 77 77 77 77 77 

000010 77 77 77 77 77 77 77 77 77 77 77 77 77 77 77 77 

000020 77 77 77 77 77 77 77 77 77 77 77 77 77 77 77 77 

000030 77 77 77 77 77 77 77 77 12 34 77 77 77 77 77 77 



ASCII-CODE 
WWWWWWWWWWWWWWWW 

wwwwwwwwwwwwwwww 

WWWWWWWWWWWWWWWW 
WWWHHWWW . 4 WWWWWW 
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SUMCHECKING DATA 

Use the following commands to cause the programmer to sumcheck (Iota!) or checksum (EXOR) the data 
stored in the programmer's RAM. These commands are useful for obtaining a new sumcheck of any range 
of RAM, or verifying that Ihe data stored in RAM is the same as data programmed into a device or data 
downloaded through the serial port. The 4-byte sumcheck may also be stored in RAM. This feature allows 
you to program the sumcheck into a device so that software which calculates a sumcheck during a self test 
can verify its own sumcheck against the sumcheck stored in the device. 



Performing a Sumcheck (Total) 

Use the Sumcheck (Total) command to calculate a 4-byte hexadecinul summation of data stored in the 
programmer's RAM. This sumcheck can be used to verify that data was downloaded to (he programmer 
correctly, to sumcheck only a portion of memory, or to fwoduce a current sumcheck after you have edited 
memory. A sumcheck is autonvitically perforrrad after most programming operatiotu, so you should not 
need to use this command when i^ogramming or verifying devices using master devices. 

Command Format: CT <start address> <erKl address> [<destination address>] 



Procedure 


Example 
Key Sequence 


1. Type in the Sumcheck (Total) command letters, CT. 


CT 


2. Type in the address of the first byte of RAM to be checked by the 
sumcheck operation. 


CT 



3. Type a space and then type in the address of the last byte of RAM to be 
checked. 



CT 3FFF 



Example 

Display memory contents before swap: 



>M 1F<CR> \ 

00 01 02 03 04 05 06 07 08 09 OA OB OC OD OE OF 
OOCOOO 01 02 03 04 05 06 07 08 09 10 11 12 13 14 15 16 
000010 17 18 19 20 21 22 23 24 25 26 27 28 29 30 31 32 



ASCII-CODE 



"#$%S' 0012 



Swap bytes: 
>BS 1F<CR> 



Display memory contents after swap: 

>M 1F<CR> 

00 01 02 03 04 05 06 07 08 09 OA OB OC OD OE OF 

000000 02 01 04 03 06 05 08 07 10 09 12 11 14 13 16 15 

000010 18 17 20 19 22 21 24 23 26 25 28 27 30 29 32 31 



ASCII -CODE 



"!$#S%('0)21 
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Performing an Exclusive-OR Checksum 

Use the Checksum (EXOR) command to calculate an exdusive-OR checksum of RAM. You may wish to 
use this command instead of the sumcheck {total) command if data being downloaded to the programmer 
includes an exclusive-OR checksum, or if you prefer to work with an exdusive-OR summation. The 
exclusive-OR checksum is a 1-byte hexadedmal value representing the result of exclusive-ORing each 
successive byte of the data range spedfted. For example, 

0000 0001 



1111 1110 

Command Fomiat: CX <start acWress> <efxl address> [<destination address>J 
Procedaie 



Example 
Key Sequence 



1. Type in the Checksum (EXOR) command letters, CX. 



2. Type in the address of the first byte of RAM to be checked by the 
checksum operation. 



3. Type a space and then type in the address of the last byte of RAM to be 
checked by the checksum operation. 



Example 
Key Sequence 



4. To perform the sumcheck without storing the sumcheck value in RAM, 
press carriage return, or, to store the sumcheck value in RAM, type a 
space, type in the RAM address that you want the sumcheck value to 
be stored in and press carriage return. If you store the sumcheck 
value in RAM, it will overwrite any data previously stored in the 
RAM locations to which the sumcheck is written. Make sure that 
there is no data (hat you want to retain located in the addresses that 
the sumcheck will be written to. 



CT 3FFF<CR> 



CT 3FFF 4000<CR> 



The sumcheck (total) is calculated and then displayed on the screen. 
The sumcheck is also stored in memory if you specified a destination 
address. It should be noted that while 4 bytes are calculated and 
stored by this command, only the first 3 bytes are displayed. 

Example 

Calculate the sumcheck total of memory addresses through 3FFF and store the sumcheck value in 

address 4000: 

>CT 3FFF 4000<CR> 

THE SUMCHECK (TOTAL) IS: 030201 

Display the sumcheck with an Intel data translation format selected: 

>M 4000 4003<CR> 

00 01 02 03 04 05 06 07 08 09 OA OB OC OD OE OF 
004000 01 02 03 04 

NOTE 

Thefour-hyte sumcheck is stored in memory addresses 4000 and 4003. If an Intel translation format 
is currently selected, the low-byte (01 in example above) is stored in 4000 and the high-byte (04 in 
example above) is stored in 4003. If a Motorola format is currently selected, the low-byte (01 in 
example) is stored in 4003 and the high-byte (04 in emmple) is stored in 4000. 



_y 
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INTRODUCTION 

The 288A Multi Programmer can be controlled via a remote host computer using the Computer Remote 
Control (CRC) commands described in this section. The Computer Remote Control commands were 
designed to be incorporated into a software program, or driver, which would allow an operator to control 
the 288A Multi Programmer using the software program. The driver generates and sends commands to 
the programmer which executes the commands and returns a response character, and in some cases also 
data, which the driver then reacts to and uses to generate messages and prompts for the operator. 

The CRC, or driver, commands are ASCII characters which are summarized in the command summary 
table following this introduction and described in more detail in the pages that follow. The comnwnds are 
grouped into the following subsections: 

• ENTERING AND EXITING COMPUTER REMOTE CONTROL MODE— This subsection explains how 
to transfer control of the programnoer to a remote host computer and how to return control of the 
programmer to the front panel. 

• VERIFYING PROPER COMMUNICATION— This subsection describes the commands used to verify 
that proper communication has been established between the computo- and the programmer. 

• PROGRAMMING OPERATIONS— This subsection describes the commands used to set parameters 
prior to performing programming operations, load data into RAM, program blank devices, test devices 
and verify that devices were programmed properly. 

" TRANSFERRING DATA — This subsection describes the commands used lo upload or download data to 
or from the remote host computer. 

• INQUIRING ABOUT OPERATING AND ERROR STATUS—This subsection describes the commands 
used to inquire about parameters and opticms selected and error status. 

• DATA TRANSLATION FORMATS— This subsection describes the eight data translation formats avail- 
able for transferring data to and from the 288A Multi Programmer through the RS-232C port. 



Procedure 



Example 
Key Sequence 



CX 3FFF<CR> 



CX 3FFF 4000<CR> 



4. To perform the checksum operation without storing the checksum 
value in RAM, press carriage return. To store the checksum in RAM, 
type a space, type the RAM address that you want the d\ecksum to 
be stored in and press carriage return. If you store the checksum 
value in RAM, it will overwrite any data peviously stored in that 
RAM location. 

The checksum (EXOR) value is calculated and then displayed on the 
screen. The checksum is also stored in RAM if you specified a 
destination address. 

Example 

Calculate the checksum of memory addresses through 3FFF and store the checksum value in address 
4000: 

>CX 3FFF 4000<CR> 

THE CHECKSUM (EXOR) IS: FE 
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Computer Remote Control Command Summary 



Command 
Fomiat 



Description 



M Enler CRC mode (aulomalic setup 

01 communtcatons protocol) 
Z Exit CRC mode 

<CR> Execute command 

<ESC> Abort operation 



Command 
Format 



Description 







tilililililititiW Set I/O address offset 


llllU 


Set nulls 


cnnA 


Select control code (o) and data 


H 


No operation 


1 


translation format (nn) 

input data fnim tiost computer 


flpp@ 


Select fatniiy and pinou) codes 





Oulpul data to tiost computer 


hliiihlih: 


Set beginning device address 


C 


Compare data transferred 


titililiiih< 


Set beginning RAM address 






titilihhh; 


Set block size 


1 


View current family and pinoul 
codes 


nn221 


Convert to 16-bil or 32-bit mode 


CCj 


View current eiectronk; ID family 
and pinoul codes 


L 


Load master device(s} 


CD) 


View current electronic ID code 


nP 


Program a set of n devices 


R 


Respond witll device parameters 


hti" 


Clear RAM witli data ■tih" 


/ 


View numlDer of devices faited 






X 


View last 16 error codes 


nl 


Test n devices tor illegal bits 






B 

nS 


Blanli clieck ali devices 
Sumcheck data of device in 


G 


View firmware oonfiguratron 



socket n or RAM (if n-O) 



n231 Set verify pass number (1 or 2) 

iihlUS] Set Vcc level tiigli (lili) and low (II) 

nV Verify a set of n devtees 

Enable/disable I/O timeout 



Symbols and Conventions 

The following is a list of symbols and convenHons used in this section of the manual. 

A Capital letters in a command must be sent to the programmer through the 

serial port in order to execute the command. 

h A lower-case h represents a hexadecimal data character. 

n A lower-case n represents a decimal digit. 

fi Other lower case letters, besides "h" and "n/ represent other kinds of data, 

such as the family code (ff> or the pinoul code {pp) of a device. 

<CR> This symbol represents a carriage return, which must follow each 

command entry. 

<ESC> This symbol represents the escape key. 
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Specifying Block Parameters 



The block parameters "beginning RAM address," "beginning device address," "block size," and "I/O 
address offset" are defined in the following paragraphs. These definitions should help you determine how 
to select the correct parameter values for the operation being perfonned. Several exanrtples are also given 
following the definitions which should show you how these parameters interrelate. 

NOTE 
AU addresses specified in thefoUmoing paragraphs and examples are in hexadecimal nolalion. 



BEGINNING RAM ADDKESS~The beginning RAM address is the memory address from which (he first 
data byte of a block of data is read during a transfer from RAM, or into which the first data byte of a block 
is written during a transfer to RAM. Data bytes are then transferred to or from sulKcquent RAM addresses 
in sequential order. In otho- words, if a beginning RAM address of 1000 is specified for a "Load MastCT 
Device" operation, the first data byte transferred from the master device into RAM will be written into 
RAM address 1000 (regardless of the device address that the data was read from). The second byte 
transferred to RAM will be written into address 1001, the next byte into RAM address 1002, and so on. 

BEGINNING DEVICE ADDRESS~The beginning device address is the device's nwmory address from 
which the first data byte is read during a "Load from Devioe" operation, or into which the first byte of a 
block of data is written during a "Program" operation. Subsequent data bytes are then transferred to or 
from the device in sequential order. In other words, if a beginning device address of OOFF is specified for a 
"Load from Device" operation, the first byte of data transferred to programmer RAM would be read from 
device address OOFF. The second byte of data trasferred to RAM would be read from device address 0100, 
the next byte from device address 0101, and so on. 

BLOCK SIZE — The block size is the number of bytes of data read from programmer RAM or written to 
programmer RAM, depending upon the operation being performed. For instance, if you specify a block 
size of 1000 (hexadecimal) and a beginning RAM address of 2000 for a "Load from Device" operation, 1000 
bytes will be loaded from the the device into RAM addresses 2000 through 2FFF. 

I/O ADDRESS OFFSET~The I/O address offset specifies the address which will be assigned to the first 
byte of programmer RAM data output to the host computer for an output (or upload) operation. The data 
in programmer RAM is translated into the specified data translation format prior to being output through 
the RS-232C port. The data is formatted into data records which include a "record address." The record 



Response Characters 

The response characters, summarized in the table below, are characters that the programmer sends to the 
host computer after attempting to execute a command. The programmer's response to a command wili 
always contain a response character followed by a carriage return. In addition, the response may contain 
data and a line feed and nulls (ASCII character 00). Whether or not the response contains a line feed or 
nulls is dependent upon the null count setting. (How to set the null count is described in the Verifying 
Proper Communication subsection.) If you want to insure that you always get a tine feed after you enter a 
CRC command, set the null count between "00" and "FE." The default null count, "FF," will not send a line 
feed after a command is entered. 



Character Name 



Description 



> Prompt The programmer returns a prompt character when it enters Computer 

Remote Control mode, when <ESC> halts a command, or when the 
programmer successfully executes a command. The programmer then 
transmits a carriage return. 

F Fail llie programme returns an "P' when it fails to execute a comnxand. The 

pTogrammer then transmits a carriage return. To find out what errors 
were produced by the command, use the "X" command to output the last 
16 error codes produced. 

? Question The programmer returns a question mark when it does not understand a 

command or the command (as entered) was invalid. The programmer 
then transmits a carriage return. 
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Examples 



Load Operation: 

Beginning RAM address = 1 000 
Beginning device address = W=FF 
Block size = 1000 



Pro 
Address Dsvica 


gram 
RAM 


mer 

Address 


0000 


FF 




FF 


0000 


OFFF 
1000 


"oT' 

02 


^ 


FF 

*of 

02 


OFFF 
1000 
1001 


IFFD 
1FFE 

1FFF 


FD 
FE. 
FF 


-^ 


FD 
FE 
FF 


1FFE 
1FFF 









Upload Operation: 



Download Operation: 



Address 


Be 

Bio 
I/O 

Pro 


inning 
ck size 
addret 

gram 
RAM 


RAM address = 2000 

= 3000 

s oKset = 5000 

mer Output 
Data 


Record 
Address 

5000 
5001 

7FFE 
7FFF 


Rer»rd 
Address 

0000 

5000 
5001 

6f'fE 
6FFF 
7000 


Beginning RAM address = 1000 

Block size = 2000 

I/O onset address = 5000 

Host Computer Progrsmmer 
Data File RAM 


Addres 


0000 




FF 

01 

02 

FD 

FE_ 

ff' 


y] 


01 
02 

FD 
FE 






AA 


\ 


FF 

of 

02 

FD 

FE 
FF 




0000 


2001 


01 
02 

FD 
FE 
BB~ 




1000 
1001 


4FFE 
4FFF 


y' 






2FFE 
2FFF 






i 


3000 
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address is the address assigned to the first byte of data contained in that record. The offset address 
specifies the first record address of the block of data being output (uploaded). For example, if you specify 
a beginning RAM address of 4000 and an offset address of 8000, the data from programmer RAM address 
4000 will be assigned a record address of 8000. Consecutive RAM data bytes following the first data byte 
will be assigned consecutive record addresses (8001, 8002, 8003, and so on). The default output offset 
address is zero. 

For input, the I/O address offset specifies the first daU record of the data file in the host computer to be 
input (or downloaded). Each data record in the host computer data file contains a "record address" (which 
specifies the address of the first data byte in the record). The record address is assigned when the program 
is compiled into object code (or machine code) and then formatled into a data translation format. During a 
download operation, the offset address specifies the record address of the first data byte that will be stored 
in RAM. For example, if you specify an offset address of 3000 and a beginning RAM address of 4000, the 
data bytes contained in the record with record address 3000 (the offset address) will be stored in RAM 
starting at the beginning RAM address (4000). If (he next data record has an assigned record address of 
3010, the daU bytes of that record will be stored in programmer RAM starting at RAM address 4010. (To 
determine the programmer RAM address into which the the first byte of data in a record will be stored, the 
offset address is subtracted from the record address and the result is added to the beginning RAM 
address.) Data bytes contained in records with subsequent addresses are stored in subsequent RAM 
addresses, up through the block size specified. 

For input, the default offset address is "FFFFFFFF." This number has special meaning to the translators, 
acting as a flag and resulting in the I/O address offset being assigned to the value of the first incoming 
record address. This will cause the first byte of data received by the programmer to be stored in the 
beginning RAM address selected and subsequent data bytes received to be stored in subsequent RAM 
addresses. Data records with record addresses which are less than the offset address will be discarded by 
the programnter (not stored in RAM). 
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ENTERING AND EXITING COMPUTER REMOTE 
CONTROL 

The following procedures describe how to enable Computer Remote Control mode {transfer control of the 
programmer lo the host computer) and return control of the programmer to the front panel. 



Entering Computer Remote Control 



288A Displays 



1 . Connect the progranuner to the computer as described in the RS-232C 
Port Cable Connections discussion in the Getting Started section of 

this manual. 



2. Power up the programmer by pressing the power switch on the back of 
the programmer to the ON position. 



SELF TESTING 



3. When the self lest is complete and the display reads LOAD FROM 
MASTER, set the communications protocol of the programmer to 
match the communications protocol of the host computer (see the 
Front Panel Operation section for instructions on setting the 288A 
port settings), or skip to step 4 if the driver program sets the correct 
communications protocol automatically (using the "M<:CR>" 
command). 

4. Scroll through the main menu lo RS232 PORT and press ENTER. 



LOAD FROM MASTER 



RS232 PORT 
COMPUTER CONTROL 
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Using PROMlink™ to Operate the 288A 

If you are using PROMlink as (lie driver program to operate the 288A, you must set the programmer's 
serial port (I/O) settings to match PROMlink's I/O settings l»fore entering CRC mode. Refer to the Front 
Panel Operation section for inshiictions on how to set the 288A's serial port (I/O) settings. In order to use 
the 288A with PROMlink, you must have at least version 2.0 of PROMlink. If your version of PROMlink 
does not support the 288A MulH Programmer specifically, you can still use PROMlink (version 2.0 or 
greater) to operate the 288A by sclecHng either the 288A Set Programmer or the Model 120/121 as the 
programmer type. 

Aborting an Operation 

Any of the Computer Remote Control commands can be aborted by pressing <ESC>. 
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VERIFYING PROPER COMMUNICATION 

The first thing that the driver program should do is verify that the computer and the programmer are 
communicating properly. To do this, use the following commands. 



Command 
Format 



Command 

Name 



DaU Output 
to Host 



Description 



Set Nulls 



No Operation 



Sets the number of nulls (hh) sent to the host computer 
after the response character and carriage return and the 
number of nulls sent between data records upon output, 
and also enables tine feeds. Values through FE enable 
line feeds and cause the specified number of nulls (0 
through FE) to be sent to the computer. The default value, 
FF, causes no nulls and no line feeds to be sent. 

Causes the programmer to return a prompt (>), indicating 
that communications are established. The driver program 
should send this command to the programmer upon entry 
of CRC mode to verify that communications are 
established. 
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288A Displays 



5. Scroll through the RS232 PORT menu to COMPUTER CONTROL and 
press ENTER. 



COMPUTER CONTROL 



6. See the driver instructions for entering the driver program if you are COMPUTER CONTROL 

using an existing driver. 

If you are writing your own driver, you can establish 
communications between the programmer and the host computer by 
either of two methods: 1) You can cause the programmer to set the 
communications protocol automatically (so the operator does not 
have to set the communications protocol manually) by sending an 
"M<CR>"to the programmer, or 2) if the communications protocol 
will always beset correctly prior to this step, you can send any 
character to the programmer to establish communications. A prompt 
(>> character will be relumed to the host computer if the port settings 
were set correctly and the programmer and computer are 
communicating. 

The programmer will display COMPUTER CONTROL until control 
of the programmer is returned to the front panel. 

Exiting Computer Remote Control 

To exit Computer Remote Control nw)de use the appropriate exit command specified by the CRC driver 
program, or press any programmer key. If you are writing your own driver, the driver's exit command 
must send a "Z<CR>" to the programmer to cause it to exit CRC mode. The user should still be able to exit 
CRC mode by pressing a programmer key when using any driver. 

After exiting CRC mode, the programmer displays: RS232 PORT. You can now conrinue to operate the 
progranuner using the front panel keys. 
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Command 
Format 



Command 
Name 



Data Output 
to Host 



Description 



nn221 



Convert to 
16-bit or 32-bil 
Mode 



Programming Devices 

L Load Master 

Device{s) 



Program Device(s) none 



Causes the 288A lo load, program and verify each pair of 
8-bit-wide devices using a 16-bit-wide word format when 
nn=16; or, causes the 288A to load, program, or verify each 
set of four 8-bit-wide devices using a 32-bit-wide word 
format when nn=!32. To return the programmer to 
8-bit-wide mode, set nn equal to 08. See the Teiminal 
Remote Control section for an explanation of device to 
memory mapping when using 16-bit-wide (word-wide) 
format or 32-bit-wide (long-word-wide) format. 



Loads data into RAM from a master device or set of 
masta's. Tlie 288A automatically detects the number of 
masters installed and loads the entire set. 

Programs and verities a single device or gangs of identical 
devices if n=l, or programs and verifies sets of n devices if 
n is 2 through 8. If 16-bit or 32-bit mode is selected, n 
equals the number of sets (not the total number of 
devices). The program sequence in CRC mode does not 
include a blank check or an illegal bit test. The default set 
size is one. 

Clears (filb) all of RAM with data hh. The default clear 
data is 00. 
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PROGRAMMING OPERATIONS 



Use the following commands to set the family and pinout codes, set programming parameters and options 
^o^dd device data mto memory, clear memory, program devices, test devices and verify programmed 



Command 
Format 



Command 
Name 



DaU Output 
to Host 



Description 



Setting Programming Parameters and Options 

ffpp® 



hhhhhh: 



Select Family and 
Pinoul Codes 



Set Beginning 
Device Address 



Selects the family (ff) and pinout (pp) codes for the devices 
to be loaded, programmed, tested or verified. The correct 
family and pinout codes must be selected prior to 
programming a device, otherwise damage to the device 
could result. 

Sets the first device address from which or to which data 
is to be transferred. The default beginning device address 

isO. 



hhhhhh; 



Set Beginning 
RAM Address 

Set Block Size 



Sets the first RAM address to be used for data transfers. 
The default beginning RAM address is 0. 

Sets the block size (number of bytes) to be used in data 
transfers. The default block size is the device size times 
the set size (number of unique devices in the set). To reset 
the block size to the default, enter all zeroes. 
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Command 
Format 



Command 
Name 



DaU Output 
to Host 



Description 



Verifying Devices 



n23l 



hhlllS] 



Set Verify Pass none 

Number 

Set Vcc Level none 

High (hh) and 
Low (II) 

Verify Device{s) none 



Sets the number o( verify passes (n) to be made, either 1 or 
2. 

Sets the high-pass (hh) and low-pass (II) verify Vcc levels 
in tenths of veils. The allowable high-pass range is 50 to 
60 and the allowable low-pass range is 40 to 50. 

Compares RAM data with programmed devices or sets of 
n devices. Tlie d^ault set size is one. If 16-bit nwde or 
32-bit mode is selected, n equals the number of sets (not 
the total number of devices). 
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Command 
Format 



Command 
Name 



Data Output 
to Host 



Description 



Testing Devices 



Test Device<s) 
for Illegal Bits 



Blank Check 
All Devices 



Sumcheck 
Device or RAM 



Tests single or gangs of devices (if n=l) or sets of n devices 
for illegal bits (programmed bits that do not exist in 
RAM). The default set size is one (single or gang test). If 
16-bit or 32-bit mode is selected, n equals the number of 
sets (not the total number of devices). If an illegal bit is 
found, the 288A returns an "F' to the computer and stores 
the appropriate error code in programmer RAM. To 
output the stored error code, use the "X" command. 

Checks the installed devices for programmed bits. If a 
programmed bit is found, the 288A returns an "F to the 
computer and stores the appropriate error code in 
programmer RAM. To output the stored error code to the 
host computer, use the "X" comntand. 

Calculates the two byte hexadecimal sumcheck of the data 
loaded from the device in socket n; if n=0, "S" calculates 
the sumcheck of RAM data from the beginning RAM 
address (or zero if no beginning RAM address is specified) 
to the block size selected. If no block size is selected, the 
288A uses the word limit of the selected device(s) as the 
block size. 
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/ 






•\ 


INQUIRING ABOUT OPERATING AND ERROR STATUS 


Use the following commands to cause the programmer to output the status of the current device(s), the 
electronic ID settings, error status, and the programmer firmware configuration. 


Command 


Command 


Data Outpu 




Format 


Name 


to Host 


Description 


[ 


View Current 
Family and 
Pinout Codes 


ffpp 


Outputs the family (ff) and pinout (pp) codes of the device 
currtaitly selected. 


CC! 


View Current 
Electronic ID 
Family and 
Pinout Codes 


ffpp 


Ouputs the family (fO and pinout (pp) codes of the last 
electronic ID used in an operation. 


CD] 


View Current 
Electronic ID 
Code 


hl...h16 


Outputs the 16-byte electronic identifier code of the 
installed device. 


R 


Respond with 
Device Parameters 


wl/ws/n 


Outputs the status of the device selected by the current 
family and pinout codes. 

wl = word limit (3 or 4 hex digits) 

ws = word size (4 or 8 bits) 

n = VOLorVOH(l=VOLandO=VOH) ' 


/ 


View Number of 
Devices Failed 


xx-yy 


Outputs the number of devices that failed (xx) and the 
number of devices in the sockets (yy). 
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TRANSFERRING DATA 

Use the following commands to input data to tlie programmer from the host computer or output data from 
ttie programmer to tiie host computer. 



Command 
Format 



Command 
Name 



DaU Output 
to Host 



Enable/Disable 
I/O Timeout 



hlihlilihhIiW Set 1/0 Address 
Offset 



cnnA 


Select Control 
Code and Data 
Translation 
Format 


I 


Input Data From 
Host 


O 


Output Ddia to 
Host 


c 


Compare Data 
Transferred 



Description 



Enables the I/O timeout if n is set to any value other than 
0. Timeout is disabled when n=0, which is the default. 

Specifies the record address of the first data record to be 
stored in RAM during an input operation and specifies the 
record address assigned to the first outgoing data byte 
during an output operation- The default address offset is 
the first address received for input, and zero for output. 
To reset to the default offset for input, enter all Fs for the 
address offset. 

Selects the instrument control code (c) and data translation 
format (nn) used for input and output of data. See the 
Data Translation Formats subsection at the end of the CRC 
section for details on the instrument control code and data 
translation formats. TTie default format is Intel Intellec 
8/MI3S, format 83, and the default control code is 0. 

Instructs the programmer to accept and store formatted 
data from the host computer. 

Translates data into the selected format and outputs this 
data to the computer. 

Compares data in RAM with the data received through the 
serial port from the host computer. 
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DATA TRANSLATION FORMATS 



Introduction 

This subsection describes the data translation formats used and recognized by the 288A Multi Programmer. 
The 288A Multi Programmer is capable of interfacing with most RS-232C serial equipment employing one 
of the data translation formats listed below. TTie format of the code generated depends on the system you 
are using. Check your System Manual to see which formaKs) your system supports. Sample printouts of 
each of the 288A's supported formats are given on the pages that follow. 

Before the formatted data may be transmitted, you must specify to the 288A the format in which the data 
will be sent. You can do this using either the Computer Remote Control command "cnnA," described in the 
previous subsection, or the programmer's front panel keys and menus. TTie code number assigned to each 
of the data translation formats is listed on the following page. When selecting the data translation format 
in CRC mode with the "cnnA" command, replace "nn" with the listed code corresponding to the desired 
data translation format. The formats are listed in alphabetical order. 
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Command 
Format 



Command 
Name 



Data Output 
to Host 



Description 



View En-or Codes n1...nl6 



View Firmware 
Configuration 



Outputs the last 16 error codes (nl through nl6) which 
occurred. This command also clears the error codes from 
memory. See the Error Messages section for explanations 
of the meanings of the error codes. 

Outputs the three-byte configuration number of the 
programmer's firmware. 
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Software Handshaking 

In addition to the 2-digit data translation fonnat code associated with each translator, a 1-digit control code 
may immediately precede the format code to signal or control the data transfer. The codes must be 
formatted as follows; "cnn," where "c" is the instrument control code and "nn," the format code. If no codes 
are entered into the programmer, the current default values will be used. The three possible values of the 
control code and their functions are shown in the following table. 



Control 








Code 


Name 


Input Function 


Output Function 





Handshake Off 


Data is received without 


Data transmission will be hailed 






handshaking. 


upon receipt of an "X-OFP 
character; transmission will 
resume upon receipt of an "X-ON" 
character. 



Handshake On Transmit an 'X-ON" character Transmit a "PUNCH ON" 

when ready to receive data; character prior to data 

transmit an "X-OfT" character if transmission. Data transmission 
the receiver buffer is full; transmit will be halted upon receipt of an 
an "X-ON" character if the receiver "X-OFF character; transmission 
buffer is empty; transmit an will resume upon receipt of an 

"X-OFF character after all of the "X-ON" character. A "PUNCH 
data is received. OFF" character is sent when the 

transmission is completed. 
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ASCII Space Hex 


50 


Binary 


10 


Intel 32-bil Hexadecimal 


99 


Intellntellec8/MDS 


83 


Intel MCS-86 Hexadecimal Object 


88 


Motorola Exorciser (SI) 


82 


Motorola Exormax (SI and S2) 


87 


Motorola 32-bit (SI, S2 and S3) 


95 


Tektronix Hexadecimal 


86 
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Hardware Handshaking 

Hardware handshaking may be used if compatible with the liost int«-face by connecting the Request to 
Send and Gear to Send lines at the serial interface ports. This type of handshaking does not require user 
selection, as does software (XON/XOFF) handshaking. To set up hardware handshake, simply connect the 
proper wires at each of the serial interface ports. See the Getting Started section for details on connecting 
the RS-232C port in either a hardware handshake or non-handshake nxKle. 

Leader/trailer and Null Output 

A leader/trailer is a string of characters that is attached to the beginning and end of a data file, ft is used 
to separate different files from one another and allows extra room which may be necessary for loading and 
unloading the data medium to or from equipment. For the 288A Multi Programmer, the leader is sent at 
the beginning and end of a data output operation. This leader will always be comprised of a carriage 
return, a line feed, and 50 nulls in succession, with one exception. If the null count parameter is set to "FF," 
the leader/trailer is skipped. 

Null count is the number of null characters in the string of characters between each record or line within a 
file. What actually comprises a data record depends upon the format that is being used. Records and lines 
can basically be thought of as separations of data within a file. Parity for the beginning and end leader is 
the same as the parity for the data within the file. The same is true for the carriage return, line feed and 
nulls separating the records or lines of the file. 
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Control 
Code 



Input Bunction 



Output Function 



XON/X-OFF 



Data is received without 
handstia Icing. 



NOTE 



Transmit data only after receiving 
an "X-ON" character. Data 
transmission will be halted upon 
receipt of an "X-OFF' character; 
transmission will resume upon 
receipt of an "X-ON" character. 



"X-ON" character is a <Ctrl-Q>, DCl or 11 hex 
"X-OFF" character is a <Ctrl-S>, DC3 or 13 hex 
"PUNCH-ON" diaracter is a <Ctr!-R>, DC2 or 12 hex 
"PUNCH-OFF" character is a <Ctrl-T>, DC4 or U hex 
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ASCII Space Hex, Code 50 



This format begins with a nonprintable STK (CTRL-B) start code and ends with a nonprintable ETX 
(CTRL-C) end code and can also contain an optionat address field and sumcheck field. The iUustration 
shows data bytes formatted in ASCII Space Hex. Data in this format is organized in sequential bytes 
separated by the execute character (space). Characters immediately preceding the execute character are 
interpreted as data. This format expresses 8-bit data by 2 hex characters. Line feeds, carriage rettims and 
other characters may be included in the data stream as long as a data byte directly precedes each execute 
character. 

Although each data byte has an address, most are implied. Data bytes are addressed sequentially unless an 
explicit address is included in the data stream. This address is preceded by a "$" and an "A," must contain 
2 to 8 hex characters, and must be followed by a comma. The programmer skips to the new address to 
store ihe next data byte; succeeding bytes are again stored sequentially. 

TTiis format has an end code which terminates input operations. However, if a new start code follows 
within 16 characters of an end code, input will continue uninterrupted. 

After receiving the final end code following an input operation, the programmer calculates a sumcheck of 

all incoming data. Optionally, a sumcheck can also be entered immediately following the end code. The 
sumcheck field consists of 2 to 4 hex characters, sandwiched between a "$" and a comma. TTie programmer 
compares this sumcheck with its own calculated sumcheck. If they match, the programmer will display the 
sumcheck, if not, a sumcheck error will be displayed. )t is optional to include the sumcheck in data being 
input to the programmer, but a sumcheck is always included with data output from the programmer. 

Output is begun by invoking an output, or upload, operation. The programmer divides the output data 
into 8-line blocks. Data transmission is begun with the start code, a nonprintable STX. Data blocks follow, 
each one prefaced by an address for the first data byte in the block. The end of transmission is signalled by 
the end code, a nonprintaUe ETX. Directly following the end code is a sumcheck of the transferred data, 

I — Oprtonal Hex Address Rekt 



©SAOOOO, _ 

FF FF FF FF FF FF FF FF FF FF FF FF FF FF FF (z) 
5S0FF0, 



d- Optional Hbn Sumchsck FMd 

(T) Slart Code Is nonprinrable STX-CTOL-C (z) End Code b nonprinlaWe eTX-CTHL-C 
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Data Verification 

For data verification, the 288A calculates a sumcheck of all data sent to or from the piogrammer. At the 
end of a successful input operation, the programmer will output the sumcheck of all data transferred. It 
will also compare any received sumcheck fields with its own calculation. If the two agl«e, the programmer 
will output the sumcheck; a mismatch will produce an error message. Output data is always followed by a 
sumcheck field which may be printed on disk or tape lor use in subsequent input operations. 

Formats with Limited Address Fields 

Some formats are not defined for use with address fields greater than 64K. Thus, if you transfer a block 
greater than 54K, the address fields that would be greater than 64K may wrap around and overwrite data 
transferred in previous data records. The formats that may exibit this characterisHc are 82, 83 and 86. 
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Intel Hex-32, Code 99 

The Intel 32-bit Hexadecimal Object file record formal has a 9-charac«er (4-field) prefix that defines the start 
of record, byte count, load address, and record type and a 2-character checksum suffix. The figure 
illustrates the sample records of this format. 

The six record types are: 

00 = data record 

01 = end record (signals end of file) 

02 = extended segment address record (added to the offset to determine the absolute destination address) 

03 = start segment address record (not sent during output by programmer) 

04 = extoided linear address record (added to the offset to determine the absolute destination address) 

05 = start linear address record (not sent during output by programmer) 

Record type 00, the data record, begins with the colon start charactCT. This is followed by the byte count 
(in hex notation), the address of the first data byte, and the record type (equal to "00"). Following these are 
the data bytes. The checksum foltows the data bytes and is the two's complement (in binary) of the 
pteceding bytes in the record, including the byte count, address, reconJ type and data bytes. 

Record type 01, the end-of-file record, also begins with the colon start character. This is followed by the 
byte count (equal to "00"), the address (equal to "0000"), the record type (equal to "01") and the checksum, 
"FP. 
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Data transfer in the Binary format consists of a stream 
of 8-bit data words preceded by a byte count and 
followed by a sumcheck. The Binary format does not 
nave addresses. 

A paper tape generated by a programmer wiU contain 
a 5-byte, airow-shaped header followed by a null and 
a 4-nibble byte count. The start code, an 8 bit rubout 
follows the byte count. Tlie end of data is signalled by 
2 nulls and a 2-byte sumcheck of the data field. Refer 
to the illustration. 

The programmer stores incoming binary data upon 
receipt of the start character. Data is stored in RAM 
starting at the first RAM address and ending at the 
last incoming data byte. 

The standard Binary Transfer fofinat (with the arrow 
header, byte count and sumcheck) can only be used 
for data in block sizes of 64K or less because a larger 
byte count could not lit into the 4-nibblc byte count 
field. ^ 



] 2 BVre HEX SUI^CMECK KI2FB) 
^ 2NUUS 




tow 

ORDER I ORDER 
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Example 

Problon: Find the address for (he first data byte for the following file. 

:02 0000 04 0010 EA 
:02 0000 02 1230 BA 
:10 0045 00 55AA FF BC 

Solution: 

Step 1: Find the extended linear address offset for the data record (1010 in the example). 

Step 2: Find the extended segment address offset for the data record (1230 in the example). 

Step 3: Find the address offset for the data from the data record (0045 in the example). 

Step 4: Calculate the absolute address for the first byte of the data record as follows: 

00100000 linear address offset, shifted left 16 bits 

+ 12300 segment address offset, shifted left 4 bits 

■(- 0045 address of^t from data record 

= 00112345 32'bit address for first data byte 

TTie address for the first data byte is therefore 112345. 

NOTE 
Always specify the address i^et when using this format, even when the offset is zero. 

E}uring output translation, the firmware will force the record size to 16 (decimal) if the record size is 
specified greater than 16. There is no such limitation for record sizes specified less than 16. 
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1 J^ 



pOHset Address 



O20OOO02OCOOFC>— Extended Segment Address Record 
020000040010EA>- Extended Lineaf Address Record 

lOOOOCOOFFrFFFFFFFFFFFFFFFFFFFFFFFFFFFFFOC." 

lOOOlOOOFPFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFC 

10002000FFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFEO 

10003G00FFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFD0 

lOOO-ieOOFFFFFFFFFFFFFFFFPFFFFFFFFFrFFFFFCO 

1 FF}- End-o(-Fite Record 



y 



T L-. somdieck 



' DalB 
Records 



'.,"' ^^onpf^nling Carriage Return, with of«ior)al feed and nulls 
determined by null count 



Record lype 02, the extended segment address record, defines bits 4 to 19 of the segment base address. It 
can appear randomly anywhere within the object file and affects the absolute memory address of 
subsequent data records in the file. The address firfd for this record must contain ASCII zeros (Hex SCs). 
The following example illustrates how the extended segment address is used to determine a byte address. 

Record tyf>e 03, the start segment address record, specifies bits 4-19 of the execution start address for the 
object file. This record is not used by programmer. 

Record type 04, the ext«ided linear address record, specifies bits 16-31 of the destination address for the 
data records that follow. It can appear randomly anywhere within (he object file. The address field for 
this record must contain ASCII zeros (Hex 30's). 

Record type 05, the start linear address record, specifies bits 16-31 of the execution start address for the 
object file. This record is not used by programmer. 
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Intel MCS-86 Hexadecimal Object, Code 88 

The Intel 16-blt Hexadecimal Object file record format has a 9-character (4-field) prefix thai defines the start 
of record, byte count, record address, and record type and a 2-character hexadecimal sumcheck suffix. The 
illustration shows a valid data file of this format. 

The four record types are: 

00 = data record 

01 = end record (signals end of file) 

02 = extended address record (added to the offset to determine the absolute destination address) 

03 = start record (ignored during input and not sent during output by Data I/O translator firmware) 

Record type 00, the data record, begins with the colon start character. The colon is followed by the 
2-character byte count (in hexadecimal notaHon), the 4-character address of the first data byte, and the 
record type, "00." This 9-character prefix is followed by the data bytes. The sumcheck follows the data 
bytes and is the binary two's complement of the preceding bytes in the record (including the byte count, 
address and data bytes) expressed in hexadecimal. 

Record type 01, the end-of-file record, also begins with the colon start character. The colon is followed by 
the byte count, "OO," the addi^ss, "0000," the record type, "01," and the sumcheck, "FF." 

Record type 02, the extended address recoKl, defines bits 4 to 19 of the record addivss. II can appear 
randomly anywhere within the data file and in any order; i.e., it can be defined such that the data bytes at 
high addresses are sent before the bytes at lower addresses. The example following the illustration shows 
how the extended address is used to determine a byte address. 
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Intel Intellec 8/MDS Format, Code 83 

Intel data records begin with a 9-character prefix, followed by data bytes, and end with a 2-character suffix. 
The illustration shows a valid Intel Intellec data file. 

Each record begins with a colon, which is followed by a 2-character byte count. The 4 digits following the 
byte count give the address of the first data byte. The last 2 digits of the 9-character prefix are the reconi 
type. The record typo is "00" for data records. Data bytes follow the 9-character prefix. Each data byte is 
represwited by 2 hexadecimal digits ("FP in the illustration); the number of data bytes in each record must 
equal the byte count. Foliowing the data bytes of each record is the sumcheck (the binary two's 
complement of the preceding bytes, including the byte count, address and data bytes) expressed in 
hexadecimal. 

The end-of-file record consists of the "colon" start character, the byte count "00," the address, the record 
type, "01," and the sumcheck of the record. 



start Characlw 



Addms 

X 



j: 



Sumc^Mck ol Record 



I — 2 Hex Characters (1 Byle) 

lOOOOOOOFPFPPFFFFFFFFFFFE'FFFFFFFFPPFFFFFOOO' 

:10001000FFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFF0 
;10002000FFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFE0 
:10003000FFFFFFFFFFFFFFFFFFFFFFFFFFFFFrFFD0 
:10004000FFFFFFFFFFFFFFPrFFFFFFFFFFFFFFPFCO - 
:00000001FF3— E^d4^nla RaconI 



I R 



Sumdieck of EndH)l-Fae Record 
Record Type 



LEGEND 
O NonprfnIIng carriage r^um. lins leed. and nuHs 
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Example 

Problem: Find the address for the first data byte for the following file. 



; 02 0000 02 1230 BA 

: 10 0045 00 55AA FF BC 



Step 1: Find the record address for the byte. The first data byte is 55. Its recotd address is 0045 from 
above. 

Step 2: Find the offset address. The offset address is 1230 from above. 

Step 3: Shift the offset address one place left, then add it to the record address, like this: 



offset address 
+ record address 



1230 (upper 16 bits) 

CXM.'i (lower 16 bits) 

12345 (20-bit address) 



The address for the first data byte is therefore 12345. 

NOTE 
Always specify the address offset when using this format, etxn when the offset is zero. 

During output translation, the firmware will force the record size to 16 (decimal) if the lecord size is 
specified greater than 16. There is no such limitation lor record sizes specified less than 16. 
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Stan Character 



1 



— Byte Count ot EWended Address Record 

[— OHsat Address (lor Extended Address Record) 
j — Sumdieck ot Extended Address Record 



.020000020000FCI] — Extended Address Record j\ 

: lOOOOOOOFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFOO O' 

:10001000FFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFF0 

:10002000FFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFEO 

:10003000FFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFDO 

;X0004000FFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFCO 

:00000001FF3— ErKJ-ol-Fiie Record 

— ' ' — Surricheck of End-of-File Record 

' — Record Type 



Sumchech ot Record 



Data 
Records 



LEGEND 
O Nonprinting carriage relurn. line leed. and nulls 
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Motorola Exormax (SI and S2) Foniiat, Code 87 

Motorola data files may begin with an optional sign-on record, initiated by the 2 start characters "SO." Data 
records start with an 8- or lO-character preiix and end with a 2-characta- suffix. The illustration shows a 
series of valid Motorola Exormax data records. 

Each data record begins with 2 start characters, "SI" or "S2;" "SI" if the address field has 4 characters, "S2" if 
it has 6 characters. The third and fourth characters of the prefix represent the byte count, which expresses 
the number of data bytes plus 3, if the start characters were "SI," or plus 4, if the start charades were "S2." 
The address of the first data byte in the record is expressed by the last 4 characters of the prefix, if the 
address is "FFFF or below, or the last 6 characters of the prefix, if the addresses is above "FFFF (64K). 
Etata l^es follow the prefix; each data byte is represented by 2 hexadecimal characters ("FF in the 
illustration). The suffix is a 2-character sumcheck, which equals the binary one's complement of the 
summation of the preceding bytes in the record (including the byte count, address and data bytes) 
expressed in hexadecimal. 

The end-of-file record begins with either the ^art characters "58" or "S9." The start characters must be "S9" 
if the previous dab record started with an "St;" otherwise, either "SB" or "S9" may be used. Following the 
start characters are the byte count, "03," the address, "0000," and a sunKheck. 

option^ Sign-On Record 



SO0BOOOO444154412O492F4FF3 



r 



Sumcheck ol Record 



„, .-. ' S214FF000OFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFC 0~ 
wan t^araaofs SIISOOIOFFFFFFFFFFFFFFFFFFFFFFFFFPFFFFFFEC 
S1130020FFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFDC 
S1130030FFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFCC 
S1130040FFFFFFFFFFFFFFFFFFFFFFFFFFFFFPFFBC 
S9030000FC 1 — End-ot-Fil6 Record 



- Sumcheck ol End-ol-FHe Record 
- Address 



LEGEND 
O Nonpdnling carriage rstura. Kne leed. and nuits 
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Motorola Exorciser (SI) Format, Code 82 

Motorola Exorciser data files may begin with an opiionat sign-on record, which is initiated by the start 
charactCTs "SO." Valid data records start with an 8-character prefix and end with a 2-charactCT suffix. The 
illustration shows a series of valid Motorola data records. 

Each data record begins with the 2 start characters "SI." The third and fourth characters represent the byte 
count, which expresses the number of data bytes in the record {in hexadecimal) plus 3. The last 4 
characters of the prefix represent the address of the first data byte in the record . Data bytes follow the 
address; each data byte is represented by 2 hexadecimal characters ("FF' in the illustration). The suffix is a 
2-character sumcheck, which equals the binary one's complement of the summation of the byte count, 
address and data bytes, expressed in hexadecimal. 

The end-of-file record consists of the 2 start characters "S9,' the byte count, "03," the address {in 
hexadednnal) and a sumcheck. 



Optkmd Slgn-On Record 
(SO) - SiarvOn Chamdws 

S00B00004441544120492F4PF3 



Byle Count t3 - 



r 



Sumcheck of Record 



I S1130000FFFFFFFFFFrFFFFFPFFFFFFFFFFFFFFFFC O' 

Start Oharaclars S1130010FFPFFFFFFFFFFFFFFFFFFFFFFFFFFFFFEC 

S1130020FFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFDC 

S1130030PFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFCC 
S1130040FFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFBC - 
S9O3O0O0FC 3 — EfKl-ol-Fite flecord 

End^il-Fito Record .jT | L Sumctwckol Endol-FBa Recofd 
Start Characters l_ ^^^ 

' — EtKhof-Flto Record Byte Coum 



LEGEND 
O Itonprlnting carriage relurn, Hrw feed, and nuBs 
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Motorola Exormax (SI and S2) Format, Code 87 

Motorola data files may begin with an optional sign-on record, initiated by the 2 start characters "SO." Data 
records start with an 8- or 10-character prefix and end with a 2-charact«- suffix. The illustration shows a 
series of valid Motorola Exormax data records. 

Each daU record begins with 2 start characters, "SI" or "S2;" "SI" if the address field has 4 charactCTS, "S2" if 
it has 6 characters. The third and fourth characters of the prefix refH'esent the byte count, which expresses 
the number of data bytes plus 3, if the start characters were "SI," or plus 4, if the start characters were "S2." 
The address of the first data byte in the record is expressed by the last 4 charactws of the prefix, if the 
address is "FFFF or below, or the last 6 characters of the prefix, if the addresses is above "FFFP (64K). 
Data bytes follow the fwefix; each data byte is represented by 2 hexadecimal characters ("FF in the 
illustration). The suffix is a 2-character sumchecic, which equals the binary one's complement of the 
summation of the preceding bytes in the record (including the byte count, address and data bytes) 
expressed in hexadecimal. 

The end-of-file record begins with either the start characters "S8" or "S9." The start characters must be "S9" 
if the previous data record started with an "SI;" otherwise, athCT "S8" or "39" may be used. Following the 
start characters are the byte count, "03," the address, "0000," and a sumcheck. 

Optional Sign-On Rocont 



I ■ 1 

SOOB00004441544120492F4Fr3 



r 



Sumcheck or Record 



S214FFOOO0FFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFC O' 

S1130010FFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFEC 

S1130020FFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFDC 

S1130030FFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFCC 

S1130040FFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFBC 

S9030000FC 1— Er>d^ol Fite Record 



- Sumchock ol ErxJ-ol-FHo Rgcord 
' Address 



LEGEND 
O Nonprinting carriage return, Hne leed. arxj nuHs 
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Tektronix Hexadecimal Format, Code 86 

Tektronix Hexadecimai records begin with a 9-character (4'field) prefix followed by data and end with a 
2-charac(er suffix. The figure illustrates a valid Tektronix data file. 

Each data record begins with a slash start character. The next 4 characters of the prefix following the start 
character express the address of the first data byte. The address is followed by a 2-character byte count, 
which represents the number of data bytes in the record, and by a 2-charactCT sumcheck of the address and 
b3'te count. Data bytes follow the sumcheck, represented by pairs of hexadecimal characters ("FF" in the 
illustration). Succeeding the data bytes is their sunxrheck, an 8-bit sum, modulo 256, of the 4-bit 
hexadecimal values of the digits making up the data bytes. The sumcheck is expressed as a 2-character 
hexadecimal number. All records are followed by a carnage return. 

The end-of-file record consists of a start character (slash), followed by the transfer address, the byte count, 
"00," and the sunxrheck of the transfer address and byte count. 

An optional abort record contains 2 start characters (slashes), followed by an arbitrary string of ASCII 
characters. 



Slarl CharadAT 



7^ 



r^ 



/OOOOIOOIFFFFFFFFFFFFFFFFFTFFFFFFFFFFFFFFEO O' 
/00101002FFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFEO 
/00201003FFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFEO 
/ 00301 00 4FFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFE0 
/00401005FFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFFE0 - 
/OOOOOOOOU End-ol-Flte Rflcord 



Transfef Address 



H 



JTTL 



Sumcheck of Address and Byte Count 
Byte Court (00 bi End^l-FilA Record) 



lEQEHO 
O NonpfMing cvriage ralum, Hne teed, and miRs 
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Motorola 32-Bit (S3) Format, Code 95 

The Motorola 32-bit {S3) format closely resembles the Motorola Exormax format — the main difference 
being the addition of the "S3" and 'S7' start characlo^. Motorola data files may begin with an optional 
sign-on record, initiated by the start characters "SO" (zero). "SI" and "S2" record types are allowed using this 
formal (see the Motorola Exormax Format section for an explanation of these record types). The following 
paragraphs describe the "S3" format. A sample transmission of the "S3" format is shown below. 

The "S3" character is used to begin a data record containing a 4-byte address. The third and fourth 
characters of the record represent the byte count (which expresses the number of data bytes plus 5), 
followed by the address and sumcheck bytes in the record. TTie address of the first data byte in the record 
is expressed by the last 8 charac^^ of the prefix. C^ta bytes follow the prefix; each data byte is 
represented by 2 hexadecimal characters. The nun^r of data bytes occurring must be 5 less than the byte 
count The suffix is a 2-character sumcheck — the one's complement (in binary) of the preceding bytes in 
the record, including the byte count, address and data bytes. 

The "ST" character starts a termination record for a block of "S3" records. The address field for an "ST" 
record may optionally contain the 4-byte instruction address that idenfifies where control is to be passed. 



Optkmal Sign-On Record 



SOO8OOO0444154412O492F4FF3 



S31500000000AA55AA55AA55AA55AA55AA55AA55AA55F2 "I , 
S30D00000010AA55AA55AA55AA55AA55AA55AA55AA55F2 J 
S70300000000FC J- En*ot- File Record 

yyi ILJ 

ir — ' 1— Sumcheck 



^Y' r— 

J L / 
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5. ERROR MESSAGES 



The following is a lisl of error codes and their corresponding messages. The circumstances which cause 
an error message to be displayed are described in the "Description" column and corrective action to take 
upon receiving the error message is explained in the right-hand column. The error codes are listed in 
numerical order. 

NOTE 

Many of the pin driver errors are specific to the insttdled module. If you receive an error code and 
message that do not match any errors listed here, check your supplementary documentation for 
additional error code listings. 



Description 



Corrective Action 



DRAM ERROR 



The self test shows a dynamic 
RAM read/ write verification 



Contact your local Data I/O 
Service Center. 



BANK ERROR 



The bank selector of the DRAM 
circuit is unable to switch banks. 



Contact your local Data I/O 
Service CentCT. 



When 5 Vcc is applied to pin 
26/28, the voltage drops by an 
unacceptable amount. 



Indicates that the device is faulty. 
Replace the device. 



The programming power 
supplies cannot be set at the 
proper levels. All of the socket 
LEDs light red. 



Indicates that the device is faulty. 
This error cannot be isdated to a 
single socket, so if more than one 

device is installed, check each 
device individually to determine 
which device{s) are faulty. Replace 
the faulty device(s). 



ERROR MESSAGES 



Code 

29 



Description 



Corrective Action 



VERIFY ERROR 



NOT TRISTATE 



DEVICE NOT 
ENABLED 



DATA SHORT 



ADDRESS 
SHORT 



The programmed device data Reprogram tlie device if possible 

failed to verify against the master or try programming another 
data in RAM. device. 



The device failed to tri-state all 
data pins. 



Indicates that the device or the 
device insertion is faulty. Discard 
the device or re-insert the device 
and attempt the operation again. 



A device operation was Install a device or devices and 

performed and no device was perform the operation again, or 

installed, or not all of the device's replace the faulty device. 
data pins are driving when the 
device is «\aUed. 

The device contains a short on its Indicates that the device is faulty, 

data line. Replace the device. 



The device contains a short on its 
address line. All of the sodtet 
LEDs light red. 



Indicates that the device is faulty. 

This error cannot be isolated to a 
single socket, so if more than one 
device is installed, check each 
device individually (make sure 
that each device is installed 
correctly) and replace the faulty 
deviceCs). 
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Code 

20 



Description 



ConecHve Action 



NONBLANK 
DEVICE 



EEPROM 

FAILURE 



BAD DEVICE 
CODE 



WRONG 
SOCKET 



BLOCK LIMIT 
ERROR 



Device failed blank test. 



Unable to program device due to 
already prc^rammed bit(s) of 
incorrect polarity. 

EEPROM device failed to 
program properly. - 

An invalid family and pinout 
code combination was entered. 



Press ENTER to repeat the blank 
check with the same device type 
selected. To exit the blank check 
operation, press a scroll key or a 
hexadecimal keypad key. 

Erase the device if possible or 
discard it. 



A toad operation from a single 
master was specified, but the 
device was not in socket 1. 

Programmer RAM size is 
insufficient to perform the 
current operation using the begin 
RAM address, block size, or set 
size specified. 



Indicates that the device is faulty. 
Replace the device. 

Consult the Device List for valid 
family and pinout codes and enter 
the correct code for the installed 
device(s). 

Remove the device and re-install it 
in socket L 



Ctteck the begin RAM address, 
block size, and set size to be sure 
they are set correctly. 
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ERROR MESSAGES 



Description 



Corrective Action 



5C 



I/O TIMEOUT 



I/O FORMAT 
ERROR 



I/O VERIFY 

FAILURE 



I/O FORMAT 
ERROR 



I/O FORMAT 
ERROR 



No characters, or only nulls and 
rubouts, were received upon 
serial input for 25 seconds after 
pressing the ENTER key; or, no 
characters could be transmitted 
for a period of 25 seconds due to 
the state of the handshake lines. 

The programmer received an 
invalid address field. 



Chedc all connections and attempt 
transmission again. 



Check all connections, check the 
data format and data source and 
then attempt transmission again. 



The data from the serial port does Reload data into RAM. If the 
not match the data in RAM. problem persists, service the 

programmer or contact your 
locatDala I/O Service Center. 

The sumcheck field received by Reload data into RAM. If the 
the programmer does not agree problem persists, service the 
with its own calculated sumcheck. fnx)grammer or contact your local 
Data I/O Service Center. 



Data sent to the programmer are 
non-hexadecimal characters. 
Input data is in the incorrect 

format. 

The self test indicates that the 
socket pin 2 driver is at an 
inaccurate level. 



Specify the correct data translation 
fonnat for the data being 
transferred, or correct the data in 
the file. 

Contact your local Data I/O 
Service Center. 
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ERROR MESSAGES 



Code 

35 



Description 



Corrective Action 



DATA BUS FAIL Indicates that the device data bus Make sure tliat the device(s) are 
may be damaged or the contact to installed in the sockets correctly, 
the ZIF socket is faulty. replace the device if faulty, or 

contact your local Data I/O 
Service Center. 



BAD INSERTION 



OVERCURRENT 



FRAME ERROR 



OVERRUN 
ERROR 



PARITY ERROR 



The device was inserted in the 
socket incorrectly. 



The device to be programmed is 
drawing excessive current. 

The serial interface detected a 
start bit but the stop bit was in 

the wrong posibon. 

The serial interface received 
characters when the programmer 
was unable to service them. 



The incoming data has incorrect 
parity. 



Align the bottom-nwst pin of the 
device with the bottom of the 
socket. Pin 1 should be at the top 
of the device. 

Indicates that the device is faulty. 
Replace the device. 

Check the current baud rate and 
stop bit settings and attempt 
transmission again. 

Check the serial port connections. 
Make sure handshake lines arc 
properly connected and attempt 
transnussion again. 

Check the parity setting and 
attempt transmission again. 
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HRROR MESSAGES 



Description 



Corrective Action 



PIN 35 ERROR 



PIN 22 ERROR 



The self test indicates that the 
socket pin 35 driver is at an 
inaccurate level. 

The self test indicates that the 
socket pin 22 driv^ is at an 



inaccurate level. 

PIN IVPP ERROR The self test indicates that the 
IVPP pin driver and control 
signals are at an inaccurate level. 



PIN 1 ERROR 



PIN 23 ERROR 



PIN 24 ERROR 



PIN 25 ERROR 



PDsl 28 ERROR 



The self test indicates that the 
socket pin 1 driver is at an 
inaccurate level. 

The self test indicates that the 
socket pin 23 driver is at an 
inaccurate level. 

The self test indicates that the 
socket pin 24 driver is at an 
inaccurate level. 

The self test indicates that the 
socket pin 25 drivCT is at an 
inaccurate level. 

The self test indicates that the 
socket pin 28 driver is at an 
inaccurate level. 



Contact your local Data I/O 
Service Center. 



Contact your local Data I/O 

Service Center. 



Contact your local Data I/O 
Service Center. 



Contact your local Data I/O 
Service Center. 



Contact your local Data I/O 
Service Center. 



Contact your local Data I/O 
Service Center. 



Contact your local Data I/O 
Service Center. 



Contact your local Data I/O 
Service Center. 
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ERROR MESSAGES 



Code 
5F 



Description 



Corrective Action 



PEN 26 ERROR 



Tlie self test indicates that the 
socket pin 26 driver is at an 
inaccurate level. 



Contact your local Data I/O 
Service Center. 



PIN 27 ERROR 



The self test indicates that the 
socket pin 27 driver is at an 
inaccurate level. 



Contact your local Data I/O 
Service Center. 



PIN 29 ERROR 



The self test indicates that the 
socket pin 29 driver is at an 
inaccurate level. 



Contact your local Data I/O 
Service Center. 



PIN 20 ERROR 



The self test indicates that the 
socket pin 20 driver is at an 
inaccurate level. 



Contact your local Data I/O 
Service Center. 



PIN 31 ERROR 



The sdf test indicates that the 
socket pin 31 driver is at an 
inaccurate level. 



Contact your local Data I/O 
Service Center. 



PIN 32 ERROR 



The self test indicates that the 
socket pin 32 driver is at an 
inaccurate level. 



Contact your local Data I/O 
Service Center. 



PIN 33 ERROR 



The self test indicates that the 
socket pin 33 driver is at an 
inaccurate level. 



Contact your local Data I/O 
Service Center. 



PIN 34 ERROR 



The self test indicates that the 
socket pin 34 driver is at an 
inaccurate level. 



Contact your local Data I/O 
Service Center. 
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ERROR MESSAGES 



Description 



Corrective Action 



90 


VCC FAIL 


91 


DAC FAIL 


92 


5.6 V FAIL 


94 


VPP FAIL 


A3 


PIN 36 ERROR 


A4 


PIN 37 ERROR 


A5 


PIN 38 ERROR 


A6 


PIN 39 ERROR 


A7 


PIN 40 ERROR 



The Vcc supply circuits are not 
working properiy. 

The digital-to-analog converter 
circuit failed. 

The 5.6 V power supply circuit 

failed. 

The programnung pulse power 
supply circuit failed 

The self test indicates that the 
soclcet pin 36 driver is at an 
inaccurate level. 

The self test indicates that the 
socket pin 37 driver is at an 
inaccurate level. 

The self test indicates that the 
socket pin 38 driver is at an 
inaccurate level. 

The self test indicates that the 
socket pin 39 driver is at an 
inaccurate level. 

The self test indicates that the 
socket pin 40 driver is at an 
inaccurate level. 



Contact your local Data I/O 
Service Center. 

Contact your local Data I/O 
Service Center. 

Contact your local Data I/O 

Service Center. 

Contact your local Data I/O 
Service Center. 

Contact your local Data I/O 
Service Center. 



Contact your local Data I/O 
Service Center. 



Contact your local Data 1/0 
Service Center. 



Contact your local Data I/O 
Service Center. 



Contact your local Data I/O 
Service Center. 
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ERROR MESSAGES 



Code 

7k 



Description 



Corrective Action 



PIN 21 ERROR 



The self test indicates that the 
socket pin 21 driver is at an 
inaccurate level. 



Contact your local Data I/O 
Service Center. 



NO ID FOUND 



The installed device has no 
electronic ID. 



Check the Device List to make 
sure that the installed device 
supports the electronic ID feature. 
If the device does not have an 
electronic ID, use the correct 
family and pinout codes listed in 
the Device List. 



8259 FAIL 



The electronic ID family and 
pinout codes of each of the 
devices installed do not match, or 
the device is not supported by 
this version of firmware. This 
error will only occur when the 
electrtmic ID mode is selected. 



Consult the Device List for the 
correct family and pinout codes 
for all of the devices installed and 
remove any devices with 
incompatible family and pinout 
codes, or select the correct family 
and pinout codes of the device 
without using the electronic ID. 



Indicates a failure of an internal Contact your local Data I/O 

288A 8253 device. Service Center. 

Indicates a failure of an internal Contact your local Data I/O 

288A controller device. Service Center. 



The auxiliary VPP supply circuit Contact your local Data I/O 
is not working properly. Service Center. 
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Data translation formats available, Intro-2, 4-20 

Data verification, 4-24 

Default parameter values, TRC, 3-8 

Deleting data from RAM, 2-39, 2-41, 3-59 

Device installation, 1-14 

Device type selection, 2-2, 2-4, 3-13, 4-12 

Displaying memory (TRC), 3-51 

Downloading data, 2-24, 4-16 

Driver program, definition of, 4-1 



Editing memory 

See RAM editing commands 
Editing sp)ccial programming options, 2-55 
Electronic ID checking, enabling/disabling, 2-55, 

3-17 
Electronic identifiers, use of, 2-4 
Entering commands in TRC, 3-5 
Entering Computer Remote Control, 4-9 
Entering Terminal Remote Control, 3-9 
Erase function, enabling/disabling, 2-59, 3-18 
Error indicators 

front panel, 2-4 

TRC, 3-7 
Error messages, explanations of, 5-1 
Exiting Computer Remote Control, 4-10 
Exiting Terminal Remote Control, 3-11 
EXOR checksum command (TRC), 3-69 



Formats, data translation, lntro-2, 4-19 
Frequency range, lntro-3 
Front Panel 

aborting an operation, 2-3 

action display, 2-3 

blank checking devices, 2-5 

device selection, 2-2 

downloading data, 2-24 

error indicators, 2-4 

menus, 1-12 

programming sets, 2-12 

progranwiing single devices or gangs, 2-7 

sample session, 1-13 

setting communications protocol, 2-23 

uploading, 2-29 

verifying devices, 2-19 

word size, selection of, 2-25, 2-28 
Fuse removal/replacement, 1-1 

G 

Gang programming, 2-10, 3-23, 4-13 
Grounding the progranuner, 1-4 

H 

Handshake 

hardware, 1-5, 4-23 

software, 4-21 
Hdp screen, display of TRC, 3-12 



L 



Failure indicators (TRC), 3-7 

Family/pinout codes, 2-2,3-16,4-12 

Filling memory, 2-42, 3-55 

Rrmware configuration, determining, 1-11, 4-18 



Initial byte, editing the value of, 2-56 
Input operation, CRC, 4-16 
Inserting data into RAM, 2-35,2-37,3-57 
Inserting devices, 1-14 
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INDEX 



Aborting an operation 

from the front panel, 2-3 

in Computer Remote Control mode, 4-8 

in Terminal Remote Control mode, 3-6 

Action display, 2-3, 3-6 

Address selection, 2-24, 2-29, 4-5 

ASCII Space Hex format, 4-25 

Automatic I/O protocol selection, 3-10, 4-10 

B 

Baud rate, setting, 2-23 

Beginning device address, selection of, 4-5, 4-12 

Beginning RAM address, selection of, 2-24, 2-29, 

4-5, 4-12 
Binary transfer format, 4-26 
Blank check 

Computer Remote Control operation, 4-14 

front panel operation, 2-5 

Terminal Remote Control operation, 3-20 
Block size, selection of, 2-24, 2-29, 4-5, 4-12 



Checksum (EXOR) comnwnd (TRC), 3-69 

Command entry, TRC, 3-5 

Command summary 

Computer Remote Control, 4-3 
Terminal Remote Control, 3-4 

Communications protocol, setting, 2-23 

Comparing data, 4-16 

Complementing memory, 2-34 



Computer Remote Control 

aborting an operation, 4-8 

command summary, 4-3 

control code, 4-21 

data translation formats, 4-19 

entering and exiting, 4-9 

hardware handshaking, 4-23 

inquiry commatKis, 4-17 

leader/trailer and null output, 4-11, 4-23 

programming operations, 4-12 

PROMlinkTM, use with 288A, 4-8 

response characters, 4-4 

software handshaking, 4-21 

symbols and conventions, 4-2 

testing devices, 4-14 

transferring data, 4-16 

verifying communications, 4-11 
Conflguration information, obtaining, 1-11, 4-18 
Connecting power, 1-1 
Connecting serial port, 1-5 
Control codes, 4-21 
Copying a block of RAM, 2-45, 3-61 
CTRL-Q, definition of, 3-6 
CTOL-S, definiticm of, 3-6 



Data bits, setting numbCT, 2-23 

Data transfer 

CRC commands, 4-16 
front panel download, 2-24 
front panel upload, 2-29 

Data translation format codes, 4-19 
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Insorting memory card, 1-9 

Installing modules, 1-6 

Instrument control code, 4-21 

Intel Hex-32 format, 4-27 

Intel Intcllcc 8/MDS format, 4-30 

Intel MCS-86 Hexadecimal Object, 4-31 

I/O 

address offset, 4-5,4-16 
automatic set-up of port, 3-10,4-10 
CRC commands, 4-16 
front panel commands, 2-24 
front panel set-up of port, 2-23 



Leader/ trailer, data file, 4-23 
Lever, socket, 1-15 
Limited address field formats, 4-24 
Loading data (front panel) 

sets of devices, 2-15 

single device, 2-8 
Loading data (TRC) 

iong-word-wide sets, 3-36 

sets of devices, 3-25 

single device, 3-21 

word-wide devices, 3-31 
Long-word-wide devices, using 

in CRC mode, 4-13 

loading (TRC), 3-36 

programming (TRC), 3-38 

verifying (TRC), 3-48 

with front panel, 2-25 



M 

Master device, definition of, 1-13 
Memory available, Intro-2 
Memory card, inserting, 1-9 
Memory editing, 2-32 

complementing data, 2-34 

copying a block, 2-45, 3-61 

deleting data, 2-39, 2-41, 3-59 

displaying data, 3-51 

editing data bytes, 2-47,2-54,3-53 

filling memory, 2-42,3-55 

inserting data, 2-35, 2-37, 3-57 

searching data, 2-43, 3-63 

shuffling data, 2-50 

splitting data, 2-52 

swapping data, 2-48, 3-65 
Memory mapping 

for long-word-wide programming, 2-25, 3-37 

for set programming, 2-13,3-27,3-29 

for word-wide programming, 2-25, 3-33 
Memoiy Search command, 3-63 
Menus, front panel, 1-12 
Model numbers, Intro-5 
Modifying memory (TRC), 3-53 
Modules, installing /removing, 1-6 
Motorola Exorciser (SI) format, 4-34 
Motorola Exormax (SI and S2) format, 4-35 
Motorola 32-bit (S3) format, 4-36 

N 

Null count, 4-23 
Null setting, 4-11 
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o 

Offset address, selection of, 2-25, 2-29, 4-5, 4-16 

ON switch, 1-9 

On-line help, 3-12 

Options, editing special programming, 2-55 

Ordering information, lntro-4 

Output operation, CRC, 4-16 



Parity check, setting, 2-23 
Port setting, 2-23 
Port setting, automatic, 3-10, 4-10 
PowCT connection, 1-1, 1-4, 1-9 
Power consumption, Inlro-3 
Powering up the programmer, 1-9 
Programming options, editing, 2-55 
Programming, front pjanel 

gangs, 2-7 

sample session, 1-13 

sets of devices, 2-12,2-17 

single devices, 2-7 
Programming, TRC 

long-word-wide sets, 3-38 

sets of devices, 3-28 

single devices, 3-23 

word-wide devices, 3-34 
PROMiink^", operation with, 4-8 

R 

RAM available, lntro-2 
RAM editing commands, 2-32 
complementing data, 2-34 
copy a block, 2-45, 3-61 
delete data, 2-39,2-41,3-59 



display a block, 3-51 
edit data, 2-47,2-54 
fill a block, 2-12,3-55 
insert data, 2-35, 2-37, 3-57 
modify data, 3-53 
search, 2-43,3-63 
shuffle data, 2-50 
split daU, 2-52 
swap data, 2-48,3-65 

Removing socket modules, 1-8 

Removing/replacing the fuse, 1-1 

Response characters, 4-4 

RS-232C port 

coitnecting, 1-5 
setting protocol, 2-23 



Safety information, iii 

Sample programming session, 1-13 

Scroll keys, 1-12 

Searching memory, 2-43, 3-63 

Selecting 

beginning device address, 4-5,4-12 

beginning RAM address, 2-24, 2-29, 4-5, 4-12 

block size, 2-24,2-29,4-5,4-12 

device type, 2-2, 3-13, 4-12 

family/pinout code, 3-16, 4-12 

offset address, 2-25,2-29,4-5,4-16 

verify Vcc level, 2-19, 3-41, 344, 3-46, 3-48, 4-15 

voltage, 1-3 

See also Setting 
Self test, 1-10 
Serial (RS-232C) port 

connecting, 1-5 

setup, 2-23 
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Service, obtaining, lnlro-7 

Set progranuning, front panel operations 

loading, 2-15 

memory mapping, 2-13 

programnxing, 2-17 

verifying, 2-19 
Set programming, TRC commands 

loading, 3-25 

memory mapping, 3-27, 3-29 

programming, 3-28 

verifying, 3-44 
Set-up of 288A, 1-1 
Setting 

baud rate, 2-23 

communications protocol, 2-23 

data bits, 2-23 

initial byte data value, 2-56 

null count (CRC), 4-23 

parity, 2-23 

stop bits, 2-23 

word size, 2-58 

See also Selecting 
Shuffling memory, 2-50 
Single programming 

front panel operations, 2-7 

TRC conunands, 3-21 
Socket lever, use of, 1-15 
Socket nwdules, installing /removing, 1-6, 1-8 
Software handshaking, 4-21 
Software version, determining, 1-10-1-11 
Specifications of 288A, Intro-2 
Splitting memory, 2-52 
Stert address, selection of, 4-5 
Stop bits, setting, 2-23 
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Sumcheck 

commands (CRC), 4-14 

commands (TRC), 3-67 

definition of, 1-15 
Summary of commands 

Computer Remote Control, 4-3 

Tomiiwtl Remote Control, 3-4 
Swapping memory, 2-48,3-65 
Symbols and conventions 

Computer Remote Control, 4-2 

Terminal Remote Control, 3-3 
Synchronous programming, enabling /disablii^, 
2-57 



Tektronix Hexadecimal format, 4-37 
Terminal Remote Control 

command summary, 3-4 

device type selection, 3-13 

editing RAM, 3-50 

entering and exiting, 3-9 

help screen, displaying, 3-12 

programming operations, 3-19 

sumchecking RAM, 3-67 

symbols and conventions, 3-3 

verifying devices, 3-40 

See also individual command names 
Testing devices (CRC), 4-14 
Transferring (copying) a block of RAM, 2-45, 3^1 
Transferring data 

CRC commands, 4-16 

front panel operations, 2-24, 2-29 
Translation format codes, description of, 4-19 
Translation formats available, lntro-2, 4-20 



u 

updates lo the 288A, Intro^ 
Uploading data, 2-29, 4-16 



Vcc selection, 2-19, 3-41, 3-44, 3-46, 3^, 4-15 
Verifying devices 

Computer Remote Control commands, 4-15 

front panel operations, 2-19 

Terminal Remote Control commands, 3-40 
Version of firmware, 1-10-1-11 
Voltage selection, 1-1 
Voltages, operating, lntro-3, 1-1 

w 

Warranty information, Intro-8 
Word size, setting, 2-58 
Word-wide devices 

CRC mode, 4-13 

front panel operation, 2-25, 2-28 

loading (TRC), 3-31 

programming (TRC), 3-34 

verifying (TRC), 3-*6 
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